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Abstract 

Cells and tissues continuously experience mechanical loading during daily 

activity. However, the mechanisms by which cells respond to mechanical stimuli are 

poorly understood. The focus of this thesis is to develop atomic force microscopy 

(AFM) techniques to investigate whole cell mechanics over physiologically relevant 

time scales, providing an in-depth understanding of the role of the actin cytoskeleton 

in osteoblast biomechanics. The work presented in this thesis can be divided into two 

categories: instrument development, and experimental cell biomechanics. 

In terms of instrument development, the first key contribution of this thesis is 

the adaptation of a standard AFM to apply high precision mechanical loading at the 

whole cell level. Correction factors for AFM force and indentation measurements are 

developed, for the first time, to account for constraints imposed on AFM cantilever 

bending due to the attachment of a sphere at the cantileverôs free-end. It is 

demonstrated that uncorrected force-indentation data may result in a dramatic ~18 

fold underestimation of a sampleôs elastic modulus. 

Using this modified AFM cantilever, high precision whole cell monotonic 

compression is applied to osteoblasts. It is found that the actin cytoskeleton 

contributes significantly (~40-60%) to the whole cell compression force. 

Additionally it is shown that the actively generated contractility of the actin 

cytoskeleton has a pronounced influence on cell and nucleus morphology. 

The second key contribution in terms of instrument development is the stability 

enhancement of a standard AFM system to achieve accurate displacement control 

over long time scales. The methodology developed in this thesis for the reduction of 

thermal drift provides a significant 17-fold enhancement in z-drift stability. 

Furthermore, a customised fluid cell setup is developed to eliminate liquid 

instabilities during long term cell mechanics experiments.  

This enhanced AFM system is used to implement cyclic single cell 

deformation, with a constant loading and unloading strain rate being applied to the 

cell. The range of applied deformation is altered during the experiment without 

altering the strain rate. It is demonstrated that steady state cell forces are largely 

unaffected by this change in deformation range. This phenomenon is not observed 

for non-contractile passive cells; measured forces for cells treated with cyto-D are 

found to be highly dependent on the applied deformation range.  
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1.1 Background and Motivation 

Cells and tissues continuously experience mechanical loading during normal 

daily activity. This mechanical loading can involve many different loading 

configurations, peak loads and loading rates. Mechanical loading plays a vital role in 

many physiological behaviours, for example, strenuous exercise increases bone mass 

(Lanyon (1996), Courteix et al. (1998)) whereas disuse by inactivity reduces bone 

mass (Zerwekh et al. (2009)). However, to date, very little is known about the 

underlying biomechanisms involved in the load-induced ómechanosensitivityô of 

bone. In fact, the contribution of intracellular components to the mechanical response 

of osteoblasts to loading has not been widely investigated.  

Studies have demonstrated that the response of cells to mechanical loading is 

dependent on cell geometry, cell phenotype, and cell contractility (Janmey and 

McCulloch (2007)). As an example, highly contractile myoblasts exhibit a strong 

resistance to compressive deformation (Peeters et al. (2005)) whereas less contractile 

fibroblasts exhibit a relatively weak resistance to compression (Deng et al. (2010)). 

Additionally, rounded chondrocytes exhibit a low resistance to shear induced 

substrate detachment in comparison to spread chondrocytes (Huang et al. (2003)). 

Furthermore, it has been shown that the cytoskeleton, in particular the actin 

cytoskeleton, plays a key role in the biomechanical behaviour of cells (Fletcher and 

Mullins (2010)). The actin cytoskeleton has also been shown to contribute to cellular 

processes including growth (Roca-Cusachs et al. (2008)), mechanosignalling 

transduction (McGarry et al. (2008)) and gene expression (Thomas et al. (2002)). 

However, the contribution of the actin cytoskeleton to the mechanical response of 

cells to applied static and dynamic loading has not been well established, and 

consequently the constitutive behaviour of the actin cytoskeleton is not well 

understood. Enhanced knowledge of speciýc cellular responses to mechanical 

loading is vital for understanding mechanotransduction and is critical for 

advancement of the field of tissue engineering (Huang et al. (2004), Ingber (2006)).  

In addition, understanding how mechanical loading leads to speciýc cellular 

responses is critical in the development of therapeutic solutions to diseases such as 
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osteoporosis which is attributed, at least in part, to a reduction in mechanical 

stimulation (Zerwekh et al. (2009), Burr (1997)). 

Numerous experimental techniques have been developed or adapted to apply 

mechanical loading to cells. For example, the atomic force microscope (AFM) was 

initially developed as a high resolution imaging technique (Binnig et al. (1986)) but 

has since emerged as an important technique for investigating cell mechanics due to 

its unrivalled force resolution and displacement precision (Mostaert et al. (2006), 

Fukuma et al. (2006)). In general, AFM is used to investigate cell mechanics by 

applying highly localised deformation, via an AFM cantilever with a sharp tip, to 

specific regions of the cell membrane (Rotsch and Radmacher (2000), Prabhune et 

al. (2012)). However, physiological mechanical loading is typically applied to the 

whole cell via the extracellular matrix (i.e. fluid shear and matrix deformation), and 

not at localised points of the membrane, as typically applied by AFM indentation. 

The in vitro implementation of whole cell deformation provides a more accurate 

representation of cell deformation due to physiological loading. Techniques such as 

microplates manipulation (Thoumine et al. (1999)), substrate stretching (Wang et al. 

(2001)) and micropipette aspiration (Hochmuth (2000)) have been developed to 

apply deformation at the whole cell level.  However these systems are somewhat 

crude in terms of accuracy of applied deformation and force measurement, in 

comparison to the precision offered by AFM systems. Adapting the AFM to apply 

non-localised whole cell deformation would provide physiologically relevant 

loadings with unrivalled precision in terms of applied displacement and measured 

force. 

1.2 Objectives of this Thesis 

The focus of this thesis is to advance the AFM technique to investigate whole 

cell mechanics over physiologically relevant time scales. This modified system will 

then be used to gain a more in-depth understanding of the role of the actin 

cytoskeleton in cell biomechanics under static and dynamic loading by performing 

novel in vitro whole cell experiments that take advantage of the high force precision 

and displacement resolution of the AFM. 
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The objectives of this thesis are as follows: 

¶ Modification of a standard AFM to implement high precision deformation-

controlled loading of single cells, where the deformation is applied at the 

whole cell level over physiologically relevant time scales. 

 

¶ Experimental investigation of the role of the actin cytoskeleton in the single 

cell response to monotonic compressive deformation applied at the whole 

cell level.   

 

¶ Experimental investigation of the role of the actin cytoskeleton in the single 

cell response to constant strain rate cyclic deformation applied at the whole 

cell level over physiologically relevant time scales. 

1.3 Thesis Overview 

Figure 1.1 shows a flowchart portraying the overall structure of this thesis. The 

work reported in this thesis can be broadly divided into two categories: (i) AFM 

instrumentation modifications (Chapters 3 & 5), and (ii) novel single cell static 

(Chapter 4) and dynamic (Chapter 6) experiments using the modified AFM. 
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Figure 1.1: Flowchart showing the overall structure of this thesis. The thesis can be divided into two 

sections; (i) the AFM system enhancing modifications to implement novel single cell experiments, 

and (ii) the application of the modified system to perform these novel single cell experiments. 

In Chapter 2, firstly a brief description of the structure of the cell is provided 

(Section 2.2). An outline of the cellular response to mechanical stimuli is then 

presented in Section 2.3. Next, a broad overview of in vitro techniques for 

mechanical manipulation of cells is presented in Section 2.4. Finally, an overview of 

the role of mechanical stimulation in bone mechanics is presented. In addition to the 

background literature presented in Chapter 2, the reader should note that detailed and 

focused discussion of directly relevant literature is provided in each technical chapter 

of this thesis (Chapters 3-6).  

In Chapter 3, AFM cantilever modifications performed to facilitate the 

application of deformation controlled loading at a whole cell level are presented. A 

large sphere is attached to the free-end of a tipless AFM cantilever, such that the 

bottom of the sphere permits mechanical loading at the whole cell level. For the first 
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time, an extensive investigation of the effects of sphere attachment to an AFM 

cantilever bending profile is performed. Correction factors necessary for the accurate 

interpretation of force-indentation data for modified AFM cantilevers are proposed. 

In Chapter 4, a series of in vitro experiments are performed in which single 

osteoblasts are subjected to high precision monotonic compressive deformation using 

the modified AFM cantilever developed in Chapter 3. Experiments are repeated on 

the same cells following treatment with the actin cytoskeleton disrupting agent, 

Cytochalasin-D (cyto-D), to elucidate the role of the actin cytoskeleton in the 

resistance of cells to compressive deformation. Additionally, detailed confocal 

microscopy is performed to establish the effect of the actin cytoskeleton on cell and 

nucleus morphology. 

In Chapter 5, a readily implementable, cost effective method of modifying a 

standard AFM for deformation controlled operation over long time scales is 

developed. This involves a novel combination of (i) active temperature control and 

(ii) a customised closed fluid cell to eliminate thermal drift and liquid related 

instabilities in the AFM system. 

In Chapter 6, a series of novel in vitro experiments are performed in which 

single osteoblasts are subjected to deformation controlled cyclic loading using the 

AFM modifications developed in Chapter 3 and Chapter 5. Experiments are repeated 

on cells treated with the actin cytoskeleton disrupting agent, cyto-D, to elucidate the 

role of the actin cytoskeleton in the response of cells to deformation controlled cyclic 

loading.  

In Chapter 7, a discussion of the main findings of this thesis is presented 

together with concluding remarks and future considerations arising from the work. 
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2.1 Introduction  

The importance of mechanotransduction in regulating numerous physiological 

processes has become increasingly evident in recent years (Ingber (2003), Ramaekers 

and Bosman (2004), Ingber (2006)). Mechanical stimuli have been found to play a 

significant role in the cellular pathology of numerous diseases, including 

osteoporosis (Burr (1997), Zerwekh et al. (2009)), arthritis (Lammi (2004)), and 

cancer (Makale (2007), Prabhune et al. (2012)). These findings highlight the 

importance of research in the field of cell mechanics, and emphasise the necessity of 

understanding the complex mechanical behaviour of cells (Van Vliet et al. (2003), 

Lim et al. (2006), Discher et al. (2009)). Numerous in vitro studies have 

demonstrated that cells actively respond to mechanical stimuli (Wang et al. (2001), 

Shieh and Athanasiou (2007), Adachi et al. (2008), Balestrini et al. (2010), 

Watanabe-Nakayama et al. (2011)). Specifically, the role of the cytoskeleton in 

response to mechanical loading has been demonstrated through the use of chemical 

agents that disrupt individual cytoskeletal components (Ujihara et al. (2008), Ofek et 

al. (2009), Dowling et al. (2012)) or using fluorescent imaging techniques (Wang et 

al. (2008), Huang et al. (2010), Pravincumar et al. (2012)). However, despite such 

extensive in vitro investigation, the biomechanical response of cells to mechanical 

loading is still poorly understood.  

In this chapter, an overview of the structural components of the cell is first 

presented in Section 2.2, with a particular emphasis on the actin cytoskeleton. 

Leading on from this, the processes by which a cell senses and responds to forces are 

discussed in Section 2.3. In Section 2.4 experimental techniques used to investigate 

single cell mechanics are reviewed. In addition, relevant findings obtained using 

these techniques are highlighted. Finally, the important effects of mechanical stimuli 

in bone mechanics are outlined in Section 2.5. The reader should note that, in 

addition to the background literature presented in this chapter, a detailed and focused 

discussion of directly relevant literature is provided in each technical chapter of this 

thesis (Chapters 3-6). Finally, in the final chapter of the thesis (Chapter 7) the key 



 Chapter 2 

11 

 

findings of the thesis are discussed in the broad context of cell mechanics and AFM 

experimentation, with further discussion of relevant literature being provided.  

2.2 Cell Structure 

The cell cytoskeleton provides the key mechanical components of the cell, 

providing resistance to deformation, active contractility, maintenance of morphology, 

intracellular transport, regulation of adhesion, spreading and motility. The three 

components of the cytoskeleton are shown in Figure 2.1, namely the actin 

cytoskeleton, microtubules, and intermediate filaments. The cytoskeleton has been 

the subject of extensive investigation in recent years, given its important role in the 

physical properties and biomechanical behaviours of cells. However, a cellôs 

membrane, nucleus, and cytoplasm also contribute to its mechanic behaviour.   

 

Figure 2.1: The cytoskeleton of the cell consists of three filamentous protein groups: actin filaments 

(blue), microtubule (green) and intermediate filaments (red). Image courtesy of Cora-Ann 

Schoenenberger and Rosmarie Suetterlin, Biozentrum, University of Basel. Reproduced with 

permission. 
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The nucleus is the largest organelle within a eukaryotic cell. The main role of a 

cellôs nucleus is to regulate gene expression, but it also has a degree of structural 

stiffness and plasticity that can play a role in cell mechanics and 

mechanotransduction (Guilak et al. (2000), Caille et al. (2002), Lammerding (2011)). 

The cytoplasm is the intracellular material between the cell membrane and the 

nucleus. It contains a crowded microenvironment of proteins, protein complexes, and 

organelles (Martini (2004)). Due to its mainly liquid composition, the cytoplasm is 

often considered to be incompressible. The cell membrane is the outer boundary of 

the cell that separates the cytoplasm from the extracellular environment. It is 

composed of a thin lipid bilayer, approximately 5 to 10 nm thick. Besides acting as a 

physical barrier, the cell membrane also plays many other important roles. It contains 

protein structures that act as receptors for signalling molecules, transport channels 

for ions, and connection points between a cellôs cytoskeleton and the extracellular 

environment (Alberts et al. (2002), Martini (2004)).  

The cytoskeleton lies within the cytoplasm and, as mentioned above, consists 

of three groups of protein filaments; intermediate filaments, microtubules, and actin 

filaments, as shown in Figure 2.1 and Figure 2.2. Due to the cytoskeletonôs ability to 

resist, transmit, and generate cellular forces (Fletcher and Mullins (2010)), 

interactions between these interconnected cytoskeletal components dynamically 

influences cell shape, motility, adhesion and stiffness (Mofrad (2009)). Intermediate 

filaments are composed of tetramer subunits which bundle together to form 

filamental structures with an intermediate diameter of 8 to 12 nm relative to the other 

cytoskeletal filaments. These filaments are arranged in a network surrounding the 

nucleus (Figure 2.1), providing strength and organisation to both the cell and nucleus 

(Alberts et al. (2002), Lammerding (2011)). It is believed this filament group 

contributes to the overall mechanical response of the cell during large cell 

deformation, when intermediate filaments become fully extended and stretched 

(Wang and Stamenoviĺ (2000), Stamenoviĺ (2008)). Microtubules are stiff, hollow 

structures with filament diameter of 24 nm (Alberts et al. (2002), Martini (2004)). 

These filaments are composed of alternating helical layers of its monomer protein, 

tubulin (Wade and Hyman (1997)). Microtubules radiate outwards from the 
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centrosome (also known as a microtubule-organising centre) which is a central 

organelle near the nucleus. Microtubules serve as the transportation pathway for 

molecular motor proteins to shuttle cargo around the cell (Hirokawa (1998)) and to 

separate chromosomes during cell division (Anaphase (2000)). In most adherent 

cells, they play only a minor mechanical role in stabilising the cytoskeleton and 

balancing stress fluctuations (Stamenoviĺ (2008)). 

 

Figure 2.2: The three filamentous groups that make up the cell cytoskeleton; (a) actin filaments, (b) 

microtubules, and (c) intermediate filaments. Adapted from Blain (2009). 

Actin filaments act as the primary structural component of the cytoskeleton, 

and with the aid of myosin motor molecules, are integral in creating and maintaining 

the forces required for cellular movement and contraction (Kumar et al. (2006), Sato 

et al. (2006), Fletcher and Mullins (2010)). Actin filaments are double-helical 

arrangements (F-actin) composed of polymerised globular actin monomers (G-actin), 
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and are reported to be the most abundant protein in eukaryotic cells with a diameter 

of 5-9 nm (Alberts et al. (2002)). It is known that the actin cytoskeleton is essential 

for cellular functions such as morphology, motility, adhesion and contractility 

(Guilak (1995), Fernández et al. (2006), Blain (2009), Ofek et al. (2009), Fletcher 

and Mullins (2010)). In a suspended or resting state, the cytoplasm contains short 

actin filaments (capped by the protein CapZ), actin monomers, and myosin II (in an 

inactive state). Consequently any interaction between actin and myosin is prevented. 

In response to an activation signal, several intracellular pathways (Cdc42, Rho and 

Rac) stimulate actin filament growth and myosin II activation. This signal stimulates 

the release of calcium ions from endoplasmic reticulum into the cell cytosol, which 

then results in the activation of gelsolin, which cleaves capped actin filaments into 

small fragments. This process of severing and uncapping leads to the formation of 

long actin filaments which are then bundled together (10-30 filaments) to either 

fimbrin or Ŭ-actinin (Burridge and Wennerberg (2004). Fimbrin causes actin 

filaments to be tightly bundled and thus prevents any interaction with myosin II, 

whereas Ŭ-actinin loosely bundles actin filaments together, allowing myosin II 

(active state) to enter and form contractile actin filament bundles known as stress 

fibres, Figure 2.3. Phosphorylation of myosin II into an active state is the result of 

either a response to the influx of calcium ions (light-chain-kinase) or due to an 

externally applied signal (Rho-kinase). Active state myosin II then assembles into 

bipolar filaments and interacts with actin filaments that are bundled together by Ŭ-

actinin, resulting in the formation of stress fibres (Alberts et al. (2002)). The cross-

bridge interaction between the bipolar myosin II and actin filaments leads to 

contractile force generation in a cell, analogous to the shortening of sarcomeres in 

muscle cells (Burridge and Wennerberg (2004)). Contractile forces have been 

measured in the range of 25-50 nN for fibroblasts and 150 nN for myofibroblasts 

(Balaban et al. (2001), Goffin et al. (2006)).  
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Figure 2.3: Stress fibres are the contractile force generating structures in a cell which are composed of 

actin filaments, myosin II and Ŭ-actin. 

The shortening of many stress fibres in a cell can lead to tension at points of 

contact outside the cell, e.g. cell-matrix adhesions and/or cell-cell junctions, Figure 

2.4. This membrane tension gives rise to a pre-tension, or prestress, within the cell. 

Tension at cell-cell junctions acts predominately at adherens junctions, which 

connects the actin filaments of adjacent cells through cadherin proteins (Alberts et al. 

(2002)). Tension at cell-matrix junctions acts predominately at focal adhesions, 

which are protein complexes that have both a structural and mechano-signalling role 

(Shemesh et al. (2005)). Focal adhesions proteins, like vinculin, talin and focal 

adhesion kinase, connect F-actin to transmembrane receptors known as integrins, 

which subsequently connect to ligands in the extracellular matrix (Geiger and 

Bershadsky (2001)). The reorganisation of actin filaments into stress fibres causes 

more focal adhesions, thus enhancing the extracellular matrix binding in a positive 

feedback system (Féréol et al. (2009), Mofrad (2009)). The interconnected 

relationship of the actin cytoskeleton, cell shape and the number of focal adhesion 

complexes formed may perhaps explain why a highly spread cell is much stiffer than 

when rounded (Caille et al. (2002), Bacabac et al. (2008)). Contractile forces are 

believed to be necessary for this cell spreading process, as it has been shown that cell 

area decreases in the absence of contractile forces (Wakatsuki et al. (2003)).  
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Figure 2.4: Schematic showing cell-cell junctions (adheren junctions) and cell-matrix adhesions (focal 

adhesions) and their interconnected relationship with the actin cytoskeleton. Reproduced from Girard 

et al. (2007). 

Mechanical loading can either be directly applied to the cell or transmitted to 

the cell via the extracellular matrix or adjacent cells. These forces can be sensed by 

the same mechanosensory structures that detect internal forces, that is, focal 

adhesions and/or adherens junctions (Shemesh et al. (2005)), but they can also be 

sensed by structures like the stereocilia, primary cilium, and stretch ion channels 

(Alberts et al. (2002)), as highlighted in Figure 2.5. Stereocilia and primary cilia are 

protrusions of the cell membrane that deflect much like cantilever beams when 

subjected to fluid flow. Stretch ion channels are protein complexes in the cell 

membrane that open their central pores in response to externally applied strains 

(Sachs (2010)). It is believed that forces applied to the cell membrane leads to an 

increase in membrane tension which in turn opens the stretch ion channels, thus 

increasing the transfer of extracellular ions and activating signalling pathways that 

affect cell function and gene expression ((Ingber (2006), Janmey and McCulloch 

(2007)).  
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Figure 2.5: Mechanosensory structures of the cell. Adapted from Ingber (2006). 

2.3 Cellular Response to Mechanical Stimulation 

It is well established that cells respond to mechanical loading (Orr et al. 

(2006)). Changes at the cell-environment interface, due to a variety of chemical and 

mechanical signals present in the extracellular environment, are sensed by cells and 

converted into biochemical responses in a process known as mechanotransduction 

(Ingber (2006)). Although the response of cells to mechanical stimulation may differ 

between cell phenotypes, common signalling mechanisms have been identified. 

Specifically, integrins interacting with the extracellular matrix mediate increases in 

intracellular Ca
2+

 levels and activate cascades of mitogen-activated protein kinases, 

ultimately resulting in the phosphorylation of two members of a subclass of this 

family, namely extracellular signal-regulated kinase (ERK) 1 and 2. This occurs 

irrespective of the mechanosensitive cell phenotype involved (Iqbal and Zaidi 

(2005)). Phosphorylated ERK 1/2 then causes the activation of the activator protein-1 

family of transcription factors, the major components of which are the Fos and c-Jun 

protein families. AP-1 binds to the promoter of various mechanosensitive genes 

(Liedert et al. (2006)), ultimately leading to a cellular response. Although much is 

known about the signalling cascades related to mechanotransduction (Burridge and 

 

 

 

Image removed due to copyright restrictions 

 

 



 Chapter 2 

18 

 

Wennerberg (2004)), less is understood about the underlying mechanisms by which 

cells feel and response to mechanical stimulation. 

Cells in tissues adhere to and interact with the extracellular environment via 

specialised cell-cell and cell-extracellular matrix contacts (Alberts et al. (2002)). 

Cells sense their environment through ion channels and other mechanosensors 

present on the cell membrane (Shemesh et al. (2005), Ingber (2006)). Some 

transmembrane receptors form clusters and associate intra-cellularly with groups of 

proteins which link them to the cytoskeleton. For example, focal adhesions are 

specialised areas of the cell membrane involved in cell-extracellular matrix adhesion. 

Structurally, these complexes link a cell to the underlying matrix through the 

association of transmembrane integrin receptors with specific extracellular matrix 

ligands (Geiger and Bershadsky (2001), Shemesh et al. (2005)). For cell-cell 

adhesion, adherens junctions are involved in coupling adjacent cells through Ca
2+

 

dependant linkage of transmembrane cadherin molecules. The cytoplasmic domain 

of cadherins associates with catenins, which link the complex to the actin 

cytoskeleton (Girard et al. (2007)). Therefore, in anchorage-dependent cells, 

mechanical stimuli may be sensed at sites of cell-cell and cell-extracellular matrix 

adhesion due to the physical deformation of the membrane surface. Furthermore, as 

the cytoskeleton is connected to these cell-cell and cell-extracellular matrix 

junctions, mechanical stimuli are therefore transferred through the cell via these 

structural components (Burridge and Chrzanowska-Wodnicka (1996)).  

Studies have highlighted the effects of mechanical stimuli such as tension, 

compression and shear stress at the single cell level (Lehenkari et al. (2000), Huang 

et al. (2004), Barron et al. (2007), Janmey and McCulloch (2007), Shieh and 

Athanasiou (2007), Dowling et al. (2012)). Stress applied to a cell will deform the 

cell according to the mechanical properties of its internal architecture. This 

mechanical response is known as the passive mechanical behaviour of the cell and it 

is widely assumed that this response falls in the class of viscoelastic bodies 

(Thoumine and Ott (1997), Alcaraz et al. (2003), Peeters et al. (2005b), Darling et al. 

(2006)). However, in contrast to inert matter, cells may also exhibit an active 

response to mechanical stimulation. Thus, cells may develop internal stresses from 
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different motor proteins associated to the cytoskeleton, such as acto-myosin cross-

bridging. In addition, cells may reorganise their internal structure and modify their 

stiffness dramatically without the existence of any external force, as occurs during 

cell migration and cell division (Small et al. (1998), Fletcher and Mullins (2010)). 

Studies have shown that it is possible to distinguish the active and passive processes 

on a time scale basis (Thoumine and Ott (1997), Fernández et al. (2006), Watanabe-

Nakayama et al. (2011)). A study by Thoumine and Ott (1997) demonstrated that the 

immediate mechanical response following an applied whole cell deformation (in the 

first minutes) comes from the passive viscoelastic response, whereas the response 

several tens of minutes after applying an external force falls in a contractile regime, 

in which actin-dependent traction forces were developed in response to uniaxial load.  

Although it is unclear how cells modify their internal structure to exhibit such 

different mechanical properties, evidence suggests that the cytoskeleton, in particular 

the actin cytoskeleton, of the cell is mainly responsible for this complex mechanical 

behaviour (Rotsch and Radmacher (2000), Charras and Horton (2002), Kumar et al. 

(2006)). The whole cytoskeleton is embedded in the viscous cytoplasm and it is 

mechanically coupled to the cell nucleus, as well as attached to the cell membrane at 

specialised sites. However, it is still not clear how the cytoskeletal filaments, their 

associated proteins and other cell structures are organised and coupled to respond to 

a mechanical stimulus. Despite the complexity of cell mechanical behaviour, some 

mechanical aspects have been identified, such as the existence of a prestress. The 

stress bearing elements, such as stress fibres of the actin cytoskeleton, within the cell 

carry a pre-existing tension that is developed prior to the application of an external 

load. A major implication of this is that because stress bearing elements of the cell 

are prestressed, forces can be transmitted effectively across the cytoplasm. Thus, pre-

tension provides a structural basis for cell mechanotransduction processes in 

response to changes in the extracellular environment around the cell. In addition to 

biochemical mediators, intracellular tension has been proposed as a candidate 

mechanical mediator for stress fibre reorganisation (Kumar et al. (2006), Sato et al. 

(2007)). The intracellular tension within a cell is influenced by the force of myosin 

contraction, the deformability of the actin cytoskeleton, and the constraints on the 
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deformability of the cell due to matrix attachment and external force. The interplay 

between these factors and the resulting formation of stress fibres provides the basis 

for a cellôs response to mechanical stimulation. For instance, the cell selectively 

strengthens stress fibres along the direction of maximum resistance to myosin 

contractility. This not only allows the cell to stiffen itself in a particular direction to 

protect against excess stress and strains, but it also allows the cell to feel the matrix 

rigidity and migrate towards the stiffest direction. (Lo et al. (2000), Saez et al. 

(2007)). Furthermore, changes in stress fibre patterns affect cell shape and 

orientation (Noria et al. (2004), Flavahan et al. (2005), Kumar et al. (2006)).  

Although much is known about the biochemical signalling pathways related to 

mechanotransduction (Burridge and Wennerberg (2004)), and the role of the 

cytoskeleton, particularly the actin cytoskeleton, in response to mechanical loading, 

it is still unclear how and what cells sense, if cell behaviour is dependent on stress, 

strain, strain rate, or a combination of such effects. Additionally, it is unclear what 

cellular structures are responsible for cell mechanical behaviour. The exact 

mechanisms by which a cell senses and actively generates forces remains to be 

determined. 

2.4 Experimental Techniques to Investigate Cell Mechanics 

An extensive range of techniques have been developed to investigate cell 

mechanics at both the tissue and single cell level. Experiments in which a mechanical 

stimulus is applied at the tissue level (Hillam and Skerry (1995), Lanyon (1996), 

Hsieh and Turner (2001)) or on cell-populated constructs (Wille et al. (2006), 

Nekouzadeh et al. (2008), Balestrini and Billiar (2009), Buxboim et al. (2010), 

Thorpe et al. (2010)) have the ability, in a reproducible and efficient manner, to show 

that applied mechanical stress alters cell structure and function. However, the 

heterogeneity among cell responses is largely ignored. Furthermore, the response of a 

single cell to mechanical signals cannot be decoupled easily from the response of the 

entire population. Furthermore, the contribution of the extracellular matrix cannot be 

trivially decoupled from the active cell response to mechanical loading. In order to 

measure the response of cells to mechanical stimuli, experiments must be performed 
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at the single cell level. The single cell approach allows for the observation of 

resulting changes in cellular behaviour after the application of specific mechanical 

stimuli. This may include examining mechanical properties, cellular signalling, and 

intracellular structural changes such as remodelling of the cytoskeleton.  

Localised deformation is applied to cells to investigate the biomechanical 

response to location specific loading and/or to measure the mechanical properties of 

specific structures or parts of a cell (AFM, cell poking, optical tweezers). In the 

body, mechanical loading is typically applied to the whole cell via the extracellular 

matrix (i.e. fluid shear and matrix deformation). The cellular response to whole cell 

deformation on single cells is therefore a more accurate method of mimicking 

physiologically relevant loading experienced by cells. Several experimental systems 

have been developed or adapted in order to examine the effect of whole cell 

deformation on cell behaviour. In this section, these techniques are reviewed and the 

most relevant findings obtained using each technique discussed. 

2.4.1 Micropipette Aspiration  

This technique uses a suction pressure to partially or wholly pull a single cell 

into a micropipette. The cell elongation into the pipette as a result of suction pressure 

is measured using video analysis from which the whole cell mechanical properties 

can be evaluated. In general, this technique is used for cells in solution, although it 

can also be used on cells adhered to a substrate.  

This technique has been used to investigate the mechanical properties of the 

cell and the contribution of the cytoskeleton to these properties. A study by Zhou et 

al. (2005) found a decrease in cell stiffness for fibroblasts following disruption of the 

actin cytoskeleton using cyto-D, indicating that the actin cytoskeleton is an important 

load bearing structure of the cell. This finding is consistent with the recent work of 

Reynolds et al. (2012) in which the role of the stress fibre contractility and nucleus 

geometry in response to micropipette aspiration has been investigated. Furthermore, 

a study by Trickey et al. (2006) found that disruption of the actin filaments 

significantly increased the deformability of chondrocytes, whereas the disruption of 
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microtubule and intermediate filaments did not significantly affect the cells 

deformability.  

A recent study by Pravincumar et al. (2012) using micropipette aspiration 

combined with fluorescence microscopy found that cell deformation involved 

distortion, disassembly and subsequent reassembly of the actin cytoskeleton (Figure 

2.6). Furthermore, it was shown that the cell mechanical properties and actin 

remodelling were dependent on the rate of applied pressure. The micropipette 

aspiration technique has also been used to study nuclear mechanics by gently 

extracting the nucleus from the cell and testing it with a pipette. It is suggested that 

the nucleus is 3-4 times stiffer than the cell cytoplasm and almost twice as viscous 

(Guilak et al. (2000)). However, it is difficult to definitively quantify the nucleus 

stiffness, since studies have demonstrated that the nucleus stiffness changes 

significantly when extracted from the cell (Caille et al. (2002)).  

 

Figure 2.6: Selected images from time series showing a GFP-actin transfected chondrocyte during 

micropipette aspiration. Scale bars represent 10 Õm. Adapted from Pravincumar et al. (2012). 

Micropipette aspiration is a relatively simple and cost effective technique to 

use. The main disadvantages of this technique are the stress concentration at the 

pipette lumen and friction between the micropipette and cell membrane, which can 

both affect the accuracy of the forces calculated. Additionally, drift in the pressure 

zero setting can arise (Hochmuth (2000)). 
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2.4.2 Substrate Stretching 

The substrate stretching technique involves the application of a global strain to 

an elastic membrane or gel and is typically applied using a vacuum or substrate 

indenter. This static or cyclic strain can be applied in one direction (uniaxially), in 

two directions (biaxially), or equal strain in all direction (equiaxially) to single cells 

or a population of cells. Substrate stretching has been used to investigate the 

phenomena of strain-induced cell morphology and cytoskeleton changes (Krishnan et 

al. (2009) Balestrini et al. (2010) DiPaolo et al. (2010)). It has been demonstrated 

that both the cell morphology and actin cytoskeleton re-align in response to the 

applied deformation and this reorientation is in the direction of the minimal substrate 

strain (Figure 2.7) (Kaunas et al. (2005), Barron et al. (2007)). Furthermore, it has 

been demonstrated that cell and actin cytoskeleton reorganisation and realignment 

are strain rate dependent, with increased realignment with increased strain rate (Lee 

et al. (2010), Hsu et al. (2010)). A study by Throm-Quinlan et al. (2011) have 

investigated the response of cells to combined dynamic stretch and tunable substrate 

stiffness. It was found that inhibition of spreading due to a lack of matrix stiffness 

surround the cell may be overcome by externally applying a stretching load. This 

suggests that similar mechanotransduction mechanisms are used by cells to sense 

stretch and stiffness.  

 

Figure 2.7: Phase contrast images of endothelial cells in response to cyclic stretching. (a) After 3 hr of 

10% pure uniaxial stretching, the cells reoriented perpendicular to the stretching direction. (b) The 

stretching direction was then changed 90 degrees. Cells again reoriented perpendicular to the 

stretching direction. Scale bar represents 100 Õm. Adapted from Wang et al. (2001). 



 Chapter 2 

24 

 

The substrate stretching technique has also been used to investigate the 

biochemical response of cells to static and dynamic loading. A study by Wang et al. 

(2004) demonstrated that tendon fibroblasts up-regulate the expression of Ŭ-smooth 

muscle actin when actin cytoskeleton reorientation occurs during cyclic stretching. A 

similar finding has been reported by O'Cearbhaill et al. (2008) following the 

realignment of the actin cytoskeleton in MSCs, with an up-regulation of calponin 

also being reported. Similarly, Kurpinski et al. (2006) have demonstrated that MSCs, 

which were forced to align parallel to the strain direction, induced an up-regulation 

of calponin. However, this was not induced in cells forced to align perpendicular to 

the strain direction. This suggests that the effects of mechanotransduction depend on 

the orientation of the cells with respect to the applied loading.  

As presented above, the substrate stretching technique is an important 

technique for investigating the morphological, cytoskeletal, and biochemical 

response of cells to dynamic loading. However, the biomechanical response of 

individual cells is not easily measured using this technique in its standard form. A 

recent study by Mann et al. (2012) have advanced the substrate stretching technique 

by investigating the contractile response of smooth muscle cells to stretch using an 

elastomeric substrate micro-fabricated with microposts. In response to an equi-

biaxial static stretch, the cells first increased their contractility (~20 min), before 

gradually softening. Furthermore, combining substrate stretching with AFM and 

confocal microscopy, Na et al. (2008) have demonstrated that cyclic stretching (10% 

at 0.25 Hz) rapidly altered the cell stiffness and focal adhesion associated paxillin 

and vinculin. This suggests that remodelling of focal adhesions plays a critical role in 

regulating cell stiffness by recruiting and anchoring actin filaments. 

The main advantages of this technique are its relative ease of use and low cost, 

the wide variety of different strain profiles possible, control over the stiffness of the 

substrate that the cells are seeded upon, and the ability to observe the cell during 

testing. The disadvantages of this technique include the non-uniformity of the 

applied strain at the grip regions, and the inherent heterogeneity of the elastin 

substrates used in this technique.  
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2.4.3 Microplates 

The microplates technique is used to measure mechanical responses to unidirectional 

unidirectional whole cell compression, tension and shear. Several different versions 

of this technique have been developed (Thoumine and Ott (1997), Shin and 

Athanasiou (1999), Miyazaki et al. (2000), Peeters et al. (2003), Nagayama et al. 

(2007)). Thoumine and Ott (1997) developed a microplate manipulation system in 

which the cell to be tested was placed between two parallel plates, one stiff and other 

flexible ( 

Figure 2.8 (a)). Similarly, Shin and Athanasiou (1999) developed a system, 

referred to as a cytoindenter, in which the cell to be tested was grown on a rigid 

substrate and indented with a tungsten probe. However, each technique follows the 

same basic methodology. Cell indentation is performed using a probe that is larger 

than the size of the cell. A piezoelectric actuator drives the probe a set displacement 

and cantilever beam theory is generally used to determine the applied force based on 

the deflection of the beam. The deformation imparted on the cell may be either force-

controlled or strain controlled. 

Using this technique, a study by Caille et al. (2002) showed that spread 

endothelial cells are much stiffer than rounded endothelial cells. Furthermore, it was 

reported that the endothelial nuclei are ~10-fold stiffer than the cytoplasm. By 

globally compressing myoblasts until rupture, the mechanical and failure properties 

of myoblasts were demonstrated by Peeters et al. (2005a). It was found that 

compression beyond ~72% resulted in cell membrane bulging and subsequent 

bursting. The reaction force measured at 60% whole cell compression was 2300 nN 

for these highly contractile myoblasts. This is in comparison to lower forces reported 

for less contractile cells (at the same level of whole cell compression); 500 nN for 

endothelial cells (Caille et al. (2002)) and 350 nN for fibroblasts (Deng et al. (2010)). 

This trend suggests that highly contractile cells provide a greater resistance to 

applied whole cell compression. This technique has also been used to investigate the 

role of the cytoskeleton to global compressive deformation using selective 

cytoskeletal inhibitors. Ofek et al. (2009) found that the actin cytoskeleton plays a 
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significant role (~50%) in the compressive stiffness of cell, whereas microtubules 

and intermediate filaments had little effect on this parameter. 

 

Figure 2.8: (a) The microplate manipulation system and (b) images of a fibroblast between the 

microplates. The cell was lowered towards the flexible plate (bottom plate) and incubated for 6 min. 

At time 0, the rigid plate was moved upwards through 12 Õm in 10 s and maintained for 1 hr. The 

scale bar represents 5 Õm. Adapted from Thoumine and Ott (1997). 

The specific contribution of passive viscoelasticity and active cell contraction has 

has been distinguished in cells using the aforementioned technique (Thoumine and 

Ott (1997), Micoulet et al. (2005), Peeters et al. (2005b), Fernández and Ott (2008)). 

By performing dynamic compression and stretch experiments ( 

Figure 2.8 (b)), Thoumine and Ott (1997) found that fibroblasts have an initial 

elastic response (seconds), followed by a viscous behaviour (minutes), and finally a 

contractile regime in which actin-dependent traction forces were developed (tens of 

minutes). It is also suggested that the time scale and the rate of applied load are 

critical determinants of the resultant mechanical measurements, as also suggested by 

the findings of Peeters et al. (2005b) on myoblast cells. The cellular response to 

cyclic loading has also been investigated using this technique. Fernández et al. 

(2006) have shown that applying small amplitude oscillations on a mechanically 

prestressed fibroblast resulted in a transition from viscoelastic behaviour to a stress 
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stiffening behaviour. A study by  Micoulet et al. (2005) demonstrated that repeated 

step-stretching resulted in the recruitment of cell-contractile elements upon 

mechanical stimulation, and the actin cytoskeleton becomes increasing cross-linked 

in response to mechanical stretch. Furthermore, Mitrossilis et al. (2009) found that 

the response of myoblasts to stiffness exhibited a muscle-like behaviour, Figure 2.9. 

Isolated myoblast were seeded between a rigid plate and flexible probes. The 

stiffness (k) of the flexible probe varied between experiments. It was demonstrated 

that the tension-velocity relationship of the cells obeyed a Hill-type relationship, 

similar to that observed for skeletal muscle (Hill (1938)). The biochemical response 

of cells to whole cell static and cyclic stimulation has also been demonstrated with 

the microplates. Shieh and Athanasiou (2007) report that static compression of 

chondrocytes results in a decrease in gene expression (aggrecan and collagen), 

however interestingly, an up-regulation of gene expression is observed during 

dynamic compression of the same cell type. 

 

Figure 2.9: (a) Cell traction forces measured over time for a myoblast seeded between two plates. The 

stiffness (k) of the flexible (top) probe was changed for each experiment. The plateau force (Fp) and 

rate of force increase ) increased with increased probe stiffness (k). (b) Following normalisation of 

the data, the speed of cell shortening (open squares) and mechanical power (filled circles) as a 
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function of the load were found to fit the Hill equation of muscle contraction (solid lines). Adapted 

from Mitrossilis et al. (2009). 

The advantage of the microplate technique is that it allows a wide range of 

different mechanical stimulation profiles to be tested. However, as force 

measurements are generally calculated by video analysis of probe deflection the 

accuracy is limited to a maximum precision of 1-10 nN and measurements are 

susceptible to human error during deflection interpretation. Additionally, the nominal 

strain imparted on the cell cannot be accurately controlled due to significant 

deflections of the flexible probe during compression. 

2.4.4 Atomic Force Microscopy 

Developed originally by Binnig et al. (1986), AFM is a high resolution form of 

scanning probe microscopy. AFM was originally developed to be a qualitative 

imaging tool, in which information about the sample is gathered by ófeelingô the 

surface with a mechanical probe. However, AFM is now also an established 

technique in the field of cell mechanics for measuring localised cell mechanics with 

unrivalled force and displacement precision (Colton et al. (1997), Lim et al. (2006), 

Simon and Durrieu (2006)). As will be presented in Chapter 3, this system also has 

the potential to be an important technique for measuring whole cell mechanics. 

The principle components of the AFM are (i) the flexible cantilever at the end 

of which a sharp tip is typically mounted (mechanical probe), (ii) the cantilever 

deflection detection system, usually consisting of a laser diode and a position 

sensitive detector (PSD), and (iii) the sub-nanometre precision positioning of the 

cantilever (z-axis) and sample stage (x-y axis) using piezoelectric actuation (Figure 

2.10). As illustrated in Figure 2.10, a laser beam is reflected off the back of the 

cantilever onto a four quadrant PSD, permitting the measurement of both normal 

(vertical) bending and torsion of the cantilever with accuracy on the order of 0.1 nm 

(Lim et al. (2006), Mostaert et al. (2006)). Forces of between 10
-7

 and 10
-15

 N can be 

measured using AFM (Colton et al. (1997), Simon and Durrieu (2006)). During AFM 

operation, the position of the cantilever is controlled by a piezoelectric actuator 

which moves relative to the sample in three dimensions. 
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Figure 2.10: Schematic illustrating the basic principles of AFM. 

Since the AFM was adapted for use in liquid environments, it has become a 

valuable tool for studying biological materials (Alessandrini and Facci (2005)). Its 

most common use in the field of cell mechanics has been to measure and compare 

the characteristic differences in both the elastic and viscous properties of various cell 

types (Radmacher et al. (1996), Rotsch et al. (1997), Hofmann et al. (1997), Lulevich 

et al. (2006), Jaasma et al. (2007), Darling et al. (2008), Deng et al. (2010), Prabhune 

et al. (2012)). As the technique is typically used to apply highly localised 

deformation to the cell membrane, it has also proved useful in confirming that cells 

are highly heterogeneous, with differences in the observed stiffness of the nucleus 

and cytoplasm (Sato et al. (2000), Yamane et al. (2000)) and due to the underlying 

cytoskeleton (McGarry et al. (2008)). Furthermore, AFM has been used to 

investigate the difference in mechanical properties between normal and diseases cells 

(Cross et al. (2008), Li et al. (2008)). A study by Prabhune et al. (2012) found that 

malignant thyroid cells were ~5-fold softer than primary normal thyroid cells. 

Additionally, the observed actin cytoskeleton was also found to be different between 

the healthy and diseased cells. The change in mechanical properties of cells has also 

been investigated during the cell cycle. A study by Kelly et al. (2011) reports that 

both the elasticity and morphology of bone cells changes during the cell cycle. Cells 

in S phase were found to have a modulus 1.7 times that of G1 cells, this correlated 
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with an increase in actin concentration during the cell cycle. It was also found that 

both the cytoplasm and overall cell height increased between G1 and S phase. 

To elucidate how the mechanical properties of a cell are related to the structure 

and function of the underlying cytoskeleton a number of studies have employed 

chemical treatments or genetic mutations that target particular cytoskeletal 

components (Hofmann et al. (1997), Goldmann et al. (1998), Charras and Horton 

(2002), Roca-Cusachs et al. (2008), Watanabe-Nakayama et al. (2011)). A study by 

Rotsch and Radmacher (2000) investigated the effects of disrupting different 

cytoskeleton components on the stiffness of fibroblasts. It was found that the addition 

of actin-targeted drugs made the cell softer whereas microtubule-targeted drugs 

produced no mechanical changes. Additionally, Goldmann et al. (1998) reported that 

the elastic modulus of vinculin-deficient cells was lower than that of control cells, 

but when vinculin expression was reinstated, cells recovered an elastic modulus close 

to that of the control cells. This result shows that vinculin, known to connect 

integrins to the actin filaments, stabilises the focal adhesion structure as well as 

transferring mechanical stresses to the cytoskeleton network. An AFM study by 

Wakatsuki et al. (2003) found that inhibiting myosin activation reduced the stiffness 

of spreading fibroblasts. It is proposed that this was due to a decrease in the 

crosslinking of actin filaments and myosin. It was also found that this decrease in 

stiffness resulted in an increased cell deformability and an increased rate of cell 

spreading. AFM indentation has also been used to investigate the mechanical 

properties of stem cells during differentiation. Titushkin and Cho (2007) found that 

osteo-differentiation of human mesenchymal stem cells (hMSC) caused a decrease in 

cell elasticity and an increase in membrane-cytoskeleton interaction. These 

modulations were related to remodelling of the actin cytoskeleton from thick stress 

fibres in stem cells into the thinner filamentous networks in osteoblasts.  

Further enhancing the importance of AFM as a technique for cell mechanics, 

AFM can be combined with fluorescent microscopy to simultaneously apply 

localised strain and visualise the cells response (Trache and Meininger (2005), Haupt 

et al. (2006), Pelling et al. (2007)). Using this combined technique, studies have 

monitored the real-time intracellular nitric oxide and calcium ion response to applied 
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loading, thus allowing the correlation of localised mechanical deformation and 

biochemical signal transduction. McGarry et al. (2008) observed a location specific 

response to applied indentation. It was found that indentation on rigid locations of 

the osteoblast membrane correlated with activation of nitric oxide, suggesting that 

the cytoskeleton is involvement in nitric oxide transduction. A similar study was 

performed by Charras and Horton (2002) to stimulate intracellular calcium responses 

in osteoblasts. Two cell response pathways were found; during AFM probe contact 

with the cell (dependent on activation of stretch-activated ion channels) and 

following stress relaxation (required an intact microtubule cytoskeleton). 

Furthermore, it was found that the cell response was dependent on the indentation 

strain magnitude. More recently, Sato et al. (2007) found that the calcium response 

was deformation velocity dependent and the cells responded with a higher sensitivity 

to a higher velocity. Using the aforementioned technique, Watanabe-Nakayama et al. 

(2011) applied step-stretching to localised regions of fibroblasts. When the 

cytoskeleton was disrupted using cyto-D or blebbistatin (an inhibitor of myosin II 

ATPase activity), a passive viscoelastic type relaxation of the cell force over time 

was observed. For untreated cells, with an intact contractile actin cytoskeleton, a 

passive force relaxation was not observed; rather, a gradual increase in measured 

force was reported, which correlated with an increase in F-actin in the cell. Similar 

findings were also reported in the microplate studies by Micoulet et al. (2005) and 

Thoumine and Ott (1997). 

AFM force spectroscopy measurements are typically performed using a sharp 

tip or small colloid to measure the response of cells to localised deformation (Bao 

and Suresh (2003), Titushkin and Cho (2007), Darling et al. (2008), Roca-Cusachs et 

al. (2008), Prabhune et al. (2012)). However, this technique can be extended to the 

study of whole cell mechanics by taking force map arrays over the entire cell surface 

(Radmacher et al. (1996), Hofmann et al. (1997), Rotsch and Radmacher (2000), 

Kelly et al. (2011)). Although measuring data over large areas with sufficient 

resolution generally requires acquisition times comparable to those associated with 

remodelling of the cytoskeleton. Also, individual curves within a force map depend 

greatly upon the local environment and its position relative to the underlying 
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cytoskeletal components, often resulting in measurements spanning an order of 

magnitude within a single force map. In an effort to overcome these problems, a 

number of studies have attached a sphere (less than Ø60 µm) to the end of the AFM 

cantilever (Lehenkari et al. (2000), Lulevich et al. (2006), Jaasma et al. (2006), 

Zimmer et al. (2012)). While providing an improvement on AFM tip measurements, 

the contact radius between these spheres and the cell will typically be smaller than 

the cell diameter, hence measurements still suffer the drawback of significant 

localisation. In Chapter 3, a significantly larger sphere of diameter 150 µm is 

attached to an AFM cantilever in order to perform whole cell compression of 

osteoblasts. The contact radius between such a large sphere and a cell is of the same 

order as the cell radius. Hence, compression of a cell with such a large sphere 

provides a reasonable approximation of parallel plate cell compression. 

2.5 Mechanical Stimulation in Bone 

Mechanical stimulation is considered essential for bone homeostasis, growth, 

healing and remodelling (Frost (2004)). Age-related bone loss and subsequent 

osteoporosis have been attributed, at least in part, to a reduction in muscle 

mass/function and the resultant decrease in mechanical usage of the skeleton 

(Zerwekh et al. (2009), Burr (1997)). On the other hand, mechanical overloading has 

been shown to enhance bone formation and cause an overall gain in cancellous bone 

mass, the major structural component of skeletal load-bearing sites (Lanyon (1996), 

Courteix et al. (1998)). In the body, bone cells are exposed to a dense matrix 

composed primarily of mineralised type I collagen. As osteoblasts deposit this 

matrix, they become trapped and differentiate into osteocytes. Osteocytes live in 

pockets of un-mineralised matrix known as lacunae and connect with adjacent 

osteocytes and bone-lining cells through small protrusions known as canaliculi, 

forming an interconnected network of cells throughout the bone. 

The response of bone cells to mechanical loading occurs over a range of time 

scales; from seconds to days (Charras and Horton (2002), Gabbay et al. (2006), Sato 

et al. (2007), Rath et al. (2008)). Mechanosensitive responses include changes in 

gene expression, proteins, enzymes, and signalling molecules associated with 
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osteoblasts and osteocyte function. Mechanical stimulation of bone is transmitted 

through the extracellular matrix to resident osteocytes, osteoblasts, and osteoclast; 

however it is still unclear what form of mechanical loading bone cells are subjected 

to during physiological loading. It is generally accepted to be a strain as a result of 

deformation of the extracellular matrix (Duncan and Turner (1995), Owan et al. 

(1997)) and strain-induced fluid flow through the lacunar-canalicular network 

(Burger and Klein-Nulend (1999), Hillsley and Frangos (2004)). Furthermore, it 

remains to be elucidated what bone cell type are the main regulator of bone 

mechanotransduction. Mechanically stimulated osteocytes are known to express 

multiple paracrine factors that stimulate osteoblast function and bone formation 

including nitric oxide, prostaglandin E2 (PGE2), and insulin-like growth factor. 

Osteoclast activity is decreased in mechanically stimulated bone through both 

positive and negative factors released by osteocytes, though little is known about 

these factors (Raisz (1999)). 

In vivo studies have demonstrated the effects of compressive forces on bone, 

which include increased mineralisation and fracture stiffness during fracture healing 

(Egger et al. (1993), Rubin et al. (2006), Gardner et al. (2006)). Furthermore, animal 

studies have demonstrated that strain rate is more important than strain amplitude to 

induce bone formation in response to loading (Mosley and Lanyon (1998)). This is 

consistent with pulsatile fluid flow studies of cell in vitro (Kaspar et al. (2002), 

Bacabac et al. (2004), Mullender et al. (2006)). Furthermore, studies using tissue 

constructs have shown that long-term compressive forces induced mineralisation 

(Gabbay et al. (2006)) while cyclic loading enhanced differentiation of osteoblastic 

cells (Rath et al. (2008)). A study by Mullender et al. (2004) describe the response of 

primary osteoblasts to both pulsatile fluid flow and cyclic mechanical strain over 1 hr 

timeframes. In the strain experiments, it was found that collagen type I significantly 

increased, however nitric oxide and prostaglandin responses were unchanged. 

Interestingly, in the fluid flow experiments, the opposite responses were observed: an 

increase in nitric oxide and prostaglandin, and down-regulation of collagen type I. 

This suggests that bone cells can distinguish modes of loading, perhaps via activation 

of different signal transduction pathways.  
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Studies in which osteoblasts have been investigated at the single cell level have 

also demonstrated responses to mechanical loading. Localised probing of the cell 

membrane was found to result in intracellular calcium ion and nitric oxide signalling 

(Charras and Horton (2002), Sato et al. (2007), Adachi et al. (2008), McGarry et al. 

(2008). Interestingly, McGarry et al. (2008) reports that nitric oxide signalling was 

associated with the application of force to more rigid membrane sites, suggesting 

cytoskeletal involvement in mechanotransduction. Furthermore, Sato et al. (2007) 

reported that the cellular response was more sensitive to higher deformation velocity. 

Although such studies highlight the importance of mechanical stimuli in bone 

homeostasis and remodelling, the underlying mechanisms in which osteoblasts 

respond to mechanical stimuli are still poorly understood. Based on the literature 

discussed in this chapter, it is hypothesised that the cytoskeleton, in particular the 

actin cytoskeleton, plays an important role in the cellular response to mechanical 

stimulation. The studies reported in the thesis aim to parse the contribution of the 

actin cytoskeleton in osteoblasts to mechanical deformation in order to gain further 

insight into the biomechanical behaviour of cells to mechanical stimuli. This could 

provide unique insight into bone remodelling mechanisms, diseases in which they are 

affected, as well as bone tissue engineering. 

2.6 Conclusions 

In this chapter, an overview of the structural components of the cell is 

presented. A particular emphasis is placed on the actin cytoskeleton since it has been 

shown to play a critical role in the behaviour of cells to mechanical stimuli. The 

processes by which a cell responds to mechanical loading are also discussed. 

Furthermore, a review of experimental techniques in which mechanical stimulation is 

directly applied at the single cell level is presented. Relevant findings obtained using 

these techniques are also highlighted. Finally, an outline of the important role of 

mechanical stimulation in bone biomechanics is presented. It should again be noted 

that further detailed and focused discussion of directly relevant literature is provided 

in each technical chapter of this thesis (Chapters 3-6).  
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Despite the numerous experimental techniques developed to investigate cell 

mechanics, the biomechanical response of cells to mechanical stimuli is still poorly 

understood. A technique which is becoming increasing important in the field of cell 

mechanics is AFM. However, standard AFM systems apply highly localised nano-

scale deformation of the cell membrane, hence provide limited insight into 

biomechanical behaviour at a whole cell level. Adapting the AFM to apply non-

localised whole cell deformation would provide physiologically relevant loadings 

with unrivalled precision in terms of applied displacement and measured force. In 

this thesis, the developmental steps to enhance the AFM technique to investigate 

whole cell mechanics are presented. This modified system is then be used to gain a 

more in-depth understanding of the role of the actin cytoskeleton in cell 

biomechanics under both static and dynamic loading conditions by performing novel 

in vitro whole cell experiments.  
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3.1 Introduction  

The use of whole cell compression testing to determine mechanical properties 

was initially reported by Thoumine and Ott (1997) in which fibroblasts were 

monotonically compressed between two parallel plates to examine cell 

viscoelasticity. Parallel plate compression was also used by Caille et al. (2002) in 

order to characterise the elastic properties of endothelial cells and their isolated 

nuclei. Similar studies have been performed by Ofek et al. (2009) on chondrocytes 

and Peeters et al. (2005) on myoblasts. Typically, cell compression experiments are 

performed by seeding cells on stiff substrates. A flexible probe, that is initially 

parallel to the substrate, is used to impart a compressive deformation on the cell. By 

observing the deflection of the probe using a microscope, the compressive force is 

computed using beam theory. The maximum accuracy of such force measurements is 

typically in the range of 1-10 nN. Additionally, the nominal strain imparted on the 

cell cannot be accurately controlled due to significant deflection and bending of the 

flexible probe during compression of the cell.  

AFM is widely used to investigate the mechanical behaviour of cells (Hofmann 

et al. (1997), Rotsch and Radmacher (2000), Cross et al. (2008), Roca-Cusachs et al. 

(2008), Kelly et al. (2011)). AFM systems can accurately measure forces of the order 

of pico-Newton (Lim et al. (2006), Mostaert et al. (2006)). Additionally, sub-

nanometre displacements can be accurately applied to cells (Colton et al. (1997), 

Simon and Durrieu (2006)). However, previous implementations of AFM based 

force spectroscopy for the mechanical characterisation of cells have used sharp nano-

scale probes that apply a highly localised deformation to the cell membrane. Such an 

approach suffers from a number of setbacks: applied deformations are restricted to 

the upper surface of the cell, measured forces are highly influenced by cell 

inhomogeneity, and large deformations occur in a highly localised region of the cell. 

These issues make it difficult to characterise the applied strain field and to interpret 

measured forces.  

Efforts to overcome problems associated with highly localised measurements 

using standard AFM systems have involved the measurement of force map arrays 
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over the entire cell surface (Radmacher et al. (1996)). However measuring data over 

large areas with sufficient resolution generally requires acquisition times comparable 

to those associated with remodelling of the cytoskeleton. Individual curves within a 

force map depend greatly upon the local environment and its position relative to the 

underlying cytoskeletal components, often resulting in measurements spanning an 

order of magnitude within a single force map (Hofmann et al. (1997), Rotsch and 

Radmacher (2000)). Additionally, localised nano-scale deformations are highly 

influenced by cell structures in the membrane, and immediately below the membrane 

layer. Consequently, whilst force maps offer great details about intracellular 

mechanical heterogeneity along the cell membrane, the interpretation of such data as 

being representative of mechanical properties on the whole cell scale is highly 

questionable. In an effort to overcome these problems, a number of studies have 

attached a sphere (Ø 10-60 µm) to the end of the AFM cantilever to increase the 

contact area between the cell and probe (Lehenkari et al. (2000), Lulevich et al. 

(2006), Jaasma et al. (2006), Zimmer et al. (2012)). While providing an improvement 

on AFM tip measurements, the contact radius between these spheres and the cell will 

typically be smaller than the cell diameter, hence measurements will still suffer the 

drawback of significant localisation. In this chapter, a significantly larger sphere of Ø 

150 µm is attached to an AFM cantilever in order to perform whole cell compression 

of osteoblasts. The contact radius between such a large sphere and a cell is of the 

same order as the cell radius. Hence, compression of a cell with such a large sphere 

provides a reasonable approximation of parallel plate cell compression. However, 

this modified AFM system offers an advantage over previous parallel plate 

compression devices given its high level of precision in terms of control of applied 

cell deformation and measurement of reaction forces.  

In this chapter, the progressive developmental steps to achieve whole cell 

loading using a standard AFM system are presented. Firstly, a description of the 

AFM system used in this thesis is presented (Section 3.2). In Section 3.3, a 

modification of the AFM cantilever to facilitate whole cell deformation experiments 

is proposed. An initial assessment of the design issues is also presented in this 

section. In Section 3.4, an extensive investigation of the effects of sphere attachment 
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on AFM data is presented. Examination of the cantilever bending profile reveals that 

the optical lever system assumption of free-ended cantilevering is inappropriate as 

the sphere introduces additional constraints; this important effect has not been 

considered in previous studies. In Section 3.4, correction factors necessary for the 

accurate interpretation of force-indentation data for the modified AFM cantilever are 

determined. Throughout each section of this technical chapter, presented results and 

analyses are discussed with reference to previous studies. A brief summary of the 

key points is then provided in Section 3.5. 

3.2 Investigating Cell Mechanics using an AFM 

Following from the general introduction to the AFM technique presented in 

Section 2.4.4, the standard AFM system used in the current study is described in 

Section 3.2.1. AFM calibration techniques are outlined in Section 3.2.2.  

3.2.1 The Integrated AFM/Fluorescence Microscopy System 

All work presented in this thesis is performed using a MFP-3D AFM (Asylum 

Research, CA, USA) combined with an Eclipse Ti fluorescent microscope and A1R 

confocal system (Nikon, Japan), Figure 3.1. The system is configured such that the 

AFM head is positioned above the stage of the inverted microscope (Figure 3.1 (a)), 

thus allowing independent movement of the sample and the AFM cantilever relative 

to the objective lens of the microscope. The major advantage of this system is that it 

facilitates concurrent viewing of the sample and AFM cantilever, hence allowing 

appropriate positioning of the cantilever relative to the sample during experiments. In 

addition, this system allows real-time measurement of the sample within the field of 

view of the objective lens, allowing cellular responses to be monitored and quantified 

during AFM indentation experiments. To minimise thermal and acoustic noise, the 

system is positioned on a vibration isolation table (Micro 60, Halcyonics, Germany) 

and housed within a large acoustic isolation hood (BCH-45, Asylum Research, 

USA), Figure 3.1 (b). Air conditioning maintained the lab temperature at 21 ± 1 °C.  



 Chapter 3 

52 

 

 

Figure 3.1: The integrated AFM/fluorescence microscopy system. (a) shows the AFM head positioned 

above the confocal/fluorescence setup. The system is positioned on a vibration isolation table, which 

aids to reduce the amount of noise experienced during AFM measurements. (b) shows the 

AFM/fluorescence system components positioned outside of the acoustic isolation hood. The 

components shown in (a) are set up within the acoustic isolation hood that stands on anti-vibration 

pads, further reducing acoustic noise within the hood.  

Prior to experiments, organic contaminants are removed from the cantilever 

using UV/Ozone cleaning (UV/Ozone Procleaner
TM

, BioForce Nanosciences, Iowa, 

USA) for a period of 20 min. This is followed by cantilever immersion in 70% 

ethanol for 5 min and rinsing (x3) with ultrapure water (Milli-Q Integral System, 

Merck Millipore, Ireland). Additionally, the cantilever holder is cleaned by 

sonication in 70% ethanol for 15 min and rinsed (x3) with ultrapure water.  

The cantilever is positioned in the cantilever holder, which is then attached to 

the AFM head. A clean sample holder is placed on the AFM stage, directly above the 

lens of the inverted optical microscope. The AFM head is placed in position on the 

stage and care is taken not to allow the cantilever tip to contact the sample. Laser 

intensity reflected from the cantilever, detected by the PSD (position sensitive 

detector) is maximised, while deflection signal is minimised. The height of the AFM 
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head is initially lowered so that the tip is positioned a few millimetres above the 

surface of the sample. At this point, the cantilever is approached to the surface. 

Briefly, cantilever deflection is set at 0 (i.e. the laser spot is centred on the PSD), 

while a setpoint of 0.5 V is chosen as the criteria for engaging the surface. With the 

z-feedback loop enabled, the AFM head is manually lowered until the setpoint 

condition is met. 

3.2.2 Calibration of Cantilever Spring Constant and Deflection Sensitivity               

A schematic of an AFM cantilever is shown in Figure 3.2. In AFM force 

spectroscopy experiments the force applied to the AFM tip (reaction force), F, is 

calculated from the measured cantilever deflection (ŭ). Typically, a linear Hookeôs 

law relationship is applicable whereby the reaction force F is given as F = k ŭ. The 

cantilever stiffness k must be accurately calibrated to provide precise values of F.  

 

Figure 3.2: Schematic illustrating Hookeôs Law. The cantilever spring constant (k) must be known to 

relate the measured deflection (ŭ) to an applied force (F).  

Cantilever deflection (ŭ) is measured using the optical lever technique 

proposed by Meyer and Amer (1988) whereby a laser beam hits the cantilever at a 

cantilever position (x = LS) and the reflected laser beam is directed onto a PSD 

(Figure 3.3). When the cantilever deflects, the slope of the cantilever at position x, 

q(x), changes, where x is the axial coordinate along the length of the cantilever. As a 

result, the reflected angle of the laser beam changes and its position on the PSD is 

consequently altered. The position change of the laser beam on the PSD is 

proportional to the change in slope of the cantilever at position x, q(x). Additionally, 

when the deflection of the cantilever is much lower than the length of the cantilever, 
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the cantilever deflection at point x, ŭ(x), is proportional to the cantilever slope at 

point x, q(x). Therefore, the change in laser beam on the PSD is proportional to ŭ(x) 

(Butt et al. (2005), Evans and Craig (2006)). 

 

Figure 3.3: Schematic of the optical lever system employed to measure deflection () of a cantilever, 

where x is the axial coordinate along the length of the cantilever and LS is the laser spot position. LP 

is the loading point against the surface. 

The difference in laser beam intensity between the top and bottom quadrants of 

the PSD leads to a change of the PSD output voltage ὠ. This voltage change is 

proportional to ὼ, and therefore:  

 Ὠὠθ  ὼ (3.1) 

Cantilever deflection calibration is performed by calculating the optical lever 

sensitivity (OLS). This is achieved by applying a load that moves the cantilever a 

known distance. Typically, this is performed by probing a hard surface until the 

cantilever deflects at the loading point (x = LP) by a known distance relative to its 

fixed end. The deflection change at the loading point is proportional to the deflection 

change at the laser spot (x) (again with the constant of proportionality being 

dependent on the specific choice of ὼ ὒὛ and ὼ ὒὖ). Hence, the ratio of the 

change in voltage signal from the PSD to ὒὛ is provided by the OLS calibration 
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(Equation (3.2)), typically the loading point (LP) is at the free-end of the cantilever 

for a standard AFM setup. 

 
ὕὒὛ 

Ὠὠ

 ὒὖ
 (3.2) 

As described above, while AFM measurements are reported in terms of 

deflection, based on OLS calibration, it is in fact the change in cantilever slope that is 

actually detected on the PSD. Any variation in the optical arrangement, such as 

movement of the laser spot position (ὒὛ), will result in a different OLS, as the ratio 

of cantilever deflection to cantilever slope is a function of the axial coordinate x 

along the cantilever. Following from the background AFM theory outlined in this 

section, a detailed description of the methodology used to calibrate the OLS for the 

modified cantilevers used in this thesis is later provided in Section 3.4.1. 

Cantilever spring constant nominal values (provided by the manufacturer) tend 

to differ significantly from the precise value associated with a given cantilever, thus, 

calibration of the cantilevers stiffness is also a prerequisite for quantitative AFM 

force measurements. Numerous calibration methods have been developed to 

determine the spring constant of AFM cantilevers. The most common methods are 

are; (i) the thermal method (Butt and Jaschke (1995)) which uses equi-partition 

theorem to deduce the spring constant from the thermal vibration spectrum of a 

cantilever, (ii) the Sader (Dublin) method (Sader et al. (1995)) which uses 

geometrical dimensions and a quality factor to calculate the stiffness, and (iii) the 

added mass method (Cleveland et al. (1993)) which measures the change in 

resonance frequency at different loads to deduce the cantilever spring constant. In 

Section 3.4.2, a detailed description of the methodology used to calibrate the spring 

constant for the modified cantilever used in this study is given. 

3.3 Adaption of an AFM Cantilever to Measure Whole Cell 

Mechanics 

AFM measurement of whole cell mechanical behaviour, via the application of 

an approximately uniform deformation field to the cell, is not possible using a 
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standard AFM tipless cantilever. This is due to (i) its narrow geometry, resulting in 

deformation of only a localised section of the cell (Figure 3.4 (a)), and (ii) its angle 

of inclination (typically 10ï15°), which results in a non-uniform applied deformation 

(Figure 3.4 (b)). Modification of an AFM cantilever, as proposed in this section, is 

required to overcome these issues in order to achieve a system comparable to a 

parallel plate compression setup.  

 

Figure 3.4: Image of an actin-transfected osteoblast under a NSC12 tipless cantilever. (a) The top-

down view highlights the narrow geometry of the cantilever relative to the cell below. (b) The side 

view highlights the cantilevers angle of inclination (typically 10-15Á). Z-stacks are taken with 

confocal mode for the cell and reflection-confocal mode for the cantilever. Both z-stacks are 

combined to produce this 3D visualisation using the Imaris software package (Bitplane, Switzerland). 

Scale bar represents 10 Õm.  

3.3.1 Large Sphere Attachment: Design Considerations 

In the current study, whole cell deformation is achieved by attaching a large 

sphere to the cantileverôs free-end, Figure 3.5. By choosing a sphere of sufficiently 

large diameter, the bottom surface of the sphere can be approximated as a planar 

surface relative to the dimensions of the cell.  

A number of considerations and issues must be addressed when using a 

modified cantilever with a sphere of the scale required to perform whole cell 

deformation:  

(i) A cantilever must be chosen that is sufficiently stiff to support an attached 

sphere, while on the other hand being sufficiently compliant to allow for 

accurate force measurements for the sample being tested (Section 3.3.1.1). 
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(ii)  A sphere radius must be chosen that is sufficiently large to approximate a 

planar surface for whole cell deformation, without becoming oversized 

relative to the cantilever length (Section 3.3.1.1).  

 

(iii)  Hydrodynamic force effects must be examined (Section 3.3.1.2). 

 

(iv) A sphere attachment criterion must be developed (Section 3.3.1.3). 

 

(v) The effects of sphere attachment on cantilever calibration must be examined 

(Section 3.4). 

The remainder of this Chapter is devoted to addressing these considerations and 

issues. 

 

Figure 3.5: Schematic of proposed cantilever modification to achieve whole cell loading by use of a 

large microsphere attached to the cantileverôs free-end. By choosing a sufficiently large sphere relative 

to the cell dimensions, it will act as the top (approximately) planar surface for mechanical loading at a 

whole cell level. 
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3.3.1.1 Cantilever and Sphere Selection  

Figure 3.6 shows a scanning electron microscopy (SEM) image of the 

cantilever (Lever F, NSC12/Tipless/AlBS, k å 0.65 N/m, MikroMasch, Spain) 

selected for use with an attached large sphere to perform whole cell deformation. 

Selecting a tipless cantilever allowed sphere positioning at the free-end of the 

cantilever. The aluminium coating on the backside (the side the laser reflects on) 

enhances the signal to noise ratio. Table 3.1 shows the cantilever specifications 

reported by the manufacturer. 

 

Figure 3.6: SEM image of the NSC12 tipless cantilever. The cantilever is aluminium coated on the 

backside to increase reflection of the laser. The laser is positioned on the backside at an axial position 

(x) from the base of the cantilever. The scale bar represents 25 Õm. 

 

Table 3.1: Resonant frequency, spring constant and dimensional details for the NSC12 cantilever. 

Resonant frequency (kHz) 
 

Spring Constant (N/m) 
 

Dimensions (µm) 

Min Nominal Max 
 

Min Nominal Max 
 

Length Width Thickness 

33 41 49 
 

0.35 0.65 1.2 
 

250 ± 5 35 ± 3 2.0 ± 0.5 
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The sphere selected for attachment to the cantilever is a Ø 150 µm glass 

monodisperse standard (MS0156, Whitehouse Scientific, UK). The sphere radius is 

such that it is less than the length of the cantilever, but greater than the size of a 

typical osteoblast, so that whole cell deformation is achieved. As illustrated in Figure 

3.7, for a contact radius of 10 µm between the cell and the sphere, the contact point 

elevation differs by 0.67 µm at the outer limit of the contact area than at the sphere 

centre. 

 

Figure 3.7: Relationship between elevation of outer contact points and contact radius for a Ï 150 Õm 

sphere. Dimensions in Õm.  

3.3.1.2 Hydrodynamic Force 

A sphere approaching a substrate through a liquid medium must displace a 

certain quantity of liquid. The force required to displace liquid is known as the 

hydrodynamic force. The hydrodynamic force is proportional to the velocity of the 

sphere, the square of the sphere radius, and the fluid viscosity. Additionally the 

hydrodynamic force is inversely proportional to the distance of the sphere from the  

substrate surface (Butt et al. (2005)). When the distance between the sphere and 

substrate is small in comparison to the radius of the sphere, the hydrodynamic drag 

force (FH) is given by the equation;  

 
Ὂ

φ“–ὙὟ

Ὀ
 (3.3) 

where ɖ is the viscosity of the fluid (Newtonian fluid), R is the radius of the sphere, 

U is the velocity of approach, and D is the surface separation (Shannon et al. (2003)). 
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It is necessary to consider hydrodynamic force effects when performing AFM 

experiments with a large sphere in liquid. Figure 3.8 shows the hydrodynamic force 

calculated using Equation (3.3) for a Ø 150 µm sphere moving towards a planar 

substrate in water at three velocities: 1 µm/s, 10 µm/s and 100 µm/s. When the 

sphere is 0.5 µm from the surface, the hydrodynamic drag force is ~0.2 nN at a 

velocity of 1 µm/s (blue), ~1.8 nN at 10 µm/s (red) and ~18.1 nN at 100 µm/s 

(green). Therefore, the velocity of the cantilever during experiments is restricted to a 

maximum of 20 µm/s in order to minimise any hydrodynamic force contribution 

(Fan and Fedorov (2003), Attard (2007)). 

 

Figure 3.8: Hydrodynamic force calculated for a Ï150 Õm sphere approaching a planar surface in 

water at three different velocities: 1 Õm/s (blue); 10 Õm/s (red); 100 Õm/s (green).  

3.3.1.3 Sphere Attachment 

Figure 3.9 shows a SEM image of the modified cantilever, whereby the large 

sphere is attached to the free-end of the tipless cantilever. Sphere attachment is 

performed using a glass micropipette on a three-way micro-positioner over an optical 

microscope, as illustrated in Figure 3.10. The micropipettes are formed by pulling Ø 

1 mm glass tubules (Bilbate, UK) over a small Bunsen burner flame. Firstly, using 

the setup shown in Figure 3.10, a small quantity of epoxy (Loctite 3430, Henkel, 

Germany) is placed at the free-end of the cantilever using a micropipette. The sphere 



 Chapter 3 

61 

 

is then promptly positioned on the epoxy spot (epoxy initial setting time of 5 min) 

using a clean micropipette. It is found that an electrostatic interaction between the 

micropipette and the glass sphere is strong enough to move and position the sphere 

on the cantilever. The epoxy is left to fully cure for a minimum of 24 hr. 

 

Figure 3.9: SEM image of the modified AFM cantilever: A Ï 150 Õm glass microsphere is attached to 

the free-end of an AFM tipless cantilever. In this image the sphere is compressed into a flat substrate 

resulting in a deflection of the cantilever.  

 

Figure 3.10: Schematic illustrating the sphere attachment procedure. 
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SEM with a customised sample stage is used to verify sphere attachment, 

based on the following criteria: 

¶ The sphere is positioned sufficiently close to the free-end of the cantilever 

(distance from centre of attachment to free-end of cantilever < 10 µm).  

¶ The centre of the sphere is aligned with the axis of the cantilever. 

¶ A minimum quantity of epoxy is used. 

¶ There is no epoxy on the sphere or on the cantilever other than at the 

attachment point. 

¶ The sphere is smooth and free of defects. 

 

Figure 3.11: Examples of modified cantilevers rejected following SEM assessment:  (a) excessive 

quantity of epoxy is used; ((a), (b)) distance from centre of attachment to free-end of cantilever > 10 

Õm; (c) epoxy on the backside of the cantilever; (d) the sphere surface is uneven and defective (also 

observed in (a)). The scale bar represents 50 Õm. 
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3.4 Modified Cantilever Calibration  

Quantitative AFM force measurement requires accurate calibration of the 

cantilever. For optical lever systems, this involves calculating (i) the cantilever 

stiffness and (ii) optical lever sensitivity, OLS. The methods used to determine these 

values (discussed in Section 3.2.2) require careful consideration and adaptation when 

using a modified cantilever. In this section, the methods used to determine the 

cantilever stiffness and OLS for the modified cantilever are outlined and discussed.  

3.4.1 Optical Lever Sensitivity 

OLS calibration is taken as the ratio of the change in voltage signal from the 

photodetector to the distance moved by the cantilever when pressed against a rigid 

substrate. The linear slope of the resulting voltage-displacement curve provides the 

OLS in units of V/nm. Friction between the sphere and substrate results in 

uncharacteristic voltage-displacement curves.
 

As the sphere slides along the 

substrate, friction results in the loading and unloading sections of the curve often 

exhibiting a substantial hysteresis, as previously reported by Chung et al. (2009), 

Hoh and Engel (1993), and Stiernstedt et al. (2005). Consequently, obtaining an 

accurate linear slope of the voltage-displacement curves can prove difficult. In this 

study, the mean of the slopes of the loading and unloading data is calculated as the 

best estimate of OLS (Figure 3.12), as previously reported by Chung et al. (2009). 

 

Figure 3.12: Representative example of the photodiode voltage response observed when probing a 

clean glass slide in liquid with the sphere-attached-cantilever. The slope of the response curve (OLS) 

is estimated from both the loading (red) and unloading (blue) data. The mean of these two values is 

calculated as a best estimate of the OLS. 
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It is important to note that, even though optical lever measurements are usually 

reported as a deflection, it is the change in slope of the cantilever that is actually 

detected. When the cantilever deflects, the slope changes and this causes the laser to 

move across the detector. 

3.4.2 Spring Constant 

Due to the scale of the attached microsphere, standard AFM calibration 

methods could not be utilised to calculate the spring constant of the AFM cantilever. 

In the current study accurate calculation of the cantilever spring constant is not 

achievable using the thermal method (Butt and Jaschke (1995)) or the Sader method 

(Sader et al. (1995)) due to the additional mass of the attached sphere. Instead, the 

spring constant is determined after sphere attachment according to the added mass 

method proposed by Cleveland et al. (1993). The added mass method calculates a 

cantileverôs spring constant by measuring the change in resonance frequency at 

different loads, according to Equation (3.4). Briefly, calculation of cantilever spring 

constant (kam) due to the addition of a mass (M) to the cantileverôs free-end results in 

a resonant frequency shift from the resonant frequency without an added mass (V0) 

and to that with an added mass (V1). 

 
Ὧ ς“
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(3.4) 

A thermal noise spectrum is collected for the cantilever prior to sphere 

attachment (V0) and following sphere attachment (V1). A thermal noise spectrum 

determines the natural resonant frequency of the cantilever by monitoring the 

spontaneous vibration of the cantilever (amplitude) over a user defined frequency 

range while it is excited by the Brownian motion of either the air or water molecules 

in its vicinity. Spectra data recorded represent the average of 100 samples (Figure 

3.13). The mass of the sphere (M) is taken as the nominal value specified by the 

manufacturer as 4.87 ng. Calculated spring constant (kam) values range from 0.3 - 0.5 

N/m and are within 20% of values obtained prior to sphere attachment via the 
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thermal method (kt), as shown in Table 3.2. Measured values are within the lower 

tolerance specified by the manufacturer (Table 3.1). 

 

Figure 3.13: Resonance spectra of the same cantilever in air (a) without and (b) with an attached Ï150 

Õm sphere. (a) The spectrum for the cantilever without an attached sphere shows a peak at 40.9 kHz 

(V0), and (b) the spectrum with an attached sphere shows a peak at 1.5 kHz (V1). In accordance with 

the added mass method, this frequency shift of 39.4 kHz results in a calibrated cantilever spring 

constant of 0.42 N/m. 

Table 3.2: Mean and standard deviation of the resonant frequency before (V0) and after (V1) sphere 

attachment, which are used to calculate the spring constant of modified cantilevers (n = 21) using the 

added mass method. Spring constant values (kam) calculated using the added mass method are 

comparable to those calculated using the thermal method prior to sphere attachment (kt). 

 

V0 V1 kam kt 

Mean 39.6 kHz 1.5 kHz 0.41 N/m 0.42 N/m 

Standard dev. (±) 2.7 kHz 0.2 kHz 0.08 N/m 0.11 N/m 
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3.4.3 Cantilever Bending Profiles: óSlidingô versus óConstrainedô 

Application of the calibrated cantilever stiffness and OLS in order to obtain the 

applied force is accurate only if  the cantilever behaves as a free-ended cantilever. If 

friction between the sphere and substrate is sufficient to inhibit sphere sliding, the 

cantilever will no longer act as a free-ended cantilever due to a rotation constraint at 

the cantilevers free-end. To illustrate this important point, Figure 3.13 shows SEM 

images obtained using a modified sample stage of a cantilever, inclined at 11°, with a 

sphere attached to the free-end. In Figure 3.13 (a) the cantilever is lowered vertically 

until it is compressed into a smooth horizontal glass surface.  The friction coefficient 

between the sphere and the rigid substrate is sufficiently low to allow sliding of the 

sphere along the substrate, herein referred to as a ósliding sphereô (Figure 3.14 (a)).  

In contrast, in Figure 3.13 (b) the sphere is in contact with a fixed inverted AFM tip, 

which prevents horizontal movement of the sphere as the cantilever is lowered 

vertically (i.e. the contact point at the bottom of the sphere is fixed in space). A 

similar effect is achieved if the sphere contacts a rough surface with sufficiently high 

friction coefficient to prevent sliding of the sphere. The term óconstrained sphereô is 

used herein to describe a sphere that does not slide along the substrate, leading to a 

rotational constraint on the end of the cantilever.  

 

Figure 3.14: SEM images of a cantilever with a (a) sliding and (b) constrained sphere. In (a) the arrow 

indicates the sliding direction. In (b) the arrow indicates the point of constraint. The cantilever is 

inclined to 11Á to represent its angle during AFM measurement. 

The SEM images uncover a fundamental difference in the cantilever bending 

profile between the case of the sliding sphere and the constrained sphere. In the case 

of the sliding sphere, the bending profile is similar to that of a free-ended cantilever 
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(Figure 3.14 (a)). In the case of the constrained sphere, a moment is applied by the 

constrained sphere to the cantilever, preventing rotation at the ñfree-endò of the 

cantilever; essentially the cantilever undergoes zero rotation at both ends (also 

described as encastre at both ends) (Figure 3.14 (b)). 

 

Figure 3.15: (a) A sliding sphere allows the cantilever to behave as a free-ended beam. (b) A 

constrained sphere results in the cantilever to behave as a rotation constrained beam.  

As outlined above, a sliding sphere allows the cantilever to behave as a free-

ended beam, whereas a constrained sphere results in a beam that has rotation fully 

constrained at both ends, as indicated in Figure 3.15. From simple beam theory, 

cantilever deflection and slope can be determined for each case. For a sliding sphere, 

cantilever deflection   and slope —  (subscript s indicates sliding) are as follows.  

 


Ὂὼ

φὉὍ
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where Fs is the force applied at the cantilever free-end, x is the axial position along 

the cantilever, L is the length of the cantilever, E is the elastic modulus and I is the 

moment of inertia.  

In the case of the constrained sphere, cantilever deflection   and slope —  

(subscript c for constrained) can also be calculated from simple beam theory:  
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Following from the demonstrational SEM images presented in Figure 3.13, the 

influence of substrate material on cantilever bending shape next investigated by side 

profiling the cantilever during indentation of glass (Figure 3.16 (b)) and silicone 

(Figure 3.16 (c)). Confocal reflection microscopy is used to create z-stacks of the 

cantilever (the attached sphere is not shown in Figure 3.16 for clarity). A clear 

difference in the cantilever bending profile for glass and silicone is evident even 

though the cantilever deflection (d) is identical for both materials. The cantilever 

bending profile against glass appears similar to that of a free-ended cantilever and is 

comparable to that shown in Figure 3.14 (a) suggesting sphere sliding is not inhibited 

by the glass substrate. The cantilever bending profile for silicone suggests a 

constrained sphere, thus constraining rotation of the end of the cantilever (similar to 

the SEM image in Figure 3.14 (b)). This difference in bending profile results in the 

PSD measuring a larger change in voltage (slope change) for a glass substrate 

(Figure 3.16 (b)) than for a silicone substrate (Figure 3.16 (c)) even though the actual 

deflection (ŭ) is identical for both. Therefore, the conversion of measured voltage 

change (slope) to cantilever deflection is not applicable for a constrained sphere, as 

this conversion is based on the assumption of a free-ended cantilever. 

As it is not possible to characterise the bending profile of the cantilever during 

the course of an AFM experiment, it is proposed that monitoring of the horizontal 

displacement of the sphere during indentation will indicate if a sphere is constrained. 

Image analysis (ImageJ, National Institutes of Health, USA) of the spheres front 

edge during substrate loading in PBS found that 1 µm of cantilever z-displacement 

resulted in sphere forward displacement of 0.61 ± 0.03 µm for glass (n = 5). In 

contrast, no detectable sphere forward displacement (0.04 ± 0.08 µm) is observed for 

a silicone substrate (n = 5). Furthermore, importantly, inspection of the sphere during 

2 µm cell indentation also showed no detectable forward displacement of the sphere 
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(0.00 ± 0.13 µm) (n = 5), indicating the necessity of developing a method to account 

for a constrained sphere during cell indentation experiments.  

 

Figure 3.16: Side profiling of a cantilever (a) not in contact with a substrate, (b) in contact with glass 

(sliding sphere profile) and (c) in contact with silicone (constrained sphere profile). Images are created 

from z-stacks captured using confocal reflection microscopy (attached sphere not visible). The 

photodetector measures a larger change in voltage for (b) compared to (c) even though deflection (ŭ) 

is the same in each case. The cantilever is length L with axial position x.  
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3.4.4 Correction of Force-Indentation Measurements 

It is demonstrated that the cantilever does not act as a free-ended cantilever for 

the case of a constrained sphere. A constrained sphere applies an additional moment 

at the free-end of the cantilever and thus affects AFM measurements in two ways:  

(i) The force-deflection relationship changes. Rotation at the cantilevers free-

end is prevented by a constrained sphere, resulting in cantilevering at both 

ends. Hence, the spring constant of an equivalent free-ended cantilever 

cannot be used to convert deflection to applied force. The calculation of 

an appropriate force-deflection relationship correction factor will be 

presented in Section 3.4.4.1.  

  

(ii)  The conversion of measured slope to reported deflection does not follow 

that of a conventional AFM, where free rotation of the cantilever is 

assumed. As will be demonstrated in Section 3.4.4.2, the determination of 

an appropriate correction factor is dependent on laser spot positioning on 

the cantilever. 

Accounting for these relationship changes is vital for accurate determination of 

AFM measurements for a constrained sphere, i.e. when standard calibration for a 

sliding sphere scenario (e.g. OLS calibration on glass) is no longer sufficient. Here, 

the steps required to correctly determine AFM measurements for the case of a 

constrained sphere are presented. 

3.4.4.1 (i) Force-deflection relationship 

The force-deflection relationship differs for a sliding sphere and for a 

constrained sphere. The correction factor that accounts for the different force-

deflection relationship may be determined by comparing the analytical solutions for 

identical cantilever deflections for constrained and sliding beams, Equations (3.5) 

and (3.7).  

   (3.9)  
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As discussed above, simple beam theory allows the sliding sphere case to 

behave as a free-ended beam and the constrained sphere case to behave as a beam 

with rotation fully constrained at both ends. 

 Ὂὼ

φὉὍ
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ρςὉὍ
σὒ ςὼ (3.10) 

If it is assumed that force is applied at the cantilever free-end, x = L.  
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Elastic modulus (E), moment of inertia (I) and cantilever length (L) are identical for 

all cases, hence, for a given deflection of the free-end of the cantilever, the applied 

force is four times higher in the case of a constrained sphere: 

 τὊ  Ὂ (3.12) 

3.4.4.2 (ii) Relationship between measured slope and cantilever deflection 

Conversion of the reported change in voltage from the photodiode to the actual 

cantilever deflection is dependent upon identifying whether a constrained sphere or a 

sliding sphere case is present. This is due to the difference in slope along the 

cantilever between the case of a sliding sphere and that of a constrained sphere, as 

shown in Figure 3.16. The difference in slope (slope correction factor ὅ) for a 

sliding —  and constrained sphere —  is calculated as follows.  

 
ὅ  

—

—
 (3.13) 

For each case, slope is calculated as the first derivative w.r.t. x of cantilever 

deflection (Equations (3.6) and (3.8)).  
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Equation (3.12) shows that the force applied by a cantilever for a sliding sphere (Fc) 

is four times lower than the force applied by a cantilever for a constrained sphere (Fs) 

for the same cantilever free-end deflection.  
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Again, assuming identical Elastic modulus (E) and moment of inertia (I) for both 

cases: 
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Hence, the correction factor for cantilever slope as a function of normalised axial 

position along the cantilever (x/L) is given as: 
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The slope correction factor (C) depends only on x/L, i.e. it depends only on the 

position of the laser along the axis of the cantilever. 

Analytical solutions from simple beam theory are used to compute the slope 

profiles along the axis of a cantilever (Equations (3.6) and (3.8)) when identical end 

deflections are imposed in both cases shown in Figure 3.17 (a). Clearly, the 

difference in slope between the constrained sphere and sliding sphere is a function of 

axial position (x) along a cantilever of length (L). Only at a cantilever position of x/L 

= 0.66 is the slope identical for both cases. The ratio of slope between a sliding 

sphere and a constrained sphere (i.e. the slope correction factor (C)) is shown in 
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Figure 3.17 (b). It can be observed that the slope ratio is highly sensitive to axial 

position near the free-end of the cantilever (x/L > 0.9). 

As demonstrated in Figure 3.17, in order to determine the correct deflection for 

the case of a constrained sphere, it is essential that the laser spot position on the 

cantilever is known. For all experiments reported in this thesis a laser spot position of 

x/L = 0.8 is chosen. This position is selected as a compromise between the maximum 

OLS at the free-end of a cantilever (x/L = 1) for the sliding sphere (i.e. during 

calibration on glass) and the maximum OLS at the middle of the cantilever (x/L = 

0.5) for the constrained sphere (e.g. during subsequent experimental measurement of 

cells or silicone). At x/L = 0.8 a constrained sphere profile will result in the 

measurement of a slope that is 1.5 times lower than the slope that would be measured 

at this position for a sliding sphere (as indicated by the dashed line in Figure 3.17 

(b)), assuming an identical end deflection in both cases. Therefore, for constrained 

spheres, when the laser spot position is at x/L = 0.8, a correction factor of 1.5 must be 

applied to the default AFM deflection measurement in order to obtain the correct 

deflection.  

 

Figure 3.17: (a) Cantilever slope along the axis of a cantilever which has a sliding sphere (solid) and 

constrained sphere (dashed) bending profile. Identical end deflections are imposed in each case. (b) At 

a cantilever position of x/L = 0.8 the difference in slope is x1.5 (dotted).  

In summary, to correctly determine the deflection and force measured for the 

case of a constrained sphere, (i) the slope change recorded by the AFM has to be 

corrected according to Figure 3.17 (b) and is only dependent on the relative axial 

position of the laser spot along the cantilever. In all experiments performed herein, 
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the laser is positioned at x/L = 0.8, therefore a slope-deflection correction factor of 

1.5 is applied to default AFM measured deflection values. (ii) Due to rotation 

constraint at the cantilever free-end, the cantilever stiffness is four times higher than 

that of a free-ended cantilever. 

3.4.5 Validation of Correction Factors 

Validation of the slope-deflection and force-deflection relationship changes is 

achieved by indenting a flat silicone substrate of known Youngôs modulus. Tensile 

testing (0-10% strain) of four sections of the silicone substrate indicates the Youngôs 

modulus to be 0.92 Ñ 0.08 MPa. To calculate the Youngôs modulus of the silicone 

using the AFM, the OLS is calibrated on glass in PBS according to Section 3.4.1. 

Force-deformation measurements are performed on the silicone in PBS at five 

separate locations at an approach velocity of 0.5 µm/s. Figure 3.18 shows the force 

(mean ± standard deviation) at 10 sample indentation depths for both the uncorrected 

and corrected data. The uncorrected default AFM data reports a maximum force of 

0.48 ± 0.08 µN at an indentation of 0.9 µm. This results in a calculated Youngôs 

modulus of 0.05 MPa using standard Hertzian contact theory. Application of the 

correction factors, determined above, to the data results in a maximum force of 2.88 

± 0.47 µN at a corrected indentation depth of 0.4 µm. This results in a calculated 

Youngôs modulus of 0.94 MPa, which is within 2% of the Youngôs modulus 

calculated from the tensile testing experiments. The uncorrected AFM data results in 

a substantial (18-fold) underestimation of the siliconeôs elastic modulus. This 

highlights the significant error that can arise if  cantilever modification, resulting in 

an altered bending profile, is not carefully analysed, illustrating the necessity of 

careful interpretation and in-depth analysis of reported default AFM measurements.  
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Figure 3.18: Uncorrected (solid) and corrected (dashed) AFM force-deformation data. The Youngôs 

moduli are calculated as 0.05 MPa and 0.94 MPa, respectively. 

3.5 Discussion 

In this chapter, a method of performing whole cell deformation using an AFM 

is successfully developed, whereby a large sphere is attached to the end of a tipless 

cantilever. The bottom of the sphere forms the effective top planar surface, providing 

more uniform applied cell deformation. The sphere used in this study is significantly 

larger (Ø 150 µm) than those used in previous studies (< Ø 60 µm), and as such 

provide a closer approximation to the planar surface assumption over the contact area 

(Lehenkari et al. (2000), Lulevich et al. (2006), Jaasma et al. (2006), Zimmer et al. 

(2012)). 

It is found that careful reinterpretation of reported AFM data is required to 

account for a constrained sphere. A constrained sphere applies a moment to the 

cantilever, preventing rotation of the free-end of the cantilever. This in turn changes 

the slope-deflection and force-deflection relationships. This serious issue, which can 

significantly alter the reported force measurements and perceived indentation depth, 

has not been considered in previous AFM studies where a sphere is attached to the 

cantilever (Lehenkari et al. (2000), Lulevich et al. (2006), Jaasma et al. (2006), 

Zimmer et al. (2012)). In this chapter, a methodology is outlined in order to correctly 

determine force and indentation values when sphere sliding is prevented and a 
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rotational constraint is applied to the free-end of the cantilever. Furthermore, it is 

demonstrated that observation of the front edge of the sphere is sufficient to 

determine if the correction factor is applicable. Previous studies have attempted to 

account for the effects of altered cantilever bending. A theoretical paper by Edwards 

et al. (2008) developed correction factors to account for the effects of cantilever tilt 

and induced torque on force measurements. Furthermore, Evans and Craig (2006) 

proposed equations to determine cantilever deflection for different loading scenarios; 

uniformly distributed loading and moment loading. However, the current study 

presents, for the first time, a practical methodology that accounts for both altered 

cantilever stiffness and altered cantilever slope-deflection relationship for the correct 

interpretation of AFM force-indentation measurement. The methodology described 

here requires only the monitoring of the forward displacement of the sphere during 

loading in order to determine if correction factors for a constrained sphere should be 

used. It is demonstrated in this chapter that uncorrected default AFM force and 

indentation measurements result in an 18-fold underestimation of the Youngôs 

modulus of a silicone sample, where sphere-substrate friction was sufficient to 

prevent sphere sliding. In conclusion, this chapter illustrates, for the first time, the 

necessity of careful interpretation of default AFM measurements if a sphere is 

attached to a cantilever. The work presented in this Chapter is published in the 

Review of Scientific Instruments (Weafer et al. (2012)). 
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4.1 Introduction  

Mechanical loading is necessary for the healthy function of many cell types. 

For instance, mechanical deformation is considered essential for bone remodelling 

(Frost (2004)). The response of osteoblasts to mechanical loading is attributed to 

deformation of the cell and its surrounding matrix (Duncan and Turner (1995), Owan 

et al. (1997)). Previous studies have shown that compressive deformation induces 

mineralisation of osteoblastic cells (Gabbay et al. (2006)) and is an effective up-

regulator of osteogenesis (Rath et al. (2008)). Furthermore, localised deformation of 

osteoblasts has been found to induce calcium and nitric oxide signalling, both of 

which are important in bone function (Charras and Horton (2002), Sato et al. (2007), 

McGarry et al. (2008)). While the role of mechanical loading on cell function has 

been reported, the basic mechanisms underlying these cellular mechanosensitive 

responses are still not fully understood. In order to elucidate the effect of mechanical 

loading on cell function it is essential to accurately characterise the biomechanical 

behaviour of the cell.  

The resistance of a cell to compressive deformation largely depends on the 

mechanical properties of the cell, which are determined by its intracellular 

components (cytoskeleton, nucleus, cytoplasm, and several other organelles) 

(Thoumine and Ott (1997), Rotsch and Radmacher (2000), Ofek et al. (2009)) and  

its interactions with the environment around it ((Engler et al. (2006), Roca-Cusachs 

et al. (2008), Janmey et al. (2011)). Ofek et al. (2009) investigated the contribution of 

the cytoskeletal components of chondrocytes to compressive deformation using 

selective cytoskeletal inhibitors. It was found that the actin cytoskeleton significantly 

contributes to the compressive stiffness of cell, whereas microtubules and 

intermediate filaments provide little resistance to cell compression. Furthermore, it 

has been shown that the nucleus contributes significantly to a cells ability to resist 

compression (Caille et al. (2002)). Additionally, resistance to compressive 

deformation has been shown to be highly dependent on cell phenotype. Peeters et al. 

(2005a) reported high levels of resistance to compressive deformation for highly 

contractile myoblasts, whereas the less contractile endothelial cells (Caille et al. 

(2002)) and fibroblasts (Deng et al. (2010)) were found to have significantly reduced 
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compression resistance. This link between compression resistance and contractility 

further highlights the importance of the actin cytoskeleton in the mechanical 

behaviour of cells.  

The objective of this study is to investigate the role of the actin cytoskeleton in 

the resistance of osteoblasts to compression. Specifically, experiments are performed 

in which the resistance of single spread osteoblasts to monotonic whole cell 

compression is observed. Additionally, tests are also performed on osteoblasts 

following the inhibition of the cell actin cytoskeleton using cyto-D. Whole cell 

compression is applied using the modified AFM cantilever described in Chapter 3. It 

is found that the contractile actin cytoskeleton plays a significant role in the cells 

ability to resist compression. Furthermore, detailed confocal microscopy 

demonstrates that the contractile nature of the actin cytoskeleton has a pronounced 

effect on cell and nucleus morphology.  

4.2 Materials and Methods 

4.2.1 Cell Culture 

The cells investigated in this study are a secondary cell line known as MC3T3-

E1, subclone 4 (ATCC-LGC, Middlesex, UK). These adherent pre-osteoblasts are 

derived from the calvarial tissue of newborn mice and are known to behave similarly 

to primary calvarial osteoblasts (Wang et al. (1999)). This cell line is robust, 

homogeneous, and the predominant choice in bone cell mechanotransduction 

research (Pavalko et al. (1998), Charras and Horton (2002), McGarry et al. (2008), 

Adachi et al. (2008)).  

Cells are cultured in monolayer in alpha minimum essential medium (a-MEM; 

Sigma-Aldrich, UK) supplemented with 10% foetal bovine serum (FBS), 1% 

penicillin-streptomycin, 2% 2 mM L-glutamine and 1% 100 mM sodium pyruvate 

(Invitrogen, Ireland). Cells are maintained in an incubator at 37 
o
C, with 95% 

humidity and 5% CO2. Medium is changed every 2-3 days. Cell subculture is 

routinely performed at 80-90% confluency, as assessed by visual inspection of 

cultures. Cell are used when the confluence is less than 80% at passages 10 to 20. 
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4.2.2 Cell Preparation 

MC3T3-E1 osteoblasts are cultured according to the method described in 

Section 4.2.1. Prior to experiments, cells are seeded at a single cell level and allowed 

to spread for 24 hr. Briefly, the medium is removed and culture flasks rinsed in pre-

warmed sterile phosphate buffered saline (Oxoid, UK) in order to remove any traces 

of medium. To detach cells from the surface of flasks, 5-7 ml of pre-warmed 0.25% 

trypsin EDTA (Sigma-Aldrich, UK) is added, and flasks are placed in an incubator at 

37 
o
C, for 4 min. Cultures are then briefly re-examined under a light microscope to 

ensure sufficient cell detachment had occurred. The suspension is collected in a 15 

ml falcon tube containing 5-7 ml pre-warmed medium and centrifuged at 2000 g for 

5 min. The supernatent is discarded and the pellet resuspended in 10 ml 

supplemented a-MEM. This suspension is aspirated through a 1 ml pipette three 

times to obtain a single cell suspension. The cell concentration is counted using a 

haemocytometer. Cells are seeded on a sterile Ø 35 µm petri-dish at a density of 

3,500 cells/cm
2
 and left to spread in an incubator for 24 hr.  

4.2.3 Experimental Procedure 

The AFM is setup according to Section 3.2.1. A modified cantilever is used to 

measure whole cell mechanics, as previously described in Section 3.4. The coverslip 

to which the cells are adhered is placed within a BioHeaterÊ (Asylum Research, CL, 

USA), which is in turn secured to the stage of the AFM. Experiments are performed 

at 37 °C with cells remaining immersed in culture medium for the duration of the 

experiments.  

The AFM head is centred on the stage and the modified cantilever lowered into 

the media until a few millimetres from the surface. Air bubble formation on the 

cantilever or sphere is assessed by visual inspection. If required, bubbles are 

removed by raising the AFM head until the cantilever is removed from the media and 

then lowered again. Laser alignment on the cantilever and cantilever calibration are 

performed according to Section 3.4. The modified cantilever is examined during 

experiments to assess that the sphere remains constrained during cell indentation. 

Consequently, all measured force data are corrected using the factors identified in 
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Section 3.4.4. All force-displacement curves are performed in closed loop mode at an 

approach velocity of 500 nm/s, unless otherwise stated. 

4.2.3.1 Cell Height Measurement 

The height of the cell of interest is measured directly before each deformation 

test. As demonstrated in Figure 4.1, the sample stage is moved via the x-y stage 

positioners until the cell of interest is located adjacent to the modified cantilever. 

Cell height is determined as the difference in z-piezo position between the point of 

contact for a force-displacement curve taken on the glass substrate beside a cell (z 

piezosubstrate) and that taken over the cell of interest (z piezocell), as shown in Figure 

4.2. This is represented in Equation (4.1) below. Phase contrast optical microscopy 

allows aligning of the microsphere above the centre of the cell.  

 ὅὩὰὰ ὬὩὭὫὬὸ  ᾀ ὴὭὩᾀέ ᾀ ὴὭὩᾀέ  (4.1) 

 

Figure 4.1: Bottom-view phase contrast images of the modified cantilever showing outline of tipless 

cantilever (dashed), attached sphere (brown), and a cell adhered to the glass substrate (red circle). (a) 

shows the modified cantilever beside a cell of interest, and (b) centred above the same cell. Inset: 

schematic representation of sphere in contact with the top of the cell. The scale bar represents 50 Õm. 
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Figure 4.2: Force-displacement curves taken on the glass substrate beside the cell of interest (red) and 

over the cell of interest (black). The cell height is calculated as the difference between the contact 

points from each curve. 

4.2.3.2 Cell Deformation 

In this thesis cell deformation (‐) is defined as the change in cell height 

normalised by the measured cell height prior to applied compression (i.e. nominal 

strain in the compressive direction), given as: 

 
‐ 

ὧὬὥὲὫὩ Ὥὲ ὧὩὰὰ ὬὩὭὫὬὸ

όὲὨὩὪέὶάὩὨ ὧὩὰὰ ὬὩὭὫὬὸ
 (4.2) 

Each cell (n = 11) is subjected to a monotonic deformation at a constant strain 

rate ( ‐ πȢρ ί ) until a compressive deformation of ‐ = 60% is achieved. 

An identical (negative) strain rate is used for unloading of cells (probe withdrawal).  

Each cell is subjected to a monotonic deformation under two sample conditions; 

untreated control and cyto-D treated. Firstly, untreated cells are tested, prepared 

according to Section 4.2.2. Secondly, following 30 min of actin cytoskeleton 

disruption, using 10 µM cyto-D, deformation is repeated for the same cells (referred 

to hereafter as ñcyto-D cellsò). In each case, phase contrast images are taken to 

record cell spreading morphology. 
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4.2.4 Cytoskeleton Morphology Analysis 

Cells are prepared as described in Section 4.2.2. Following incubation for 24 

hr, cells are (i) fixed (untreated cells) or (ii) treated with 10 µM cyto-D for 30 min 

and then fixed (cyto-D cells). Fixation is achieved by incubating samples in 4% 

paraformaldehyde (EMS, PA, USA) for 20 min at room temperature. Samples are 

washed two times in wash buffer (PBS containing 0.5% Tween-20) and 

permeabilised with 0.1% Triton X-100 in PBS for 5 min. Cells are then washed two 

times in wash buffer, and non-reactive sites are blocked by applying blocking 

solution (1% BSA in PBS) for 30 min. Samples are incubated with an anti-vinculin 

primary antibody (Chemicon, Ireland), diluted to the optimal titre (1:200) in blocking 

solution for 1 hr. Vinculin is found in protein complexes reported to be associated 

with the intracellular domains of integrin receptors which form focal adhesion 

complexes. Thus, vinculin is considered to be a universal marker for focal adhesions 

(Burridge et al. (1990)). Cells are washed three times (5 min each) with wash buffer, 

following which cells are incubated with Gt x Ms FITC-conjugated secondary 

antibody (1:200 in PBS) and rhodamine-conjugated phalloidin (1:50 in PBS) for 1 hr 

in the dark. Phalloidin is a naturally occurring organic molecule that binds to actin 

filaments. Therefore, conjugation of phalloidin with a fluorophore, such as 

rhodamine, allows visualisation of the actin cytoskeleton in cells (Cooper (1987)). 

Cells are washed three times in wash buffer (5 min each) and counterstained using 

the nuclear stain DAPI (1:10,000 in PBS) for 5 min in the dark. Samples are again 

washed 3 times (5 min each) in wash buffer and maintained in PBS at 4 °C.  

Samples are imaged the following day. DAPI, FITC and Rhodamine are 

excited at 402, 488 and 561 nm, respectively, while emitted fluorescence is collected 

at 470, 525 and 590 nm for each fluorophore, respectively. Z-stacks of untreated 

cells (n = 5) and cyto-D cells (n = 7) are acquired using a Nikon A1R confocal 

microscope (Nikon, UK) with intervals of 200 nm between z-stack steps. The Nikon 

NIS-Elements AR 3.0 software package (Nikon, UK) is used to quantify cytoskeletal 

and cell morphology details.  
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4.2.5 Statistical Analysis of Data 

All data is presented as mean ± standard error of the mean (sem). Statistical 

differences between the means of two experimental groups are determined using 

Studentôs t-tests. Paired t-tests are used to investigate statistical differences between 

the means of dependent groups, i.e. AFM measurements taken before and after cyto-

D treatment on the same cells (Section 4.2.3). Unpaired t-tests are used to investigate 

statistical significance between the means of independent experimental groups, i.e. 

morphology changes of fluorescently stained cells (Section 4.2.4). One-way analysis 

of variance (ANOVA) tests are employed to determine statistical differences 

between the means of the three independent cell groups, i.e. difference between three 

different strain rates. The associated p-value is also determined in each case, and the 

null hypothesis rejected if p > 0.05. Significant differences between groups are 

indicated by *p < 0.01, **p < 0.001, ***p < 0.0001. 

4.3 Results 

4.3.1 Cell Morphology Change 

Untreated cells (Figure 4.3) and cyto-D treated cells (Figure 4.5) are stained to 

observe the effect of disrupting the actin cytoskeleton on cell morphology. Figure 4.3 

shows the stained morphology of untreated cells. The untreated cells are highly 

spread with polymerised actin (red) visible as long, linear bundles of filaments that 

traverse the cytoplasm of the cell surrounding and crossing over the nucleus (blue). 

Focal adhesions (green) are observed as intense spots at the terminal ends of actin 

fil aments. In Figure 4.3 (a), the actin filaments are mostly aligned parallel with the 

long axis of the cell. In Figure 4.3 (b), the actin filaments are traversing the cell in all 

directions with the majority of the filaments focused around the periphery of the cell. 

In both Figure 4.3 (a) and (b), the cross-sectional views show that the cells and nuclei 

are highly flattened. Additionally, the actin filaments are observed to traverse over 

and under the nucleus. In order to further demonstrate the 3D distribution of the actin 

cytoskeleton a 3D reconstruction of an untreated osteoblast is shown in Figure 4.4. 

The highly spread cell morphology is apparent, with the polymerised actin visible as 
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long, linear bundles of filaments that traverse the cytoplasm of the cell surrounding 

and crossing over the nucleus (nucleus not visible).  

 

Figure 4.3: Stained cell images of untreated cells. Cells are stained for actin (red), vinculin (green) and 

nuclei (blue). Cross-sectional views are taken across the nucleus centre (dashed lines) in all cases. The 

scale bar represents 20 Õm. 

Figure 4.5 (a) and (b) shows that the cell morphology changes drastically due 

to the addition of cyto-D. The cells are significantly less spread and appear spindly. 

Cross-sectional views show the less flattened morphology, with a larger thickness of 

cytoplasm being observed both above and below the more rounded nuclei. Cyto-D 

results in actin depolymerisation to its monomer form, which causes the disassembly 

of the linear bundles of actin filaments and corresponding focal adhesions. The actin 

and focal adhesion protein monomers appear to be concentrated together mostly 

around the nucleus, indicated by the yellow/orange colour. 
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Figure 4.4: 3D reconstruction of the actin cytoskeleton created from a z-stack of a stained osteoblast. 

Three perspective views of the 3D reconstruction are shown; (a) and (b) show the actin cytoskeleton 

along the long axis of the cell in both directions and (c) shows the top-down view. Images are 

reconstructed using the Imaris software package (Bitplane, Switzerland). 
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Figure 4.5: Stained cell images of cyto-D cells. Cells are stained for actin (red), vinculin (green) and 

nuclei (blue). Cross-sectional views are taken across the nucleus centre (dashed lines) in all cases. The 

scale bar represents 20 Õm. 

The main geometrical characteristics of untreated and cyto-D cells are shown 

in Figure 4.6. Analysis of experimental measurements reveals that the cell height 

increases by 71% in response to cyto-D treatment. Additionally, phase contrast 

images of the cell show that the cell base area decreases by 29% following the 

addition of cyto-D. Analysis of the stained cells shows that the nucleus height 

increases by 57% and that the nucleus diameter decreases by 41% in response to 

cyto-D treatment. It is also observed that the cytoplasm thickness above and below 

the nucleus increased by over 200%. Further details of cell morphological changes 

are presented in tabular form in Appendix 4.A. 
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Figure 4.6: Cell geometry characteristics for untreated and cyto-D cells. (a) Cell height is measured 

using the AFM immediately before monotonic deformation (n = 11). Cell base area is calculated from 

phase contrast images taken during AFM experiments (n = 11). The (c) nucleus height, (d) nucleus 

diameter, and cytoplasm (e) above and (f) below the nucleus are all calculated from the stained cells 

(n = 5) and cyto-D cells (n = 7). 

4.3.2 Monotonic Compression 

The mean force versus compressive deformation curves measured at a constant 

strain rate (n = 11) for untreated (round markers) and cyto-D (square markers) cells 

are shown in Figure 4.7. The raw AFM data used to derive results presented in 

Figure 4.7 is shown in Appendix 4.B. Mean forces are calculated at compressive 

deformation increments of ‐ = 10%. It is evident that the force increases non-
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linearly with the imposed compressive deformation for both the untreated cells and 

cyto-D cells. For the loading half of the curve, a statistically significant difference is 

measured between the untreated cells and cyto-D cells for 40% ‐  60%. At ‐ 

= 60%, the mean force recorded for the untreated cells is 756 ± 42 nN versus 467 ± 

47 nN for the cyto-D cells. This is a statistically significant difference of 38% (Table 

4.1). It can be observed from Table 4.1 that the mean compression force is ~60% 

higher for untreated cells at lower deformation levels (‐ Ò 40%). Additionally, 

hysteresis is observed between the loading and unloading halves of the cycle which 

is similar for both the untreated cells and the cyto-D cells, suggesting visco-

hyperelastic behaviour (Appendix 4.B). This suggests that measured force is 

dependent on loading rate. It is important to note that, due to the difference in cell 

height between untreated and cyto-D cells, probe velocities of 0.63 ± 0.07 µm/s  

(untreated) and 1.08 ± 0.08 µm/s (cyto-D) were implemented to enforce a constant 

loading strain rate of  ‐ πȢρ ί  for all experiments. Strain rate dependence is 

investigated in more detail in Section 4.3.3 below. 

 

Figure 4.7: Reaction force versus % deformation (‐  curves (n = 11) obtained at a constant strain rate 

(‐H = 0.1 s
-1
) for untreated cells (round marker) and cyto-D cells (square marker). Significant 

differences between the untreated and cyto-D cell groups at each 10% deformation increment is 

indicated by ***p < 0.0001. 
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Table 4.1: Difference (%) in mean reaction force at 10% increments for the untreated cells and the 

cyto-D cells 

‐ (%) 10 20 30 40 50 60 

Reaction force for 

untreated cells (nN) 
7.7 28.4 80.4 197.8 415.3 755.5 

Reaction force for 

cyto-D cells (nN) 
2.8 9.3 27.2 73.6 195.9 467.3 

% Difference 64% 67% 66% 63% 53% 38% 

 

4.3.3 Strain Rate Dependence 

The effect of strain rate (‐  on the measured cell compression force is next 

investigated. In Figure 4.8 force-deformation curves are shown for three strain rates 

(‐  0.1 s
-1

, 1.0 s
-1

, and 5.0 s
-1

)
 
for untreated cells (n = 10). The raw AFM data used 

to derive Figure 4.8 is shown in Appendix 4.C. Again, it is evident that the force 

increases non-linearly with the imposed compressive deformation for each strain 

rate. Additionally, hysteresis is observed between the loading and unloading halves 

of the cycle which is similar for the three strain rates tested, suggesting viscoelastic 

behaviour (Appendix 4.C). The reaction forces are statistically different for 40% 

‐  60% between each of the three different strain rates. At ‐ = 60%, the mean 

maximum force recorded is 615 ± 74 nN at a strain rate of 0.1 s
-1

, 917 ± 73 nN at a 

strain rate of 1.0 s
-1

, and 1366 ± 99 nN at a strain rate of 5.0 s
-1

. Hydrodynamic drag 

effects, previously discussed in Section 3.3.1.2, are considered insignificant since the 

maximum velocity of 19.4 µm/s at 5.0 s
-1

 results in a drag force of less than 3.5 nN at 

0.5 µm from the surface.  
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Figure 4.8: The effects of strain rate on the measured cell deformation reaction force. Cells (n = 10) are 

deformed to ‐ = 60% at three difference strain rates: 0.1 s
-1
 (black), 1.0 s

-1
 (green) and 5.0 s

-1
 (red). 

Significant differences are indicated at each 10% deformation increment by ***p < 0.0001 between all 

groups, 
##
p < 0.001 between 1.0 s

-1
 and 5.0 s

-1
, and 

+++
p < 0.0001 between 0.1 s

-1 
and 5.0 s

-1
. 

4.4 Discussion 

In this study it is clearly demonstrated that the actin cytoskeleton plays a 

critical role in the resistance of osteoblasts to compression. Its removal results in a 

significant decrease (~40-60%) in the mean cell compression force compared to 

untreated cells. This is in agreement with the whole cell compression study of Ofek 

et al. (2009), in which it was demonstrated that the actin cytoskeleton contributes 

significantly (~50%) to the compressive stiffness of chondrocytes. The results of the 

current study are also in broad agreement with the findings of Hofmann et al. (1997) 

on cardiocytes and Rotsch and Radmacher (2000) on fibroblasts. Using AFM 

probing of the cell surface, both studies report that untreated cells are ~3 times stiffer 

than cells treated with cyto-D. In these studies, localised cell indentation with an 

AFM tip was used to determine cell stiffness using standard Hertzian contact theory. 

Due to the localised nature of AFM tip indentation it was required in these studies to 

perform cell indention at ~5000 locations (force mapping) over a time period of 7 
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min in an effort to establish an average stiffness value for untreated and cyto-D cells. 

Such localised probing of the cell is known to result in a wide range of reaction 

forces across the cell due to its heterogeneous nature (McGarry et al. (2008)). 

Therefore, averaging of highly localised measurements taken in a force map cannot 

give a true measurement of the whole cell stiffness. More importantly, AFM tip 

indentation (typically < 1 µm) merely deforms the cell membrane and a small region 

of the underlying cytoplasm. In the current study, these issues do not arise as the 

whole cell reaction force is recorded in a single global measurement. The contact 

area between the bottom of the sphere and the cell is approximated from the cross-

sectional views of the stained control cells (Figure 4.3) and cyto-D cells (Figure 4.5). 

These images show that the contact area (when the sphere is centred over the cell 

nucleus) is similar for both the control and cyto-D cells, with the contact radius no 

greater than ~15 µm. The approximation of the sphere as a planar surface over this 

contact radius is illustrated in Figure 3.7. For a contact radius of 15 µm, the contact 

point elevation differs by 1.51 µm at the outer limit of the contact area than at the 

sphere centre. 

Experimentally measured whole cell compression forces are found to be highly 

dependent on cell phenotype. Peak reaction forces at 60% compression of 2300 nN 

are reported for highly contractile myoblasts (Peeters et al. (2005a)), while lower 

forces are reported for less contractile cells: 500 nN for endothelial cells (Caille et al. 

(2002)) and 350 nN for fibroblasts (Deng et al. (2010)). This trend suggests that 

highly contractile cells provide a greater resistance to applied compression. A direct 

comparison of compression reaction forces between studies is difficult given that the 

allocated time for cell spreading, the loading conditions, and the environmental 

conditions may be different in each study. However, the compression value measured 

for osteoblasts in the current study (~756 nN at ‐ φπϷ) is 2-fold higher than the 

aforementioned reported compression forces for fibroblasts and 1.5-fold higher than 

that reported for endothelial cells, suggesting that osteoblasts may be more 

contractile. The current study shows that removal of the actin cytoskeleton reduces 

the compression force by ~40-60%, demonstrating the significant contribution of the 

contractile actin cytoskeleton to the mechanical behaviour of osteoblasts. The high 
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level of tension in osteoblast stress fibres is demonstrated in Appendix 4.D. Severing 

of a single stress fibre results in a rapid recoil/retraction followed by 

depolymerisation. Pellegrin and Mellor (2007) suggest that the level of contractility 

differs among cell phenotypes due to the different levels of organisation of the actin 

cytoskeleton. Highly contractile cells, like myoblasts, have very well organised actin 

filament arrays, whereas fibroblasts which are less contractile, have sparse and 

poorly organised contractile actin filament bundles. The present study reinforces the 

link between contractility, organisation of the actin cytoskeleton, and compression 

resistance, demonstrating that the highly contractile, highly organised actin 

cytoskeleton of osteoblasts results in high levels of compression force. A 

computational investigation by Ronan et al. (2012) suggests a mechanism by which 

highly contractile aligned stress fibres provide significant resistance to cell 

compression. The data presented in this chapter has been used in a joint 

experimental-computational study (Weafer and Ronan et al. (2013)) to provide, for 

the first time, a full mechanical characterisation of the active actin cytoskeleton and 

the passive cytoplasm for osteoblasts.  

The current study also demonstrates that the contractility of the actin 

cytoskeleton has a pronounced effect on cell morphology. Both cell height and 

nucleus height increase significantly when the actin cytoskeleton is disrupted using 

cyto-D. Ujihara et al. (2008) also reported significant changes in fibroblast cell 

height following cyto-D treatment, further demonstrating the link between cell height 

and actin cytoskeleton contractility. The study by Dowling et al. (2012) demonstrates 

that chondrocytes, which exhibit very low levels of contractility, do not significantly 

change height following cyto-D treatment. Furthermore, Ujihara et al. (2008) 

observed that disruption of microtubule did not affect cell height. In the current 

study, cells appeared spindly and fragmented following cyto-D treatment. A similar 

configuration was observed by Higuchi et al. (2009) following initial cyto-D 

treatment of osteoblasts. Importantly, this study also reported that the subsequent 

removal of cyto-D resulted in cell morphology and cytoskeleton recovery, 

demonstrating that the osteoblasts are not adversely affected by cyto-D treatment, 

despite their spindly appearance. 
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Significant nucleus deformation due to actin cytoskeleton contractility is 

observed in the present study. Similarly, in the work of Avalos et al. (2011), nuclei in 

contractile cells are shown to be significantly flatter than spherical nuclei observed in 

treated cyto-D cells. The findings of the current study clearly demonstrate the 

interconnected relationship between the actin cytoskeleton, nuclear deformation, and 

cell deformability. Interactions between the nucleus and cytoskeleton have been 

shown to significantly contribute to the mechanical regulation of the cell (Houben et 

al. (2007)). Previous studies have demonstrated that the removal of nuclear lamins 

leads to a significant decrease in the compressive strength of cells (Broers et al. 

(2004)) and disruption of the actin cytoskeleton (Khatau et al. (2009)). Knockdown 

of the nuclear protein nesprin-1 has also been shown to alter the cytoskeleton and 

inhibit cell reorientation under applied cyclic strain in endothelial cells (Chancellor et 

al. (2010)). The detailed measurement of nucleus shape change following disruption 

of the actin cytoskeleton reported in this chapter is of particular importance in light 

of studies that have reported a link between nucleus deformation and gene expression 

(Roca-Cusachs et al. (2008), Makale (2007), Vergani et al. (2004)). A study by 

Thomas et al. (2002) demonstrates that connections between the cytoskeleton and the 

nucleus shape of osteoblasts results in alterations to gene expression and protein 

synthesis (collagen I and osteocalcin).  

The mean compression force is ~60% higher for the control cells compared to 

the cyto-D cells for ‐ Ò 40%, as shown in Table 4.1. However, the difference in 

mean compression force between the two cell groups decreases with increased 

deformation levels (40% Ò ‐ Ò 60%). At ‐ = 60%, the mean compression force is 

~40% higher for the control cells compared to the cyto-D cells. The larger difference 

in the mean compression forces at the lower deformation levels (‐ Ò 40%) may be 

explained by the differing cell geometries between the control cells and cyto-D cells. 

As shown in Figure 4.6, the cytoplasm thickness above the nucleus is 2.7 µm for the 

cyto-D cells (cell height of 10.8 µm). Therefore, the sphere does not compress the 

nucleus until ‐ å 38%. In comparison, the cytoplasm thickness above the nucleus is 

0.7 µm for the control cells (cell height of 6.3 µm). Therefore, the sphere begins to 

compress the nucleus from ‐ å 11%. The differing deformation levels at which the 
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two cell groups interact with the nucleus would explain the larger difference in the 

mean compression force at the lower deformation levels (‐ Ò 40%). This is 

supported by previous studies which indicate that the nucleus is ~3-4 times stiffer 

than the surrounding cytoplasm (Guilak et al. (2000), Caille et al. (2002)). After ‐ Ò 

40%, the reaction force is dominated by the nucleus deformation for both cell groups. 

For the control cells, nucleus deformation is resisted by the actin cytoskeleton 

surrounding the nucleus, whereas for the cyto-D cells, which do not have a 

contractile actin cytoskeleton, nucleus deformation is less restricted, hence reaction 

forces measured are lower.  

Strain rate dependence is also investigated in the current study. Experiments 

are performed over a range of loading rates to characterise the rate dependence of 

cell deformation. It is found that measured reaction forces are strain rate dependent. 

Cell deformation to ‐ = 60% at a strain rate of ‐ = 5.0 s
-1

 (mean velocity of 19.4 

µm/s) resulted in a 2-fold increase in the measured reaction force compared to cell 

deformation at ‐ = 0.1 s
-1

 (mean velocity of 0.4 µm/s). This increase in the 

measured reaction force with increased strain rate is likely due to the viscoelastic 

behaviour of the cell given the short timescale of the experiments. Previous studies 

have shown that the viscoelastic response dominates the measured forces for the 

initial ~10 mins of loading with subsequent active remodelling contributing 

thereafter (Wang et al. (2001), Kaunas et al. (2005), Wille et al. (2006)). Similar 

strain rate dependence is reported in the dynamic whole cell compression 

experiments of Peeters et al. (2005b) in which a wide range of compression 

velocities ranging from 0.1 to 20 µm/s were investigated. It was shown that the 

resulting strain rate dependence was due to the viscoelastic properties of the cell, 

with the resulting force-displacement curves fit ting a non-linear viscoelastic model. 

The findings of the current chapter indicate that the strain rate is an important 

parameter for in vitro cell deformation experiments. In Chapter 6, the effects of 

altering strain amplitude, while maintaining a constant strain rate, during dynamic 

loading of cells will be investigated. 
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In conclusion, detailed whole cell measurements are successfully obtained by 

exploiting the high precision of an AFM which was adapted to apply whole cell 

deformation (Chapter 3). The importance of the actin cytoskeleton in the resistance 

of osteoblasts to compressive deformation is clearly illustrated in the current study. It 

is demonstrated that the actin cytoskeleton contributed to ~40-60% of the cells 

ability to resist compression. Furthermore, the findings of this study demonstrate the 

interconnected relationship between the actin cytoskeleton, cell shape and nucleus 

deformation, highlighting the important role of the actin cytoskeleton, not only in the 

structural response of cells, but in regulation of nucleus morphology. The latter 

finding is of particular importance given that gene expression and protein synthesis 

have been linked to nucleus morphology. Thomas et al. (2002) have demonstrated 

that a nucleus of a bone cell which is less deformed synthesises increased levels of 

collagen type I. This suggests a link between the contractile forces generated by the 

actin cytoskeleton and bone formation and remodelling, given that collagen type I is 

the main extracellular component in newly formed bone. 

  



 Chapter 4 

100 

 

4.5 References 

Adachi, T., Sato, K., Higashi, N., Tomita, Y. and Hojo, M. (2008) Simultaneous 

observation of calcium signaling response and membrane deformation due to 

localized mechanical stimulus in single osteoblast-like cells. Journal of the 

Mechanical Behavior of Biomedical Materials. 1 (1), 43-50 

Avalos, P. G., Reichenzeller, M., Eils, R. and Gladilin, E. (2011) Probing 

compressibility of the nuclear interior in wild-type and lamin deficient cells 

using microscopic imaging and computational modeling. J. Biomech. 44 (15), 

2642-2648 

Broers, J. L. V., Peeters, E. A. G., Kuijpers, H. J. H., Endert, J., Bouten, C. V. C., 

Oomens, C. W. J., Baaijens, F. P. T. and Ramaekers, F. C. S. (2004) 

Decreased mechanical stiffness in lmnaī/ī cells is caused by defective 

nucleo-cytoskeletal integrity: Implications for the development of 

laminopathies. Human Molecular Genetics. 13 (21), 2567-2580 

Burridge, K., Nuckolls, G., Otey, C., Pavalko, F., Simon, K. and Turner, C. (1990) 

Actin-membrane interaction in focal adhesions. Cell Differentiation and 

Development. 32 (3), 337-342 

Caille, N., Thoumine, O., Tardy, Y. and Meister, J. J. (2002) Contribution of the 

nucleus to the mechanical properties of endothelial cells. J. Biomech. 35 (2), 

177-187 

Chancellor, T., Lee, J., Thodeti, C. K. and Lele, T. (2010) Actomyosin tension 

exerted on the nucleus through nesprin-1 connections influences endothelial 

cell adhesion, migration, and cyclic strain-induced reorientation. Biophysical 

Journal. 99 (1), 115-123 

Charras, G. T. and Horton, M. A. (2002) Single cell mechanotransduction and its 

modulation analyzed by atomic force microscope indentation. Biophys. J. 82 

(6), 2970-2981 

Cooper, J. A. (1987) Effects of cytochalasin and phalloidin on actin. The Journal of 

cell biology. 105 (4), 1473-1478 

Deng, Z., Lulevich, V., Liu, F.-T. and Liu, G.-Y. (2010) Applications of atomic force 

microscopy in biophysical chemistry of cells. The Journal of Physical 

Chemistry B. 114 (18), 5971-5982 

Dowling, E. P., Ronan, W., Ofek, G., Deshpande, V. S., Athanasiou, K. A., 

McMeeking, R. M. and McGarry, J. P. (2012) The effect of remodelling and 

contractility of the actin cytoskeleton on the shear resistance of single cells: A 

computational and experimental investigation. J. R. Soc. Interface. 9 (77), 

3469-3479 



 Chapter 4 

101 

 

Duncan, R. and Turner, C. (1995) Mechanotransduction and the functional response 

of bone to mechanical strain. Calcified tissue international. 57 (5), 344-358 

Engler, A. J., Sen, S., Sweeney, H. L. and Discher, D. E. (2006) Matrix elasticity 

directs stem cell lineage specification. Cell. 126 (4), 677-89 

Frost, H. M. (2004) A 2003 update of bone physiology and wolff's law for clinicians. 

The Angle Orthodontist. 74 (1), 3-15 

Gabbay, J. S., Zuk, P. A., Tahernia, A., Askari, M., O'Hara, C. M., Karthikeyan, T., 

Azari, K., Hollinger, J. O. and Bradley, J. P. (2006) In vitro microdistraction 

of preosteoblasts: Distraction promotes proliferation and oscillation promotes 

differentiation. Tissue engineering. 12 (11), 3055-3065 

Guilak, F., Tedrow, J. R. and Burgkart, R. (2000) Viscoelastic properties of the cell 

nucleus. Biochemical and Biophysical Research Communications. 269 (3), 

781-786 

Higuchi, C., Nakamura, N., Yoshikawa, H. and Itoh, K. (2009) Transient dynamic 

actin cytoskeletal change stimulates the osteoblastic differentiation. Journal of 

bone and mineral metabolism. 27 (2), 158-167 

Hofmann, U. G., Rotsch, C., Parak, W. J. and Radmacher, M. (1997) Investigating 

the cytoskeleton of chicken cardiocytes with the atomic force microscope. 

Journal of Structural Biology. 119 (2), 84-91 

Houben, F., Ramaekers, F. C. S., Snoeckx, L. H. E. H. and Broers, J. L. V. (2007) 

Role of nuclear lamina-cytoskeleton interactions in the maintenance of 

cellular strength. Biochimica et Biophysica Acta (BBA) - Molecular Cell 

Research. 1773 (5), 675-686 

Janmey, P. A., Tee, S. Y., Fu, J. P. and Chen, C. S. (2011) Cell shape and substrate 

rigidity both regulate cell stiffness. Biophysical Journal. 100 (5), L25-L27 

Kaunas, R., Nguyen, P., Usami, S. and Chien, S. (2005) Cooperative effects of rho 

and mechanical stretch on stress fiber organization. Proc. Natl. Acad. Sci. 102 

(44), 15895-15900 

Khatau, S. B., Hale, C. M., Stewart-Hutchinson, P. J., Patel, M. S., Stewart, C. L., 

Searson, P. C., Hodzic, D. and Wirtz, D. (2009) A perinuclear actin cap 

regulates nuclear shape. Proceedings of the National Academy of Sciences. 

106 (45), 19017-19022 

Makale, M. (2007) Cellular mechanobiology and cancer metastasis. Birth Defects 

Res C Embryo Today. 81 (4), 329-43 

McGarry, J. G., Maguire, P., Campbell, V. A., O'Connell, B. C., Prendergast, P. J. 

and Jarvis, S. P. (2008) Stimulation of nitric oxide mechanotransduction in 



 Chapter 4 

102 

 

single osteoblasts using atomic force microscopy. J. Orthop. Res. 26 (4), 513-

521 

Ofek, G., Wiltz, D. C. and Athanasiou, K. A. (2009) Contribution of the cytoskeleton 

to the compressive properties and recovery behavior of single cells. Biophy. J. 

97 (7), 1873-1882 

Owan, I., Burr, D. B., Turner, C. H., Qiu, J., Tu, Y., Onyia, J. E. and Duncan, R. L. 

(1997) Mechanotransduction in bone: Osteoblasts are more responsive to fluid 

forces than mechanical strain. American Journal of Physiology-Cell 

Physiology. 273 (3), C810-C815 

Pavalko, F. M., Chen, N. X., Turner, C. H., Burr, D. B., Atkinson, S., Hsieh, Y. F., 

Qiu, J. and Duncan, R. L. (1998) Fluid shear-induced mechanical signaling in 

mc3t3-e1 osteoblasts requires cytoskeleton-integrin interactions. American 

Journal of Physiology-Cell Physiology. 275 (6), C1591-C1601 

Peeters, E. A. G., Oomens, C. W. J., Bouten, C. V. C., Bader, D. L. and Baaijens, F. 

P. T. (2005a) Mechanical and failure properties of single attached cells under 

compression. J. Biomech. 38 (8), 1685-1693 

Peeters, E. A. G., Oomens, C. W. J., Bouten, C. V. C., Bader, D. L. and Baaijens, F. 

P. T. (2005b) Viscoelastic properties of single attached cells under 

compression. J Biomech Eng. 127 (2), 237-243 

Pellegrin, S. and Mellor, H. (2007) Actin stress fibres. Journal of Cell Science. 120 

(20), 3491-3499 

Rath, B., Nam, J., Knobloch, T. J., Lannutti, J. J. and Agarwal, S. (2008) 

Compressive forces induce osteogenic gene expression in calvarial 

osteoblasts. Journal of biomechanics. 41 (5), 1095-1103 

Roca-Cusachs, P., Alcaraz, J., Sunyer, R., Samitier, J., Farré, R. and Navajas, D. 

(2008) Micropatterning of single endothelial cell shape reveals a tight 

coupling between nuclear volume in g1 and proliferation. Biophysical 

Journal. 94 (12), 4984-4995 

Ronan, W., Deshpande, V. S., McMeeking, R. M. and McGarry, J. P. (2012) 

Numerical investigation of the active role of the actin cytoskeleton in the 

compression resistance of cells. Journal of the Mechanical Behavior of 

Biomedical Materials. 14, 143-157 

Rotsch, C. and Radmacher, M. (2000) Drug-induced changes of cytoskeletal 

structure and mechanics in fibroblasts: An atomic force microscopy study. 

Biophysical Journal. 78 (1), 520-535 

Sato, K., Adachi, T., Ueda, D., Hojo, M. and Tomita, Y. (2007) Measurement of 

local strain on cell membrane at initiation point of calcium signaling response 



 Chapter 4 

103 

 

to applied mechanical stimulus in osteoblastic cells. Journal of Biomechanics. 

40 (6), 1246-1255 

Thomas, C. H., Collier, J. H., Sfeir, C. S. and Healy, K. E. (2002) Engineering gene 

expression and protein synthesis by modulation of nuclear shape. Proceedings 

of the National Academy of Sciences. 99 (4), 1972-1977 

Thoumine, O. and Ott, A. (1997) Time scale dependent viscoelastic and contractile 

regimes in fibroblasts probed by microplate manipulation. J Cell Sci. 110 

(17), 2109-2116 

Ujihara, Y., Miyazaki, H. and Wada, S. (2008) Morphological study of fibroblasts 

treated with cytochalasin d and colchicine using a confocal laser scanning 

microscopy. The journal of physiological sciences: JPS. 58 (7), 499 

Vergani, L., Grattarola, M. and Nicolini, C. (2004) Modifications of chromatin 

structure and gene expression following induced alterations of cellular shape. 

The international journal of biochemistry & cell biology. 36 (8), 1447-1461 

Wang, D., Christensen, K., Chawla, K., Xiao, G., Krebsbach, P. H. and Franceschi, 

R. T. (1999) Isolation and characterization of mc3t3-e1 preosteoblast 

subclones with distinct in vitro and in vivo differentiation/mineralization 

potential. Journal of Bone and Mineral Research. 14 (6), 893-903 

Wang, J. H. C., Goldschmidt-Clermont, P., Wille, J. and Yin, F. C. P. (2001) 

Specificity of endothelial cell reorientation in response to cyclic mechanical 

stretching. J. Biomech. 34 (12), 1563-1572 

Weafer, P. P., Ronan, W., Jarvis, S. P. and McGarry, J. P. (2013) Experimental and 

computational investigation of the role of stress fiber contractility in the 

resistance of osteoblasts to compression. Bulletin of Mathematical Biology. 

DOI: 10.1007/s11538-013-9812-y 

Wille, J. J., Elson, E. L. and Okamoto, R. J. (2006) Cellular and matrix mechanics of 

bioartificial tissues during continuous cyclic stretch. Ann. Biomed. Eng. 34 

(11), 1678-1690 

 



 Chapter 4 

104 

 

4.6 Appendix 

4.A Cell Geometry Details 

Table 4-A: Cell geometry characteristics for untreated and cyto-D cells (mean Ñ sem). % difference of mean 

values signifies the difference in mean cell geometric values following the addition of cyto-D. 

 

Untreated Cyto-D 
% difference of 

mean values 

Cell height (Õm) 6.3 Ñ 0.8 10.8 Ñ 0.9 +71.4% 

Cell base area (Õm
2
) 3898 Ñ 536 2776 Ñ 571 -28.8% 

Nucleus Height (Õm) 4.6 Ñ 0.4 7.2 Ñ 1.1 +56.5% 

Nucleus Diameter (Õm) 25.6 Ñ 2.2 15.1 Ñ 0.7 -41.0% 

Cytoplasm above nucleus (Õm) 0.7 Ñ 0.2 2.7 Ñ 0.8 +285.7% 

Cytoplasm below nucleus (Õm) 0.4 Ñ 0.1 1.3 Ñ 0.4 +225.0% 
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4.B Monotonic Compression Force-Displacement Curves 

Force-displacement curves for 11 osteoblasts compressed (‐ = 60%) at a 

constant strain rate (‐  0.1 s
-1

). Each graph shows the loading-unloading curve for 

a cell which is untreated (red) and subsequently treated with cyto-D (blue). This data 

was used to derive the plot in Figure 4.7. 
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Figure 4-B: Force-displacement curves for 11 osteoblasts compressed (‐ = 60%) at a constant strain 

rate (‐  0.1 s-1
). 
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4.C Strain Rate Dependence Force-Displacement Curves 

Force-displacement curves for 10 untreated osteoblasts compressed (‐ = 60%) 

at three strain rates; ‐ = 0.1 s
-1

, 1.0 s
-1

, and 5.0 s
-1

. This data was used to derive the 

plot in Figure 4.8. 
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Figure 4-C: Force-displacement curves for 10 untreated osteoblasts compressed (‐ = 60%) at three 

strain rates; ‐ = 0.1 s-1
, 1.0 s

-1
, and 5.0 s

-1
. 
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4.D Actin Cytoskeleton Contractility: Severance of a Single Stress Fibre 

The contractile nature of the actin cytoskeleton is demonstrated by severing a 

single stress fibre in a living osteoblast. The actin cytoskeleton of the living cell is 

visualised by transient transfection with the plasmid vector pGFP2-actin (Evrogen, 

Russia). Cells are seeded at a concentration of 1.5 x 10
5
 cells per Ø35 mm glass-

bottomed petri dishes (FluoroDish, WRI, Florida) 24 hr prior to transfection. 

Transfection is performed using GeneJuice (Novagen, Germany) according to the 

manufacturerôs guidelines, at an optimised ratio of 3:1 (reagent: vector). Experiments 

are performed using a combined AFM-fluorescence system.  

Figure 4-D shows the severance of a single stress fibre. A tipless cantilever 

(NSC12, MikroMesch, Spain) is positioned beside the cell of choice. Using the stage 

x-y positioners, the cantilever is then slowly moved into the side of the cell until 

stress fibre severance is observed (t = 0 s). Following initial stress fibre severance, 

the stress fibre is observed to rapidly retract, suggesting a release of isometric 

tension. The further retraction of the stress fibre until t = 240 s is most likely due to 

the disassembly of the polymerised actin into its monomer form in response to the 

tension dissipation. This demonstration highlights the contractile nature of the actin 

cytoskeleton and also shows that tension is essential in maintain actin filaments in 

their polymerised form.  

The findings of this demonstration are very similar to those observed by 

Kumar et al. (2006), where a laser ónanoscissorô was used to severe a stress fibre in 

an endothelial cell. A comparable rate of stress fibre retraction (~3 µm in 10 s) is 

observed in both cases. 
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Figure 4-D: Time-lapse image sequence of a stress fibre being severed using a tipless AFM cantilever 

(which is at the surface). From 0 to 240 s, the stress fibre is shown to retract and depolymerise. Arrow 

indicates the point of stress fibre severance. The dashed line indicates the position of the tipless 

cantilever at the start of the experiment. The osteoblast is transiently transfected with GFP-actin.  
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5.1 Introduction  

AFM has been utilised extensively in the investigation of single cell mechanics 

over time scales of seconds to minutes (Charras and Horton (2002), McGarry et al. 

(2008)). However, other experimental techniques have revealed that remodelling of 

the cell actin cytoskeleton can occur on a time scale of tens of minutes to hours. For 

example, the actin cytoskeleton of endothelial cells seeded on silicone membranes 

has been shown to change alignment following approximately 1 hr of cyclic substrate 

stretching (Kaunas et al. (2005), Wang et al. (2001)). Additionally, Wille et al. 

(2006) has demonstrated that active stress fibre contractility of fibroblasts seeded in 

3D gels alters during the first 30 min of cyclic deformation before reaching a steady 

state. In order to further understand the mechanisms underlying the biomechanical 

response of cells to mechanical loading, a key requirement is the ability to perform 

single cell experiments over physiologically relevant time scales. Such 

measurements are generally not trivially implemented using standard AFM systems 

due to uncertainty in the tip-sample distance over long time scales.  

In the current chapter, it is demonstrated that uncertainties in the tip-sample 

distance occur due to thermal drift (z-drift), and perturbations in the z-axis occur due 

to instabilities associated with liquid motion (liquid instability). Both effects impose 

severe limitations on the application of AFM over large time scales, the extent of 

which is often not considered. These limitations prohibit quantitative, long time scale 

single cell experiments due to an inability to reliably specify displacement controlled 

motion. For this condition to be satisfied the aforementioned z-drift and any liquid 

instability effects must be eliminated, such that the reference positions of the sample 

and z-piezo remain at a fixed distance over the course of the entire experiment. 

Z-drift is characterised as a change in the tip-sample distance due to 

environmental temperature variations. The two main components of this motion are 

(i) cantilevers with composite construction (e.g. a metal coating) which may deflect 

due to the bimetallic effect (Thundat et al. (1994)) and (ii) the tip-sample distance 

which may change due to thermal expansion/contraction of components within the 

AFM frame. For experiments where the position of the substrate cannot be directly 
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measured and therefore used as a reference (e.g. cell indentation studies) such effects 

may result in significant errors in the calculated tip-sample distance thus limiting the 

ability to perform deformation controlled experiments over long time scales. Liquid 

instabilities may also be present due to evaporation, convection, and air currents in 

open fluid cell systems, and may also arise in closed fluid cell system if any air 

bubbles are present. Here it is demonstrated, for the first time, that such fluid motion 

effects can give rise to perturbations in the apparent z-displacement greater than 100 

nm. The elimination of both z-drift and liquid instabilities is critical for experiments 

where the precise control of cell deformation and the precise measurement of 

reaction force is required over long time scales is required.  

Previous drift related studies have primarily focused on thermal drift in the 

lateral (XY) plane for imaging purposes, which can be compensated for by using 

Kalman filtering (Mokaberi and Requicha (2006)) or correlation methods (Kindt et 

al. (2002)), and/or reduced by instrument modifications (Oulevey et al. (1999). 

Similar approaches have also been applied to the alleviation of z-drift. Spagnoli et al. 

(2007) utilised a software routine whereby the cantilever is repositioned to reference 

the substrate between force measurements by moving laterally away from the sample 

before recalibrating the substrate position. However, this method is unsuitable when 

the cell dimensions exceed the lateral range of the AFM scanner, or if a continuous 

cyclic deformation must be applied to the sample. Reference sensors have also been 

used to provide tip-sample distance information in parallel by monitoring either an 

additional cantilever adjacent to the measurement cantilever (Choy et al. (2007), 

Altmann et al. (2001)) or a proximity sensor (Schitter and Stemmer (2002), Sparks 

and Manalis (2004)). The reference sensor method provides real-time information for 

the compensation of the effects of z-drift; however, great care must be taken to 

ensure that the sensor itself is inert to thermal effects. Such reference sensor systems 

often require substantial modifications of existing instrumentation. Customised 

systems have also been developed whereby thermal motion in one component 

counteracts thermal motion in another, resulting in an inherently stable instrument 

(Hoogeman et al. (1998), Torun et al. (2009)). Furthermore, there are commercially 

available products designed specifically to manage thermal drift by controlling 
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environmental conditions (Park Systems (www.parkafm.com); Agilent Technologies 

(www.agilent.com); Nanosurf (www.nanosurf.com)) and/or demonstrate ultra-low 

drift as a function of temperature change (THead (www.ntmdt.com); Dimension 

Edge (www.bruker-axs.com); Cypher (www.asylumresearch.com)). Such systems 

represent significant advancements in instrumentation but there is still a pressing 

need to develop a reliable, cost effective and easily implemented method of adapting 

any existing AFM for the purpose of long term displacement controlled experiments.  

In this chapter, the progressive developmental steps to obtain displacement 

controlled operation in a liquid environment over long time scales using a standard 

AFM are presented. Firstly, the methodology used to monitor stability in an AFM is 

described in Section 5.2. This methodology is then used to measure the extent of z-

drift within a standard AFM under standard operating conditions (Section 5.3). In 

Section 5.4, the progressive steps to enhanced stability within the AFM is presented, 

firstly for measurements in air, and then for measurements within a liquid 

environment. The AFM modifications presented here involve the use of an active 

temperature control setup combined with a customised fluid cell and reservoir 

system. Finally, to highlight the importance of precise displacement control, cyclic 

single cell deformation is performed for both an unmodified and modified system 

(Section 5.5). It is important to note that a comprehensive single cell investigation 

will be presented in Chapter 6; the sole purpose of the cell experiments presented in 

the current chapter is simply to demonstrate the significant errors that can occur in 

applied cell deformation and measured reaction force when an unmodified system is 

used.
 
Throughout each section of this technical chapter, presented results are 

discussed with reference to previous studies. A brief summary of the key points are 

then provided Section 5.6. 

5.2 Materials and Methods 

5.2.1 Stability Criteria  

The goal of this chapter is to minimise z-drift in the instrument without 

sacrificing system stability or incorporating any additional noise. It should be noted 

in this section that: (i) Z-drift is the rate of change of the z-displacement of the 
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cantilever relative to the surface, which is reported as the slope of a linear fit to 1 hr 

of z-displacement data, and (ii) the relative noise in the system is indicated by the 

parameter z-sdev, which is the standard deviation of 1 hr of z-displacement data after 

subtracting a linear fit. By subtracting the fit from the data a more accurate indication 

of system stability can be obtained since the impact of drift on this value is 

minimised. In the case of both parameters, values are reported as mean ± standard 

deviation. Here, long term performance is defined as z-drift and z-sdev over a 5 hr 

period as it approximates the time limit for the cells used in this study to remain 

viable on the AFM stage.  

5.2.2 Stability Measurement  

The AFM is setup according to Section 3.2.1. Stability measurements are 

performed by monitoring the z-displacement required to maintain a constant force (å 

60 nN) on a substrate (z integral gain = 1.0) in response to the deflection of a 

cantilever (Lever C, NSC36/AlBS, k å 0.6 N/m, MikroMasch, Spain).  

Temperatures are recorded via a USB-TC interface (Measurement Computing, 

USA) into the AFM software program, Igor Pro (Wavemetrics, USA), by in-house 

custom software at five discrete locations on the AFM (K-type thermocouples, 

Radionics, Ireland). All temperature and z-displacement data are collected using a 

sampling rate of 1.0 Hz. Air conditioning maintained the lab at 21 ± 1 °C. The 

acoustic isolation hood doors are kept closed during all experiments unless stated 

otherwise. All measurements are performed from the same initial system 

configuration (cold system) defined as having the hood doors closed, the inverted 

microscope powered off and AFM controller on with the laser off for a period of 10 

hr.  

5.3 Stability under Standard Operating Conditions 

To elucidate the extent of z-drift under standard operating conditions 

(unmodified system), measurements are performed on a glass slide in air over a 

period of 18 hr using the setup described in Section 5.2.2. Starting from a cold 

system, the laser and inverted microscope are powered on, and temperatures within 
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the isolation hood are observed to rise due to thermal dissipation. An offset is 

observed between thermocouple locations; however, the rate of temperature increase 

is similar for all positions. The AFM head temperature is observed to increase to a 

maximum value of 33.04 °C (Figure 5.1 (a), black). After 5 hr of equilibration the 

temperature is 32.62 ± 0.31 °C with a linear rate of change of 0.09 ± 0.08 °C/hr. The 

z-displacement is seen to closely match the corresponding temperature change 

(Figure 5.1 (a), grey). After 5 hr of equilibration, the z-drift is found to be 111.56 ± 

112.97 nm/hr (Figure 5.1 (b)) with a z-sdev of 4.62 ± 1.08 nm (Figure 5.1 (c)). The 

substantial standard deviation of the z-drift should be noted. 

The stability measurements shown for an unmodified system (Figure 5.1) 

indicate that z-drift of this magnitude would significantly affect any long term 

experiments where a known tip-substrate displacement is required at all times. 

Previous studies frequently state thermal equilibration times ranging from 60 min 

(Munday et al. (2009), Zepeda et al. (2001)) to a few hours (Rachlin et al. (1992), 

Gan (2009)); however, it is clear from the results presented here that substantially 

longer times may be required in order to reach thermal equilibrium in the absence of 

stability enhancement. These results highlight the need for a more systematic 

approach to alleviating z-drift when conducting measurements over long time 

periods.  



 Chapter 5 

 

117 

 

 

Figure 5.1: (a) AFM head temperature and measured z-displacement, (b) z-drift and (c) z-sdev over 18 

hr under standard operating conditions. For (b) and (c) increments of 1 hr are used for each data point. 

Dashed lines are included as indicators only and are defined as 20 nm/hr for (b) and 7 nm for (c).  

5.4 System Stabilisation 

The developmental steps towards achieving system stability are discussed in 

this section. Enhanced stability is first established for measurements in air (Section 

5.4.1), and then for measurements in a liquid environment (Section 5.4.2).  
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5.4.1 Stability in Air: Active Temperature Control  

Initial attempts to stabilise the AFM involved counteracting drift based on the 

system temperature change (see Appendix 5.A for details). However, it is found that 

the most effective method to stabilise the AFM is to prevent drift rather than 

counteract it. Drift prevention could be established if the system temperature is 

increased to a value greater than the equilibration temperature using an active 

temperature control system.  

Active temperature control is implemented using a TempControl 37-2 digital 

controller and heating unit (Zeiss, Germany), Figure 5.2. The temperature control 

unit is mechanically isolated from the AFM system to suppress acoustic and 

vibration noise. An operating temperature of 35 °C is chosen to ensure the instrument 

is kept above room temperature to reduce the influence of external temperature 

fluctuations whilst keeping below the maximum operating temperature of 40 °C. This 

temperature resulted in a liquid temperature of 37 °C within the fluid cell. 

 

Figure 5.2: (a) Connection diagram of active temperature control system, (b) temperature control unit 

and (c) heating unit. Adapted from Pecon incubator BL manual (www.pecon.biz). 

To elucidate the magnitude of z-drift when active temperature control is 

implemented, stability measurements are performed on a glass slide in air over a 
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period of 18 hr, as shown in Figure 5.3. Starting from a cold system, the laser, 

inverted microscope, and active temperature control system are powered on. The 

temperatures within the isolation hood are observed to rise rapidly, in contrast to the 

unmodified system. The AFM head temperature increased to a maximum value of 

35.51 °C. After 5 hr of equilibration the temperature is 35.28 ± 0.03 °C with a rate of 

change of 0.02 ± 0.02 °C/hr. After 5 hr of equilibration, the z-drift for the modified 

system is found to be 9.28 ± 5.41 nm/hr compared to 111.56 ± 112.97 nm/hr for the 

unmodified system (Figure 5.3 (b)). This significant improvement in performance is 

primarily due to system operation at a temperature greater than the unmodified 

equilibration temperature of the system, which negates the impact of slow variations 

in temperature due to instrument heat dissipation. No significant difference in system 

relative noise stability is observed, with a z-sdev of 4.94 ± 0.46 nm for the modified 

system compared to z-sdev of 4.62 ± 1.08 nm for the unmodified system, as shown 

in Figure 5.3 (c). 

In the case of the modified system it is found that fully opening the acoustic 

isolation hood doors for 10 min required a period of 5 hr to re-establish stability. As 

such, all major adjustments to samples and cantilevers are performed within a 10 min 

period, after which the system is left for 5 hr to equilibrate. The system is defined as 

a warm system when thermal stability is reached. Minor adjustments such as laser 

positioning, cell injection, AFM head and sample stage positioning may also be 

performed through the side portal window of the acoustic isolation hood. Such 

operations are not found to affect stability if performed in time periods less than 1 

min. 

For biological experiments under physiologically relevant conditions the 

addition of a fluid cell is required. As such, the performance of two fluid cells: a 

BioHeater
Ê

 fluid cell (Asylum Research, USA) and a glass bottomed petri dish 

(GBPD) (FluoroDish 35 mm, WRI, Florida) are also measured using a warm system 

in air over a period of 5 hr for comparison, Figure 5.4.  
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Figure 5.3: (a) AFM head temperature and measured z-displacement over 18 hr with and without 

active temperature control. (b) z-drift with (black) and without (red) active temperature control. (c) z-

sdev with (black) and without (red) active temperature control. For (b) and (c), increments of 1 hr are 

used for each data point. Dashed lines are included as indicators only and are defined as 20 nm/hr for 

(b) and 7 nm for (c). 
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Figure 5.4: Z-displacement in air using a warm system on a glass slide (red) z-drift = 12.51 Ñ 5.26 

nm/hr with z-sdev = 5.86 Ñ 0.52 nm, a GBPD (blue) z-drift = 2.98 Ñ 2.82 nm/hr with z-sdev = 4.90 Ñ 

0.28 nm, and a BioHeater
Ê
 (green) z-drift = 148.37 Ñ 41.72 nm/hr with z-sdev = 3.37 Ñ 0.49 nm. 

Best z-drift performance is found using the GBPD with a value of 2.98 ± 2.82 

nm/hr compared to 12.51 ± 5.26 nm/hr for the glass slide and 148.37 ± 41.72 nm/hr 

for the BioHeaterÊ. Again the relative noise stability of the system (sdev) is found 

to be comparable in all cases. The origin of the high z-drift in the BioHeaterÊ 

system is unknown but may be attributed to the complexity of the design with a 

range of thermal expansion coefficients present (PEEK body, glass coverslip, O-ring, 

and a metal retaining ring), as illustrated in Figure 5.5. From these results, it is 

evident that the GBPD has the lowest drift rate and so represented the best candidate 

for stable operation in liquid. 



 Chapter 5 

 

122 

 

 

Figure 5.5: Schematic of BioHeaterÊ assembly. Adapted from Asylum Research Data Sheet 04 - 

BioHeaterÊ Closed Fluid Cell. 

5.4.2 Stability in Liquid: Customised Fluid Cell 

Having demonstrated good stability in air (Figure 5.4), the GBPD is then tested 

in liquid (PBS) in a warm system over a period of 5 hr. With the GBPD open to the 

environment, the system is unstable with changes in z-displacement of over 100 nm 

observed, as shown in Figure 5.6. These perturbations are attributed to liquid 

instabilities arising from evaporation.  

 

Figure 5.6: Z-displacement in a warm system in PBS using an open GBPD. 

Figure 5.6 highlights the necessity of a closed fluid cell setup to prevent liquid 

instabilities. However, as indicated in Figure 5.5, the Asylum Research BioHeaterÊ 

(a closed fluid cell) demonstrated very poor stability. Therefore, a modified closed 


























































































































































