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Proton Resonance Shift Thermometry: A review of modern clinical practices  
Abstract 
Magnetic Resonance Imaging (MRI) has become a popular modality in guiding minimally invasive 
thermal therapies, due to its advanced, non-ionizing, imaging capabilities and its ability to record 
changes in temperature. A variety of MR thermometry techniques have been developed over the 
years, and Proton Resonance Frequency (PRF) Shift Thermometry is the current clinical gold 
standard to treat a variety of cancers. It is used extensively to guide hyperthermic thermal ablation 
techniques such as high intensity focused ultrasound (HIFU) and laser induced thermal therapy 
(LITT). Essential attributes of PRF Shift Thermometry include excellent linearity with temperature, 
good sensitivity, and independence from tissue type. This non-invasive temperature mapping 
method gives accurate quantitative measures of the temperature evolution inside biological tissues. 
In this review, the current status and new developments in the fields of MR-guided HIFU and LITT 
are presented with an emphasis on breast, prostate, bone, uterine and brain treatments. 

Keywords: Magnetic resonance thermometry, proton resonance frequency shift, thermal ablation, 
tumour ablation 
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1. INTRODUCTION  

Minimally invasive thermal-ablation techniques such as high intensity focused ultrasound (HIFU), 
radiofrequency, cryoablation, laser-induced interstitial thermotherapy (LITT) and microwave ablation 
are widely regarded as attractive alternatives to much more invasive open surgeries. The general 
principle of ablation is broadly comparable to that of open surgery: destroy the tumour and leave a 
5-10 mm margin of assumed healthy tissue. Thermal therapies are also an opportunity to treat 
patients who are not candidates for surgery, or who have previously failed radiotherapy or 
chemotherapy. Other benefits include the potential to perform outpatient surgery with reduced 
complications and shorter recovery times compared to open surgery. Early iterations of these 
techniques relied heavily on the skill and expertise of the surgeon performing the ablation, as there 
was no way to accurately measure the thermal distribution and deposition in the target volume.  

Thermal therapies have seen increased attention in recent years due to advances in image-guided 
techniques which have superseded traditional surgical ablation. Two major determining factors in 
the success of these therapies are the quality and the availability of the modality guiding the 
treatment. Indeed, it is necessary to locate the diseased tissue and to simultaneously monitor the 
temperature of the region of interest (ROI), then image the treatment area accurately.  

Magnetic Resonance Imaging (MRI) is an appealing diagnostic tool for thermal therapies due to 
inherent lack of ionizing radiation, non-invasiveness and submillimetre resolution. As a result, it is 
used to guide several minimally invasive thermal therapies such as HIFU, LITT, radiofrequency, 
cryoablation and microwave ablation (1). Another advantage of MRI is its ability to monitor 
temperature changes during some of these therapies in near real-time. This application of MRI called 
MR thermometry allows for the monitoring and regulation of the thermal dose during treatment. In 
practice, near real-time, quantitative temperature maps can be created and combined with 
anatomical images to greatly enhance the precision of these therapies, as they can be affected by 
variations of local tissue properties and by biological processes such as perfusion and changes in 
diffusion (2). 

Proton Resonance Frequency (PRF) shift thermometry was first utilised for MR-temperature 
monitoring by Ishihara et al. (3) and De Poorter et al. (4). Previous reviews of MR thermometry 
include a comprehensive overview in 2008 by Reike and Pauly (5) and a 2012 review of PRF 
specifically by Yuan et al. (6), who analysed the extensive preclinical testing of this method.  Since 
these reviews, PRF has grown and is now the clinical gold standard temperature monitoring tool for 
HIFU and LITT thermal therapies, producing qualitative heat maps of the ROI with excellent 
sensitivity. It has seen use throughout the body in organs such as the breast, prostate, uterus and 
the brain. A detailed technical review by Odéen and Parker in 2019 (7) gave a comprehensive 
discussion on the physical principles of magnetic resonance thermometry but did not discuss current 
clinical methods. 

This review discusses general PRF principles and new developments in the clinical use of PRF 
thermometry with a focus on the two most popular thermal ablation techniques, i.e. MR-guided HIFU 
and LITT treatments of the breast, prostate, bone, uterus and brain.  
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2. GENERAL PRINCIPLES OF PRF 

The underlying principle behind proton resonance frequency (PRF) shift thermometry is that the 
resonance frequency of a nucleus in a molecule depends on the local magnetic field 𝐵!"#$!. This 
local magnetic field is be related to the magnetic field 𝐵%	by  

𝐵!"#$! = (1 − 𝜎&"&$!)𝐵% + 𝛿𝐵%	 , (1) 

where 𝜎&"&$! is the shielding constant of the protons (which depends on the chemical environment) 
and 𝛿𝐵% represents the local deviations from 𝐵% that are not temperature-dependent. Due to the 
effects of nuclear shielding, the resonance frequency is described as 

𝜔 = 	𝛾𝐵%(1 − 𝜎&"&$!), (2) 

where 𝛾 is the gyromagnetic ratio of hydrogen (𝛾 = 42.577 MHz/T). As the temperature increases in 
the range of interest for thermal ablation, the screening constant will increase in a linear manner: 

𝜎&"&$!(𝑇) = 	𝛼𝑇, (3) 

where 𝛼 is the temperature-dependant chemical shift coefficient (ppm/°C), with a value of 
approximately 1 x 10-8 /°C in pure water (4,8). Studies (9,10) suggest that values in biological tissues 
range from 0.9–1.1 x 10-8 /°C. 

PRF thermometry exploits this temperature dependence of the proton resonance frequency to 
create temperature maps of tissue by acquiring phase maps of the region of interest. A gradient 
echo (GRE) sequence can be used to acquire phase distribution images (phase maps) of the region 
pre- and post-heating. By subtracting these images, the change in phase (phase shift) can be 
determined. This subtraction also removes the effects of temperature-independent contributions. 
The Larmor equation states that the phase 𝜑 (in radians) measured within a voxel at temperature T 
is described as 

𝜑(𝑇) = 	𝛾𝑇𝐸451 − (𝑇)6𝐵% + 𝛿𝐵%7, (4) 

where TE is the echo time (ms). The change in phase as a result of an increase in temperature for 
T to T’ is determined by 

∆𝜑 = 	𝜑(𝑇() − 	𝜑(𝑇) = 	𝛾𝑇𝐸[𝜎&"&$!(𝑇) −	𝜎&"&$!(𝑇()]𝐵% = −𝛾𝑇𝐸𝛼∆𝑇𝐵%, (5) 

Once reordered, this equation is then used to determine temperature maps of the region of interest 

∆𝑇 = 	
∆𝜑

𝛼𝛾𝐵%𝑇𝐸
. (6) 

2.1 Thermal Dosimetry Methods 

The temperature maps generated by the PRF method need to be converted into thermal dose maps. 
Empirically derived parameters are used to display the relationship between temperature and cell 
death rate. The cumulative equated minutes spent at 43°C (CEM43°C) is commonly used to 
estimate tissue damage (11,12).  

𝐶𝐸𝑀)* = A 𝑅)*+,∆𝑡𝑅 = D0.50, 𝑇 ≥ 43℃
0.25, 𝑇	 < 43℃																																																													(7)

-./0123

-.%

 

where 𝐶𝐸𝑀)* is thermal dose in equivalent minutes at 43°C, R is a constant related to the number 
of minutes needed to compensate for a 1°C temperature change around the breakpoint, and T is 
the temperature (°C) during the time interval Δt. 

This equation illustrates that applying heat to maintain a tissue temperature of 43°C for 240 min has 
an equal treatment effect as heating the tissue at 60°C for 0.1 s. This relationship is important in 
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clinical settings as temperatures during heating are generally spatially non-homogenous and will 
fluctuate during heating and cooling. Therefore, well-designed MRI temperature mapping 
techniques are required that can be used to adjust the power of the heat source to allow for the 
careful control of thermal dose during treatment (1). 

 

 

3. LIMITATIONS 

3.1 Tissue Dependence  

Equation 6 has shown to be robust in aqueous tissues as the chemical shift coefficient 𝛼 is largely 
independent of tissue type, displays excellent linearity over a large temperature range (-15°C to 
100°C) and is not significantly affected by tissue ablation (13). However, this method shows a lack 
of sensitivity in fat and bone. Adipose tissues exhibit a much smaller chemical shift of -1.8 x 10-10 

/°C (14) due to a lack of hydrogen bonds. Tissue with a high fat content will therefore inhibit 
temperature reading accuracy. This effect is compounded in voxels that contain both water and fat 
as the measured phase is the sum of both signals (15), resulting in an underestimation of the 
measured temperature change. HIFU ablation simulations in breast tissue have demonstrated a 
maximum error of −8.6 °C for an absolute temperature increase of ΔT = 30°C if uncorrected (16). 
This could result in a standard deviation of ∼1 °C for a ΔT = 5°C in a clinical hyperthermia treatment 
(15).To overcome this, lipid suppression techniques are routinely employed (17) though accurate 
PRF-based temperature monitoring remains a challenge. Please see Odéen and Parker 2019 (7) 
for a comprehensive discussion on this topic.  

3.2 Movement 

The PRF method is very susceptible to interscan motion due to the voxel-by-voxel subtraction of 
phase maps pre- and post-heating. A discrepancy between these images will lead to errors such as 
baseline phase elimination and inaccurate temperature measurements (18). Typical sources of 
interscan motion include respiration, body or organ motion. 

Rieke et al. [16] proposed a method where the baseline phase is estimated from the acquired phase 
image itself, so that a separate reference scan is not required. In that method, named 
“Referenceless PRF shift thermometry”, a ROI is set which covers the heated area and an estimation 
of the phase distribution within the ROI is made. An “estimated” reference phase image is generated 
from the original phase image to obtain the temperature change within the ROI. As this method does 
not require the acquisition of external baseline images before heating, the effects of interscan motion 
are reduced. Several papers have since been written on improving this method, also referred to as 
“self-referenced thermometry” (19-21).  

Another source of error can be heat-induced magnetic susceptibility changes of tissue which lead 
to local field disturbances. Fat is particularly susceptible and can give rise to local temperature errors 
in fatty tissues (22). Further studies have been undertaken to measure the influence of water and 
fat in MR-guided HIFU treatment (23) and further phase-based recalibration methods have been 
proposed to correct for these errors (24), but they have not yet been implemented in clinical practice. 

3.3 Phase and Homogeneity 

Phase unwrapping is an error that can arise in the production of phase maps due to magnetic field 
inhomogeneities. As the phase is calculated by the tangent inverse function which applies a modulo 
2π operation to the true phase, the calculated phase is limited, or ‘wrapped’, to a range of (−π, π), 
leading to discontinuities appearing in the phase function (25). Phase unwrapping algorithms (26) 
aim to remove these artificial phase jumps which if uncorrected may result in temperature errors. A 
water phantom can be used to check the MRI scanner for magnetic field inhomogeneities. Then, if 
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severe inhomogeneities are detected, the scanner will fail a standard quality assurance (QA) 
protocol and one will be unable to apply the PRF method (27). 
 
Also of concern are artefacts in the image resulting from fluctuations on the centre frequency of the 
MR scanner due to magnetic field drift. These fluctuations can lead to changes in phase which will 
affect the sensitivity of the PRF method (28). As hyperthermia procedures can be performed over 
long periods of time, B0 drifts can cause significant errors (up to 6°C/minute of scan time) in the 
temperature maps over time (7). Phase drift correction methods for PRF thermometry generally use 
multiple reference points inside the field of view. Phase correction maps can then be generated from 
these reference points and fitted over the ROI (29). 
Despite these limitations, PRF allows for a non-invasive measurement of relative temperature 
changes in the body with a spatial resolution on the order of a few mm, temporal resolution of 
seconds and a temperature resolution of approximately 1°C. This resolution is generally 
independent of the patient and the soft tissues being measured if the optimum conditions are met. 
As a result, PRF thermometry has been proven to be a powerful tool that can be used to guide 
minimally invasive thermal therapies.  

 

 

4. OVERVIEW OF ABLATION MODALITIES 

Thermal ablation refers to the destruction of tissue by extreme hyperthermia (elevated tissue 
temperatures) or extreme hypothermia (depressed tissue temperatures). In general, complete 
necrosis of most cell types occurs almost instantaneously at temperatures below −40°C or in excess 
of 60°C (30). Irreparable cell damage can also be induced by prolonged exposure to temperatures 
ranging from 45°C to 55°C (31). 

The most common methods of minimally invasive thermal ablation are ultrasound, radiofrequency, 
microwave, laser and cryoablation. Table 1 gives a comparison of these techniques, for further 
information please refer to these comprehensive reviews (1,2,30,32). 

While cryoablation and microwave ablation are MR compatible, they are not compatible with PRF 
thermometry as their operating temperatures (below −40°C and over 100°C, respectively) are 
outside the region of linearity of the chemical shift coefficient 𝛼 (which is -15°C to 100°C). 
Radiofrequency ablation requires a wide-bore scanner for imaging and the electrodes used for 
treatment can produce imaging artefacts which make it unsuitable for PRF thermometry, though 
work is ongoing to improve this (33). Consequently, this review details the latest clinical advances 
in MR-guided ultrasound and laser ablation.  

 

 

5. MR-GUIDED FOCUSED ULTRASOUND SURGERY (MRgFUS) 

An exciting feature of ultrasound is its ability to ablate tissue completely noninvasively, as treatment 
can be performed through intact skin or mucosa. The principle of high intensity focused ultrasound 
(HIFU) is that converging ultrasound beams can create a focal zone of heating about the size of a 
grain of rice. The tissue absorbs the acoustic energy, resulting in a temperature rise to 60°C or more, 
which leads to coagulative necrosis and apoptotic cell death. During treatment, hundreds of these 
focal zones are overlapped to cover the tumour volume, a process which can take hours to complete 
and requires precise control.  As this method is non-invasive, it would be desirable to pair it with a 
non-invasive, non-ionizing imaging method. 

Image-guided focused ultrasound surgery (FUS) is a rapidly developing technology that utilises 
HIFU, guided by either diagnostic ultrasound (USgFUS (34)) or MR (MRgFUS (35)) to direct 
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treatment. While USgFUS is convenient, has better time resolution and is more cost-effective than 
MRgFUS, there are some serious safety concerns associated with it. As USgFUS cannot directly 
measure temperature, therapeutic accuracy and effectiveness are evaluated by monitoring the 
change of echogenicity in the targeted region, which is a sign of tissue damage (36). Some lesions 
with coagulative necrosis do not display clear grayscale changes, although necrosis is later 
confirmed by pathologic examination (37). MRgFUS provides better image quality and is the only 
modality that offers near real-time temperature measurements.   

Before therapy, MRI can be used to facilitate treatment planning and targeting of the lesion. During 
treatment, PRF is used to create thermal maps, which are superimposed with anatomical images to 
allow for near real-time monitoring of tissue heating to confirm that the desired ablation temperature 
has been reached, to estimate the level of thermal damage to tissue (38) and for use as closed-loop 
feedback control of power delivery to prevent over sonication of the ROI (39). Post treatment, MRI 
can be used to visualise the ablated tissue to confirm that treatment was successful. 
 
At the time of writing, there are currently three commercial MR-HIFU devices in clinical use. The 
Exablate system (InSightec, Haifa, Israel) employs the conventional ‘point-by-point’ ablation tech-
nique. Three different models, "Exablate Neuro", "Exablate Body System" and "Exablate Prostate" 
are used for treatment in different target areas of the body. The Sonalleve and the Tulsa Pro systems 
(Profound Medical Inc., Toronto, Canada) use a volumetric ablation technology to treat uterine fi-
broids and prostate tumours, respectively. The JC system (Chongqing Haifu Tech Co, Ltd., Chong-
qing, China) combines the ‘point-by-point’ treatment strategy with shot-sonication and can be used 
throughout the body. These systems have been approved for a variety of applications (40,41) but 
this review focuses on treatments of the uterus, breast, prostate, and brain as there exists a consid-
erable body of literature for these organs.  
 
5.1 Breast 

The first clinical trial of MR image-guided and monitored FUS was conducted by Hynynen et al. (42) 
in 2001 to treat fibroadenomas in the breast. Note that breast tissue has a large amount of adipose 
tissue which reduces sensitivity of temperature mapping by PRF, and that at the time, fat 
suppression methods were not as well developed as today. This aspect, coupled with uncorrected 
patient motion, meant that while image quality was sufficient for treatment, many of the temperature 
measurements were unreliable. More recently, Merckel et al. (43) performed a study of ten female 
patients with early stage breast cancer, who underwent MR-HIFU treatment using a Sonalleve 
prototype integrated into a 1.5 T scanner (Achieva, Philips Healthcare, Netherlands). Fat and motion 
suppression techniques were used during MR imaging to improve accuracy. For 11 out of 19 
sonication locations, adequate MR thermometry information was obtained (see Fig. 1). In some 
cases, measured temperature increases were not as high as expected. This study found an 
undesirable dependency of temperature with position of slice and concluded it was crucial to ensure 
that the thermometry slice was positioned exactly through the focal point. This highlighted the 
importance of operator skill when performing this treatment. Despite these limitations, the results of 
this study showed that MR-HIFU is safe and feasible for the treatment of breast cancer, with no 
patients experiencing redness or burns. 

While MRgFUS appears to be an appealing method for non-invasive treatment of the breast, the 
use of general anaesthesia is a substantial complication. Issues include the need for an 
anaesthetist, and the prolonged lengths of treatment and hospital stay of the patient. General 
anaesthesia is required as local anaesthesia was found to be unable to remove pain completely, 
which led to undesirable patient motion (44). A 2017 study by Knuttel et al. (45) concluded that 
MRgFUS ablation is not currently a cost-effective alternative to traditional breast conservation 
therapy (BCT). It found that the costs associated with this method are affected by the long duration 
of certain treatment components such as cooling time after sonications and the time needed to apply 
breathing corrections. This constraint, along with the need for reliable thermometry and imaging, are 
challenges that need to be overcome before MRgFUS of the breast can become a widely used 
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clinical tool. At the time of writing, MRgFUS of the breast has not yet received United States Food 
and Drug Administration (FDA) approval or received the CE Mark that confirms the application meets 
European Union health, safety and environmental requirement. A clinical trial by Sonalleve (46) is 
currently ongoing, to demonstrate the feasibility of total tumour ablation with MR-HIFU. Its secondary 
objective is safety assessment with an expected study completion date in 2021. 

5.2 Uterine Fibroids 

To determine if a patient is suitable for MRgFUS therapy, T2-weighted and contrast enhanced T1-
weighted MR images are acquired. These are used to evaluate the size, quantity, location, signal 
intensity on T2-weighted images, and perfusion of the fibroids. Assessment of T2-weighted images 
is of clinical importance as fibroids with a higher signal intensity relative to skeletal muscle, known 
as Funaki Type III fibroids, are more resistant to heating and generally excluded from MRgFUS (40). 
The images must also be reviewed for surgical clips and IUD, skin scars, and nontarget organs in 
the path of the ultrasound beam to avoid skin burns, local tissue heating, and organ injury, respec-
tively (47). 
Standardised treatment of uterine fibroids involves positioning the patient prone on the MR gantry, 
with the dominant fibroid directly above the HIFU transducer. Adequate coupling between the trans-
ducer and the targeted fibroid is essential to avoid skin burns. Patients are given an intravenous 
analgesic to manage pain and a hand-held ‘patient emergency stop button’ (PESB) if they experi-
ence intolerable pain, discomfort or anxiety. The procedure itself can take up to 3 hours, not includ-
ing patient preparation or table set-up time. After the procedure is completed, the success of the 
treatment is assessed using MR contrast-enhanced images to evaluate the degree of ablated fibroid 
tissue, defined as non-perfused volume (NPV). The ideal treatment scenario for MRgFUS treatment 
is a single fibroid <10 cm in diameter, of low signal intensity on T2-weighted MRI images, that en-
hances on contrast images, and is accessible by the system i.e. 12 cm from margin of the skin for 
an ExAblate 2000/2100 system (48). Fig. 2 shows an example of real-time PRF thermometry of a 
fibroid being treated using MRgFUS. As the FDA cautions against MRgFUS following gadolinium 
administration for fear of the release of toxic free gadolinium, a second session of treatment may be 
necessary if initial treatment is found to be inadequate (47). 

A complication of using PRF to guide the treatment lies in its inability to monitor the temperature of 
the subcutaneous fat layer during treatment. This requirement is important as it is an area suscep-
tible of near-field heat accumulation-induced injury (49). Baron et al. (50) used T2 relaxation time-
based MR thermometry successfully in clinical uterine fibroid treatment, though it comes with multi-
ple drawbacks, such as a much lower temporal resolution (16 s) and a non-linear relationship with 
temperature change. The authors noted that a possible ideal scenario would be to create a com-
bined PRF-T2 mapping sequence that could be used to measure both the slower near-field heating 
of fat tissue and the rapid temperature changes in the focal zone. 

A 2014 cost effectiveness study by Kong et al. (51) showed that for women with symptomatic fi-
broids, MRgFUS was preferred as a first-line treatment to both uterine artery embolization (UAE) 
and hysterectomy as a cost-effective treatment strategy. Another major advantage is that patients 
who undergo MRgFUS treatment are treated on an outpatient basis and are usually able to go back 
to work within 48 hours, compared to 10 days for UAE and 6 weeks for myomectomy (52). The main 
disadvantage is the long treatment time of this procedure which severely limits the number of pa-
tients that can be treated and also carries a risk of deep vein thrombosis.  
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5.3 Prostate 
Currently, the most commonly implemented HIFU approaches for prostate cancer treatment use 
transrectal USgHIFU transducers (53). This method has a limited ability to visualise the target lesion 
and assess the conformal treatment of targeted tissues and treatment boundaries. MRgFUS abla-
tion would appear to be a preferable treatment method due to MR’s excellent depth of penetration 
and submillimetre resolution. At the time of writing there are two clinical MRgFUS systems on the 
market: transrectal ExAblate Prostate (InSightec, Haifa, Israel) and transurethral TULSA (Profound 
Medical, Toronto, Canada). These two systems are compatible with MRI scanners manufactured by 
Philips (Philips, Best, The Netherlands) and General Electric (GE Medical Systems, Milwaukee, WI), 
respectively. Both systems have received the CE label but are not yet FDA-approved, and are cur-
rently undergoing clinical trials for localized (up to 50 % of prostate volume) ablation (ExAblate) and 
whole-gland ablation (TULSA-PRO) in patients with localized, organ-confined prostate cancer 
(41,54).  
As the majority of prostate cancers are located near the rectal wall and neurovascular bundle, an 
advantage of the transurethral approach is that these lesions can be ablated up to the prostatic 
capsule with a reduced risk of damaging these areas (55). Being transurethral, the method also 
allows for the use of an endorectal cooling device to protect vital organs. This approach reduces 
treatment time and has the ability to treat larger glands when compared with transrectal HIFU (56). 
A disadvantage for the transurethral approach is the risk of urethral injuries during insertion of the 
catheter or during sonication. While urinary tract infections are not uncommon during thermal abla-
tion of the prostate, a higher rate of urinary tract infections were seen in a study by Hatiboglu et al. 
(57); it could be attributed to the higher energy delivered to a larger treatment volume causing ne-
crosis. The transrectal approach can allow for a greater geometric flexibility and shaping of the target 
volume, allowing for the treatment of volumes less than 0.1 ml. Though due to the highly focused 
beam treatment, times are on the order of 3-4 hours compared to transurethral approaches, which 
range from 100-220 minutes (55).  
 
Overall, MRgFUS has been shown to be an attractive therapeutic alternative for selected patients 
with localized prostate cancer. Initial clinical trials have indicated a high efficacy rate with low mor-
bidity rates. Figure 3 shows an example of real-time temperature mapping during treatment and the 
results post treatment.  A clinical trial by InSightec (58) is in progress “to evaluate the proportion of 
patients with organ-confined intermediate risk prostate cancer (OC-IRPC) undergoing focal Ex-
Ablate MRgFUS prostate treatment that will be free of clinically significant PCa which requires de-
finitive treatment at 2 years after completion of their ExAblate™ treatment and to demonstrate the 
safety of focal ExAblate MRgFUS treatment”, with an expected study completion date in 2022. 
 
5.4 Bone 
Metastases are the most common bone lesions, with up to 85% of patients who die from breast, 
prostate, or lung cancer having pathologic evidence of osseous spread of disease (59). Bone me-
tastases result in complications such as pathologic fracture, severe pain and decreased mobility, all 
of which contribute to a reduced quality of life. Pain related to bone and soft tissue metastatic de-
posits has been described as “the worst” pain cancer patients experience (60). Treatment options 
are palliative and are directed at alleviating pain, radiotherapy treatment is the most common first-
line therapy. However, delayed side-effects such as fibrosis, gastrointestinal symptoms, fatigue, and 
pathological fractures can negatively affect patient quality of life, even in the 60–80% who experi-
ence an alleviation of pain (61).   

MRgFUS can be used to induce thermal periosteal denervation of the bone to provide pain relief 
along with ablation of the tumour mass to reduce pressure on the surrounding tissue (62) and has 
been approved by the FDA and European Union for palliative treatment of bone lesions. Fig. 3 
shows an example of an MRgFUS treatment in the pelvis. As the bone cortex absorbs approximately 
50 times more ultrasound energy compared to soft tissue, lower acoustic power is required to heat 
the bone surface. Another advantage of MRgFUS over radiotherapy is that the response time is on 
the order of a few days compared to a few weeks when using external beam radiotherapy (63). 
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The principle challenge for using PRF thermometry is the lack of MR signal from cortical bone which 
means that it is not possible to detect temperature changes. While bone marrow does give MR 
signal, high fat content results in little to no temperature information. As a result, the monitoring of 
MRgFUS treatment of bone metastases is limited to the adjacent soft tissue (63). This indirect tem-
perature measurement could result in more energy being used in treatment than is required to ablate 
bone. A study by Webb et al. found that the highest temperature in soft tissue was only reached 10-
15 seconds after the ultrasound energy ceased (64,65). T2-based ablation monitoring in red and 
yellow bone marrow has been shown to be feasible to allow for a more complete visualization of the 
heat distribution in bone. The authors of this study suggest a joint PRF and T2-based thermometry 
approach to improve the safety and efficacy of MRgFUS bone applications (64). An additional risk 
that can is arise is from patient motion due to the presence of pain which can complicate treatment, 
the patient may not be able to lie still for prolonged periods if the treatment is not performed under 
general anaesthesia. 

There is a growing body of evidence to support the use of MRgFUS as a palliative treatment for 
painful bone metastases. A 147 participant, phase III study by Hurwitz et al. reported that 72 of 112 
patients (64%) responded to MR-guided HIFU, compared with seven of 35 (20%) reporting a re-
sponse after a sham treatment (66). A quality of life study of 18 patients showed that the local treat-
ment of pain from bone metastases with MRgFUS has a substantial positive effect on the quality of 
life of patients and should be considered for patients with localised metastatic bone pain and poor 
quality of life (61). A matched-pair study was conducted by Lee et al. to compare the therapeutic 
effects of MRgFUS with those of conventional radiotherapy as a first-line treatment for patients with 
painful bone metastasis. 63 patients were studied over a period of three months with the results 
showing that both methods were effective. However, it was found that MRgFUS was more efficient 
than radiotherapy as it displayed a significantly higher response rate 1 week after treatment (67).  

Further recent applications of bone treatments include the treatment of benign bone lesions such 
as osteoid osteomas. A preliminary multicentre study of 33 paediatric procedures showed a primary 
success of 97% with the authors suggesting it may be useful as the first-line treatment in paediatric 
patients with cortical and subperiosteal osteoid osteoma (68). A recent pilot study by Sharma et al. 
demonstrated that MRgFUS treatment of osteoid osteomas offers a comparable clinical response 
to radiofrequency ablation without the need for incisions or exposure to ionizing radiation.  

 
5.5 Brain 
There are multiple ongoing clinical trials of MRgFUS treatment for a range of neurological diseases 
such as essential tremor, Parkinson’s disease, epilepsy, and brain tumours. For a detailed review 
of these clinical trials, see a recent overview by Lee et al (69). The present review focuses on 
treatment for essential tremor (ET), as this is the most mature HIFU brain treatment. 

Essential tremor is the most common form of pathologic tremor with approximately 5% of people 
over the age of 65 believed to be affected (70). First-line medications such as propranolol and 
primidone are used to reduce these effects (71). If the drug treatment is not successful, 
neurosurgical intervention is considered. Surgical intervention consists of targeting the thalamic 
ventral lateral nucleus (VLp), which connects the cerebellum with cortical motor pathways (72). Two 
methods, radiofrequency thalamotomy and deep-brain stimulation (DBS), have traditionally been 
used to effectively supress tremor (72,73). These methods are inherently invasive due to the 
creation of burr holes and the insertion of intracerebral electrodes, which means that few patients 
elect for surgery. Ultrasound has been used as far back as the 1950’s to treat neurological conditions 
but required a craniotomy. Recent advances have allowed for incisionless FUS treatment through 
the skull (74-76). 

During transcranial MRgFUS, the ultrasound hardware surrounds the head which does not allow 
room for traditional MR head coils please see Fig. 4 for an example of the setup. This restricts 
current transcranial thermometry to the use of a MRI body coil for imaging, which results in a 
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significantly lower signal to noise ratio than can be achieved with the use of standard brain imaging 
hardware. Recent work in multiple-echo spiral thermometry has been proposed and validated to 
improve MRI temperature monitoring in the brain (77,78) showing a twofold improvement when 
compared to traditional single slice methods. 

 

MRgFUS for treatment of medically refractory and debilitating tremor received CE approval in 2013 
and was FDA-approved for the treatment of essential tremor in 2016 (79). This treatment consists 
of multiple sonications, the aim of which is to increase the temperature of the ROI gradually until a 
therapeutic response is observed to reduce undesirable side effects. A pilot study by Elias et al. (76) 
treated 15 patients with ET using a 3 T MRI (GE) and an ExAblate Neuro system. There was 
consequently a relative reduction of 85% in the patients’ tremor scores over a 12-month period. 
Multiple adverse side effects including paresthesias of the face and fingers and temporary 
unsteadiness were reported; however, only one serious adverse effect was recorded, where a 
patient had persistent dysesthesia in the dominant index finger. A follow-up study was conducted 
by the same authors (72) consisting of a randomized controlled trial of 76 patients with ET who were 
studied over a 12-month period. For the 56 patients who underwent active treatment, total tremor 
scores improved by 47%, though there were 74 neurological adverse events reported. Four-year 
(80) and five-year (79) follow-up results of MRgFUS thalamotomy have been carried out from 
different centres, showing comparable benefits to those of the more invasive DBS procedure. This 
is especially promising as DBS is a relatively mature treatment method and MRgFUS has only 
recently been clinically implemented. However, study sizes have been relatively small to date, and 
additional studies with larger patient groups are needed to affirm these favourable results. 

 

 

6. MR-GUIDED LASER-INDUCED THERMAL THERAPY (MRgLITT)  

MRgLITT is a minimally invasive treatment that delivers precise thermal deposition to the ROI by 
means of an inserted optical fibre. Laser wavelengths in the near-infrared range are commonly used 
to allow for a good level of penetration and local absorption, resulting in rapid photothermal heating 
of the tissue and irreversible damage by coagulation (60-100°C) (81). Under local anaesthesia, a 
small diameter applicator is inserted into the lesion by a “keyhole” stereotactic procedure. To control 
the path of the laser, a diffusing tip can be used to give an isotropic distribution of light or a directional 
firing radial tip which can be rotated to give a conformal distribution. A cooling catheter is used to 
constantly flush the tip of the optical fibre and the ROI to prevent overheating (See Fig. 5), as this 
would cause unwanted charring and limit light penetration (82). Near real-time, PRF MR 
thermometry is then used to visualise laser heating via thermal images which are used to generate 
damage images to control the procedure (See Fig. 6 & 7). Recommended temperature limit points 
are 90°C near the tip of the probe as a safeguard against overheating, carbonization, and 
vaporization and 50°C at the periphery to prevent damage to adjacent normal brain tissue (83). 

While setup time and laser fibre placement can take three to four hours, the total ablation process 
only lasts a few minutes (84). To date, laser powers ranging from 7.5 to 15 W have been used for 
tissue ablation of regions ranging from 0.5 to over 3 cm, with the determination of laser intensity left 
at the discretion of the laser operator (85,86). Laser safety controls include appropriate laser 
protective eyewear for the staff within the nominal ocular hazard distance, and the patient’s eyes 
are protected with either laser protective eyewear or with suitable covering. Hazard controls such 
as access control to the Laser Controlled Area (Magnet Room and Control room) are already in 
place due to the hazardous nature of MRI, and as there is already a culture of safety controls and 
safety training in MRI Units, any additional controls should not be too onerous to implement. There 
are currently two MRgLITT systems on the market, the Visualase (Medtronic, Minneapolis, 
Minnesota) and the NeuroBlate (Monteris Medical Corporation, Minneapolis, Minnesota), which 



13 
 
received FDA approval for neurosurgery applications and soft tissue in 2007 and 2009, respectively. 
The Visualase system also received CE approval in 2018. The principal differences between the 
systems are their laser wavelength, cooling method, heat production and distribution pattern (82), 
as described in Table 2. 

MRgLITT has been used to treat deep-lying organs such as the brain, prostate and liver (87-90). 
Due to length constraints, this review focuses on advances in neurological, bone and prostate 
cancer treatments, as these treatments currently have the largest body of existing literature. 

 

6.1 MRgLITT Treatment of Brain Tumours 

LITT was first attempted for intracranial tumours as far back as 1991 (91), though due to technical 
limitations of the time it did not see widespread use. One major limitation was the lack of a clinically 
available method to monitor the temperature of the brain to guide the laser treatment. With the 
introduction of MRgLITT a resurgence has been seen in this field, notably in the treatment of 
inoperable brain metastasis. Stereotactic radiosurgery has been the standard treatment method to 
date, but the use of ionizing radiation in this method can lead to adverse radiation effects such as 
delayed radiation necrosis (92). 

In an initial test of MRgLITT by Jethwa et al. 2012 (86) using a Visualase system, 20 patients were 
operated on using MRgLITT to treat intercranial neoplasms. It was noted that a significant advantage 
of this procedure was the short hospital stay, reporting a median length of stay of only 1 day. Sloan 
2013 (93) reported on the first-in-humans trial for recurrent glioblastoma using a NeuroBlate system. 
10 patients were operated on using the system, again patients could be safely discharged after 23-
48 hours with no infections relating to the procedure within the first 6 months of treatment.  

Further studies (94-96) have shown promising results in particular for paediatric brain tumours 
(97,98) but larger studies are still needed to standardize protocols and identify the long-term effects 
of thermal necrosis. In addition, the quality of the MR thermometry can be limited as a result of 
artefacts from motion, haemorrhage, excessive fat surrounding the lesion or underlying hardware 
(83). MRgLITT has shown to be a minimally invasive technique that can be used to treat a variety 
of brain lesions. The use of MR for guiding the insertion of the laser applicator and also for monitoring 
temperature changes during treatment has helped to improve the safety and efficacy of interstitial 
laser ablation (99).  

A 2019 review of the clinical effectiveness and cost-effectiveness of MRgLITT for brain tumours by 
Williams & Loshak (100) found that LITT “was cost-effective relative to a combination of craniotomy 
and biopsy in treating high grade gliomas in or near areas of eloquence or deep seated tumours”. 
This is especially encouraging as previous reviews have highlighted the cost of LITT as a major 
deterrent. An area of possible concern is the appearance of signal artifacts in the generated 
temperature maps which can distort the ablative region (101). The source of these artifacts is not 
yet known, though tissue heterogeneity or “microhemorrhages” have been suspected, but not 
validated. A better understanding of what causes these artifacts could lead to safer and more 
efficient ablative procedures. 

 

6.2 MRgLITT Treatment of Prostate Tumours 

As mentioned previously, because of complications such as incontinence and erectile disfunction 
associated with traditional treatment methods, MR-guided laser ablation of prostate tumours has 
gained significant attention over the previous years. During ablation, a laser diffuser is inserted 
transperineally by means of a needle guided by a template into the tumour site (102), with a 5 mm 
margin of healthy tissue. An advantage of laser ablation over HIFU is that treatment can be 
conducted under local anaesthesia while HIFU treatment requires general anaesthesia and a 
transrectal approach. Laser ablation also has a greater depth of penetration, and can conceivably 
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be used in any region of the prostate while HIFU is limited to a depth of 4 cm. Due to the complete 
MR compatibility of the laser ablation device, real-time in-bore MRI guidance and thermometry is 
possible. 

A 2013 Phase I study by Oto et al. (103) evaluated the feasibility of safety of MR-guided laser 
ablation in men with clinically low-risk prostate cancer and a concordant lesion at biopsy and MR 
imaging. No major complications or serious adverse events occurred in the nine patients after 
ablation, though it was found in follow-up imaging and biopsy that in two patients the lesion site was 
not completely covered by the ablation zone. A 2016 Phase I study by Bomers et al. (84) found that 
increased tumour cell proliferation was recorded after ablation which could facilitate tumour 
outgrowth, highlighting the importance of complete tumour ablation. A 2019 Phase II study by Knull 
et al. (104) aimed to quantify the accuracy of ablation zone placement and burn radius during 
treatment. This study again highlighted the importance of accurate ablation and found that a change 
in tumour location of just 1 mm after registration could result in multiple tumours moving partially 
outside of the ablation zone. This led to the suggestion that the conventional 5 mm margins should 
be expanded by 3 mm for complete ablation of the dominant lesion in all cases. A study of 120 
patients with low-to intermediate-risk disease (105) found that one year after laser ablation 
treatment, patients had low morbidity, no significant changes in quality of life and 83% did not require 
further treatment. These studies show that MR-guided laser ablation is a safe procedure with 
preservation of erectile and urinary function.  

While these relatively limited studies have shown the appeal of MR-guided laser ablation of the 
prostate, currently there is no long-term oncological follow-up on the efficacy of this treatment 
method. Additional work needs to be done to ensure better overlapping treatments and to refine the 
precision of the ablation zone. 

6.3 Bone 
As MRgLITT requires a needle and or bone drill to place the fibre optic in the correct location for ablation, it 
has seen limited use compared to non-invasive techniques such as MRgFUS or CTgRFA. MRgLITT has 
been utilised in the ablation of bone metastasis in the vicinity of “high risk” locations such as the spinal cord, 
nerve roots and peripheral nerves (106). The most common use of MRgLITT has been in the ablation of 
osteoid osteomas, a painful benign bone tumour that occurs most frequently in children and young adults. A 
2012 cost analysis by Maurer et al. showed that MRgLITT despite the higher equipment and staff costs, was 
more cost effective than CTgRFA due to the higher expenses required for the ablation (107). As mentioned 
previously, bone suffers from a low SNR compared to that of soft tissue for use in PRF thermometry and one 
must rely on measuring the temperature changes in the surrounding soft tissue. Ahrar and Stafford et al. 
suggest using a higher TE of 12 ms to compensate for this (106). Others have combined PRF along with 
monitoring T1 temperature tissue effects to improve accuracy (108,109).  

 

 

7. CONCLUSION  

MR-guided FUS and LITT ablation methods have shown promising early results and have 
demonstrated that many implementations are now cost-effective and can be operated on an 
outpatient basis. Proton resonance shift thermometry offers the opportunity to give quantitative 
thermal dosimetry to allow for precise monitoring of the ablation zone during ablation. However, 
limitations such as field drift and low-fat susceptibility remain challenges that must be overcome to 
enhance the reliability of this technique. Despite these promising results, the high start-up costs 
involved in implementing these minimally invasive ablation methods impede more widespread 
clinical adoption. We hope that as these techniques mature, and start-up costs reduce, MR-guided 
thermal ablation will be a significant contribution to the treatment of patients worldwide. 
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Type of  
ablation 

Ultrasound Radiofrequenc
y 

Microwave Laser Cryoablatio
n 

Method High 
intensity 
ultrasound 
waves heat 
tissue 
noninvasivel
y via 
transducer 

Resistive 
heating of 
tissues 
surrounding 
interstitial 
electrode 

Microwaves 
applied using 
needle-like 
antennae 
heat target 
area 

High energy 
laser light 
applied to 
tissues using 
a fibreoptic 
applicator 

Rapid 
cooling of 
tissue from 
tip of probe 
to cytotoxic 
temperatures 

Temperature Over 55°C 60-100°C Over 100°C 60-100°C  Below -40°C 

MR  
Compatibility 

Compatible Wide-bore 
scanner 
required 

Compatible Compatible Compatible 

PRF  
Compatibility 

Compatible Not compatible Not 
compatible 

Compatible Not 
compatible 

Maximum 
Tumour  
Diameter 

>10 cm 
(110) 

<3 cm (30) >6 cm (111) <5 cm (88) <10 cm (32) 

Application 
Time 

Hours Minutes Minutes Minutes  Minutes 

Advantages Completely 
non-
invasive.  
Good depth 
of 
penetration. 
Can treat 
large 
tumours. 

Widely 
available, 
mature 
technique. 
Ability to treat 
different tumour 
types. 
 

Multiple 
applicators 
can be used 
simultaneousl
y to treat 
large lesions.  
Short 
application 
time. 
 

Optical fibres 
are fully MR 
compatible. 
Arrays of 
applicators 
can be used 
to increase 
treatment 
volume. 

Highly visible 
ice ball 
allows for 
precise 
monitoring of 
treatment. 
Faster 
healing than 
after 
hyperthermic 
ablation. 

Disadvantage
s 

Penetration 
limited by 
tissue type.  
Poor 
transmission 
though low-
density 
media such 
as fat and 
gas.  
Long 
ablation 
time.  

Penetration 
limited by tissue 
desiccation, 
charring, and 
carbonization. 
Direct contact 
with target 
required. 
 

High power 
can lead to 
complications 
including 
haemorrhage, 
pleural 
effusion and 
abscess. New 
technique, 
long term 
data is 
lacking. 

Penetration 
limited by 
tissue 
desiccation, 
charring, and 
carbonization
. 
Hazardous 
nature of 
laser light 
requires 
additional 
safety 
controls. 
Small 
ablation 
zone. 

Potential 
severe 
reactions 
(cryo-shock).  
Greater risk 
of bleeding 
complication
s due to lack 
of 
coagulation. 

Table 1. Comparison of thermal ablation techniques (1,2,30,32,88,110-114). 
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Table 2. Comparison of the Visualase and NeuroBlate MRgLITT systems 

  

System Visualase NeuroBlate 
Laser 15 W, 980 nm diode 

continuous laser 
12 W 1064 nm diode pulsed 
laser 

Cooling Saline cooled CO2 cooled with temperature 
feedback control 

Tip Design 3 mm and 10 mm diffusing tips 
 

2.2 mm and 3.3 mm diameter 
fibre diffusing tips 
3.3 mm diameter fibre side fire 
tip 

Lesion Size ~2 cm radius Diffusing tip ~ 1.5 cm 
Side fire tip ~ 3 cm 

Software Medtronic M*Vision Pro 
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Figure Legends 

Figure 1. Magnitude images (grey scale) overlaid with MR thermometry data (colour-coded) 
during the seventh sonication in patient five; a 50-W sonication with a duration of 24.5 s. The 
maximum temperature reached during this sonication was 56.4 °C. Figures a–d and e–h show the 
coronal and sagittal images through the focal point, respectively, which were acquired with a 
temporal resolution of 2.25 s. Reproduced with permission from Merckel et al. 2016 (43) 

Figure 2. Sagittal T2-weighted imaging showed the targeted acoustic focus in the fibroid based on 
the treatment plan (A). Real-time proton resonance frequency–shifted temperature mapping 
showed the temperature elevating to 65.3°C (maximum) at the target region of same the slice 
position (B). Red and yellow represent temperatures of 60°C or higher and 55°C to 60°C, 
respectively. Acoustic power of 300 W produced the red region of 35.44 mm2 (transverse axis, 4 
mm; beam axis, 11–12 mm). Reproduced with permission from Xu et al. 2015 (115) 

Figure 3. Slice positioning of the MR Thermometry scans. An example of an MR-HIFU setup for a 
treatment in the pelvis is shown in (a). An example of the MR Thermometry scan slice positioning 
is shown in (b), on a T1-weighted planning scan of an osteolytic lesion in the pubic bone 
(treatment 10). Three slices (light-red) were fixed with the centers to the location of the HIFU 
focus; one slice could be freely placed by the user and was placed in the near-field area of the 
HIFU beams (green, dashed). Reproduced with permission from Lam et al. 2015 (116) 

Figure 4. MRgFUS system at the University of Virginia. A) The Exablate Neuro system for the 
performance of human transcranial MRgFUS includes a hemispheric, 650-kHz, 1024 element, 
phased array transducer that is compatible and coupled to a 3 tesla GE MRI (ExAblate Neuro; 
Insightec, Ltd.; Haifa, Israel). B) Patients' heads are shaved and placed in a stereotactic frame. An 
elastic barrier is placed over the frame that is filled with chilled, degassed water in order to prevent 
excessive scalp heating and minimize acoustic scatter. Patients are then placed in the magnet 
bore and undergo a series of anatomic MRI scans. C) The patient can be tested after each test 
sonication to assess for symptom improvement and side effects. Reproduced with permission from 
Weintraub & Elias 2017 (117). 

Figure 5. Pictures showing insertion of Visualase catheter by surgeon 

Figure 6. Patient 1: (A) Temperature map (B) Damage map (tumour ablation) 

Figure 7. Patient 2: Split panel showing damage map on the left and temperature map on the right 
(tumour ablation) 
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