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Abstract

Although there is increasing interest in the investigation of cone re-
flectance variability, little is understood about its characteristics over long
time scales. Cone detection and its automation is now becoming a funda-
mental step in the assessment and monitoring of the health of the retina
and in the understanding of the photoreceptor physiology. In this work
we provide an insight into the cone reflectance variability over time scales
ranging from minutes to three years on the same eye, and for large areas
of the retina (> 2.0 x 2.0 degrees) at two different retinal eccentricities
using a commercial adaptive optics (AO) flood illumination retinal cam-
era. We observed that the difference in reflectance observed in the cones
increases with the time separation between the data acquisitions and this
may have a negative impact on algorithms attempting to track cones over
time. In addition, we determined that displacements of the light source
within 0.35 mm of the pupil center, which is the farthest location from the
pupil center used by operators of the AO camera to acquire high-quality
images of the cone mosaic in clinical studies, does not significantly affect
the cone detection and density estimation.
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1 Introduction

Since the introduction of adaptive optics (AQO) into the field of retinal imaging,
the photoreceptor mosaic can be imaged at a resolution high enough to resolve
individual photoreceptors in patients. Most studies have focused on the analysis
of the spatial distribution of the cones |1}-4], showing how the characteristics
of the cone mosaic can vary between subjects, who are either healthy or who
present retinal disease [5H3].

In addition to their number and position, one of the most noticeable fea-
tures of the photoreceptors is the spatial variability of their reflectance, which
has been clearly detected with all AO imaging modalities [9-18]. From early
observations, it has been shown that the cones change their reflectance with
time even in healthy retinas [9]. As recently highlighted, in some clinical cases
the cone reflectance is the only apparent feature of the cones that distinguishes
a healthy cone mosaic from a mosaic with altered functionality, but unaltered
spatial organization [19]. Nevertheless, the investigation of differences in cone
reflectance between pathological and healthy retinas is still limited to a few
isolated studies [20,21]. In addition, studies have demonstrated that cones in
the central retina may vary their sensitivity or pointing direction in order to
compensate for the eye’s internal aberrations [22] or deterioration in the nearby
cone’s functionality [23] and that cones in the peripheral retina may vary their
pointing direction depending on the position of the center of the illumination



pupil [24]. The use of AO Optical Coherence Tomography (OCT) has also pro-
vided information on the dependence of the reflectance on depth in the inner
cone interfaces, leading for the first time to a 3D characterisation of the cone
reflectance [14]. Phase-sensitive implementations of spectral-domain OCT were
also developed, leading to a further improvement in OCT axial resolution [25].

For the above reasons, understanding of the cone reflectance variability could
provide a unique insight into the physiology or pathophysiology of these cells
and give functional information that is complementary to the structural mosaic
organization described by spatial metrics [19,[26]. At the same time, it is nec-
essary to investigate whether the temporal variability of cone reflectance may
influence the study of mosaic spatial metrics.

The variability of cone reflectance can be analysed in two ways: between
different cones or on each cone at different times. It has been shown that the
changes in reflectance occur independently between the cones [9] and that the
cones change their brightness on time scales ranging from milliseconds |10}/17]
and seconds [11L[15,|16] to hours [9,/12}/13], days [14], months or years [18§].

Using an AO-Scanning Laser Ophthalmoscope (SLO)-OCT |[14], it was pos-
sible to determine that the fluctuations in brightness due to the outer segment
renewal are the sum of the reflectance fluctuations in the cone inner interfaces,
and that they are independent of each other. A common aspect of previous
studies is that the cone reflectance has been analyzed for short time periods,
usually not exceeding one day, with high-frequency time observations. Another
characteristic of the previous studies is that the windows within which the cones
have been analysed were small (with maximum size being 0.94 x 0.70 degrees
in [14]), and so the results may have been limited with regards to both the
number of cones and the low-frequency spatial variations. The only long-term
study [18] used an AO-SLO system and was specifically focused on the func-
tionality of ten poorly reflective cones and therefore was not intended to be a
survey of cone reflectance in AO-SLO images of the cone mosaic. Investigation
of the cone reflectance in different retinal areas and over long time periods using
an AO flood illumination camera is therefore lacking in the literature.

It has already been observed that the position of the light source in an
AO flood illumination system has an influence on the reflectance of the cone
mosaic [9,/24}27H29], and this property has been used to study the angular
tuning of single cones [15,[28,30]. As the performance of the most commonly
used cone detection algorithms depends on the quality of the images to which
they are applied [31], it is also possible that the position of the light source
itself affects not only the reflectance of the cones but also their detection and
the subsequent estimation of the mosaic metrics. From a technical point of
view, it would be useful for the operators of commercial AO flood illumination
systems to know if there is a substantial difference in the detection results when
changing the position of the light source within the central pupil area, which
is the area commonly used for collecting high-quality AO images of the cone
mosaic. Based on a thorough literature search, we are not aware of studies that
examine the influence of the light source position on automated cone detection
as a separate topic from the reflectance and angular tuning of the cones.



The aim of this work is to develop an automated approach for investigating
the cone reflectance variability of a single eye. The reflectance of the cones was
evaluated over time scales ranging from minutes to years, and for large areas
of the retina (> 2.0 x 2.0 degrees) at two different retinal eccentricities using
an AO flood illumination retinal camera. Our purpose is to understand and
create a baseline for the comparison of data acquired on the same subject over
long time scales. The ability to identify the same cones on different images
over time could prove very useful in the analysis of retinal pathologies where
the deterioration of individual cones can be observed [23|, in which case an
estimation of the performance of an automated method to identify and match
the cones in a healthy eye is needed. We test here if the cone detection and
identification in multiple images is affected by their time separation. In addition,
we determine whether the displacement of the light source within 0.35 mm off
the pupil center in a commercial AO camera, which is the farthest location from
the pupil center used by clinical operators to acquire high-quality images of the
cone mosaic, affects the automatic identification and matching of the cones. If
this proves true then restrictive requirements on the data acquisition would be
necessary during the follow-up of a patient.

2 Methods

2.1 Image acquisition

The research procedure described in this work adhered to the tenets of the
Declaration of Helsinki. It is part of a study protocol approved by the local
ethics committee (Azienda Sanitaria Locale Roma A, Roma, Italy), in which
all the subjects recruited gave written informed consent after a full explanation
of the procedure. The present data set consists of 61 images acquired with a
commercial AO retinal camera (rtx1, Imagine Eyes, Orsay, France) on a healthy
subject (female, 27 years old in 2015, -3.75 dioptres, axial length 24.38 mm)
over a time span of three years, from 2012 to 2015. Each imaging session was
conducted after dilating the pupil with one drop of 1% tropicamide. During
imaging, fixation was maintained by instructing the subject to fixate on the
internal target of the instrument moved by the investigator. A sequence of 40
frames was acquired by illuminating a retinal area subtending 4 degrees visual
angle in the right eye of the subject with an illumination source of A = 850 nm,
AX = 35 nm that covered the whole pupil. The images were acquired at 2.5
degrees and 4.0 degrees temporal from the fovea of the right eye. The two
eccentricities were chosen to be a compromise between the resolution limit of
the instrument, which does not allow cones to be resolved too close to the fovea
(i.e. closer than 1 degree), and the presence of rods, which alter the cone relative
spacing enough to be detectable by the rtx1 when further than 5 degrees [32].
The time between the images ranged from 45 minutes to 3 years at 2.5
degrees and from 45 minutes to 4 months at 4.0 degrees. The images were
divided into sub-sets according to their time separation. The final division



“on center” “off center” «

Figure 1: Screen shot of the anterior segment image of the viewer interface of the
AO flood illuminated retinal camera showing the placement of the entry beam
(green cross) in the right eye of the subject. The four white dots are the first
Purkinje images of the cornea, which are taken by the AO camera operators as
reference points for collecting high-quality images of the photoreceptor mosaic.
The “on-center” represents the illumination position passing through the center
of the pupil; in the “off-center” position, the illumination is 0.35 mm temporal
from the pupil center. The corneal reflections allow images of the retina to be
captured using the same illumination position over time.

allowed us to analyse the changes in the cone reflectance over time ranges of
minutes, hours, days, months and years. All images (with the exception of
the 24 May 2012, 30 June 2013 and 26 May 2015), were acquired focusing
the light source at two different positions, on the pupil centre (“on center”
illumination) and 0.35 mm temporal (“off center” illumination) from the pupil
center (Fig. . No difference in image quality was found between the temporal
and other meridians (data not shown). The data set and the sub-set division is
available in Data File 1 of the supplementary materials.

2.2 Image pre-processing and processing

Each image was obtained by processing 40 raw 16-bit frames acquired by the AO
camera with the procedure described in Ramaswamy and Devaney [33]. A new
approach was used for background correction; as one of the objectives of this
study was to analyse the cone reflectance, we corrected for the background using
the same flat-field image for all the raw frames. The background correction is
necessary in order to correct for non-uniform illumination of the retina. In this
case, the use of the same flat-field ensured that the intensity values between
all the images could be compared and that the intensity distribution of the
images, and therefore of the cones, is not altered by non-uniform illumination.
A preliminary analysis was performed on the low-frequency profile of the raw
unregistered frames, which confirmed that the non-uniform illumination profile
did not depend on the eccentricities or the time and the difference between
the images and the flat field used was less than + 7% in all cases. After this
analysis, the flat-field image was obtained by averaging a total of 240 raw frames
acquired at 1.0, 2.5 and 4.0 degrees eccentricities from the fovea. Additional



frames were acquired at 1.0 degree only for the flat-field estimation as this
eccentricity would not have been suitable for the cone analysis (section [2.1]).
The frames were averaged unregistered, so that the major retinal structures,
such as blood vessels, are averaged out, as in previous works [12L[16]. All the
raw frames were divided by the same flat-field image and then registered in
order to produce the final images. The method used for background correction
does not have any impact on the cone detection performance, as the first step
of the cone detection algorithm that we used section is based on the
localization of regional maxima in the images and the presence of the maxima
is not influenced by low-frequency spatial variation (Fig. .

The final images were registered for each retinal location in order to analyse
and compare the same area of the retina over time. This registration process
was performed in two steps; coarse registration and fine registration. Firstly,
the images were coarsely corrected for rotation using Log-Polar transformation
followed by Normalized Cross Correlation and for translation using Nor-
malized Cross Correlation only. Images were finely registered for rotation and
translation by identifying and tracking a limited selection of the cones that re-
main detectable across all the images, as in . The use of bright cones assured
the maximum possible accuracy of the process. The use of peak tracking as-
sured that the registration was not affected by retinal features other than the
local cone peaks, which change their intensity but retain their relative position

No flat-field correction Cones detected = 322

Cones detected
in either images = 335

= Cone detected in one image
® Cone detected in both images

After flat-field correction Cones detected = 322

Figure 2: Example of detection on the same portion of two images obtained
from the same frame series. In the upper image, the frames were not corrected
for the flat-field prior to registration, in the image below the frames were divided
by the flat-field image and then registered. The cone map on the right is the
sum of the two cone maps resulting from the separate detections on the two
images. The difference between the combined cone map and the two individual
cone maps is less than 4% of the cones.
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Figure 3: One frame of the time series at 2.5 degrees after registration and
normalization (Visualization 1). An overview of the data set and the sub-set
division is available in Data File 1.

On lllumination J Off lllumination

12-Feb-2015 11:35:50 12-Feb-2015 11:36:20

Figure 4: First frame of the time series at 4.0 degrees after registration and
normalization (Visualization 2). An overview of the data set and the sub-set
division is available in Data File 1.

along the time series.

The registration process returned two series of registered images with areas
of 2.0 x 2.8 degrees (0.61 x 0.83 mm) and 2.3 x 2.6 degrees (0.70 x 0.78 mm) at
2.5 and 4.0 degrees eccentricity from the fovea respectively, which were acquired
at different times and with two different light source positions (Fig. [3| and @,
except for three images obtained at 2.5 degrees, which were obtained with on-
center illumination only.

The area at each eccentricity was the maximum area common to all images
after registration. The right side of the series at 4.0 degrees and the left side of
the series at 2.5 degrees can be seen to overlap. However, we chose to analyse
them separately in their entirety in order to test our method for the analysis of
large retinal patches. Before proceeding with the reflectance analysis (section
, all the images were normalized so that images collected at the same ec-
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centricity had the same total intensity, i.e., the sum of all the pixel intensities.
This was carried out by dividing each 16-bit image by its total intensity and
then multiplying by the total number of pixels:

I
-MN
S S I(x,y)

where M is the number of pixels on the horizontal axis and N is the number
on the vertical axis. In this way, all the images had a total intensity that is
proportional to their area and the intensity values between the two eccentricities
and the different time scales images could be compared. Furthermore, this
normalization can be useful to investigate if the image intensity or the cone
intensity histograms have means that are displaced with respect to the mean
value of the pixels, which with this normalization is 1.

Before applying the detection algorithm, we selected the area to be analysed.
A vessel segmentation process was performed to exclude the region on which
the retinal blood vessel shadows are projected [18]. As cone size and density
change as a function of distance from the fovea, cone density has to be measured
as a local value and it is common practice to select small windows, which do
not include blood vessels, on the image of the cone mosaic. The purpose of
segmenting the blood vessels is not to skip the selection of windows on the
image, which is necessary, but to allow for both an automatic division of the
image into windows and to increase the area that can be analysed. In fact, by
automatically excluding the area occupied by the blood vessels, all the remaining
area of the image can be analysed without further manual intervention.

We have used here a custom method developed for the segmentation of blood
vessels on high resolution photoreceptor layer images, which has been described
in a previous work [36]. The vessel segmentation was performed only once
for each retinal location, using the average of all the registered images at that
location. In this way, the area to be analysed was the same for all the images
at each location.

(1)

Inorm =

2.3 Cone detection

Before starting the detection process, we doubled the size of the images using
bicubic interpolation in order to improve the final detection performance [31].
The size on the retina of the upsampled pixels was 0.8 pm on an emmetropic eye.
We averaged all the images registered at each retinal location in order to have
two images of the cone mosaic that can be taken as references. The detection
was performed using the Chiu et al. algorithm [34], which detects the cones and
segments their shape, separating them from the background. It was carried out
on all the images as well as on the average images. From previous work [31],
we know that the typical mean percentage of cones correctly detected by the
Chiu et al. algorithm on a single image at the same eccentricities is 97%. Since
the average images have more cones than any single image of the series, the
algorithm performed notably better, detecting also the cones that were missed
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Figure 5: Detail of detection and segmentation of cones at the same location of
a single image (left) and the average image (right). The cones that are detected
and segmented on the average image but not on the single image are shown in
pink.

in the images because they were too faint (Fig. and 97% can therefore be
taken as a lower limit for the accuracy. Because of this, we considered the
results on the average images as the closest estimate of the “ground truth” data
available for the cone coordinates. Two masks excluding the vessels were applied
to the detections, both on the images and on the average images, so that only
the cones outside the vessels were analysed.

We calculated cone density (cones/mm?) in non-overlapping sampling win-
dows of 200 x 200 pixels, which corresponds to approximately 0.16 x 0.16 mm
on the retina, covering the whole image area. When detecting the cones and
segmenting their shape, we excluded the cells for which the segmentation was
not entirely inside the window borders or for which the central cone coordinates
fell inside the segmented vessels. We compared density estimates for the two
different illuminations with Bland-Altman plots in order to determine if the
position of the light source significantly affects the identification of cones. In
addition, the estimates of cone density on the single images were compared to
the results on the average images.

2.4 Cone matching

In order to track the individual cones on multiple images over time, we per-
formed a “cone matching” procedure. Two cone detections on two different
images are taken to correspond to the same cone if they are closer than a de-
fined tolerance distance. If more than one cone is inside the tolerance distance
in the second image, then that which is closest to the cone in the first image
is taken as the match. Since the physical size of the cones varies as a function
of the distance from the fovea, using the same tolerance distance for the whole
image would lead to inaccurate matching. For this reason, the tolerance dis-
tance was defined individually for each cone as half of its equivalent diameter
(i.e., the diameter of a circle with the same area as its segmentation) on the
reference image. The cone matching was performed between the images from
the two series at 2.5 and 4.0 degree eccentricities and the average image.

12
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Figure 6: Top row: histograms of the cone intensity in the first and second
image of the “Days” series at 2.5 degrees. Bottom: histogram of the difference
between the intensity of the cones in the second and the first image fitted with a
Gaussian distribution, for which the parameters are shown on the right. These
histograms are shown as representative of the results on all the images.

2.5 Cone reflectance

The reflectance of the cones was investigated after image normalization, as de-
scribed in section 2.2] The segmentation of the cones given by the algorithm on
the average images was used to study how the reflectance of the cones changes
with time. In general, the cone intensity can be measured either as the maxi-
mum or the mean intensity value inside the segmentation profile for each cone.
After a preliminary comparison that showed minimal differences between the
two methods (data not shown), we preferred to use the mean value (i.e., the
sum of the intensity pixel values divided by the number of pixels). In all the
images we used the segmentation profiles of the average images, insuring that
cones with low intensity values (Fig. [5]) are also included in the analysis.

In order to determine if there is any pattern in cone reflectance with time,
we calculated for each image the difference in intensity of the cones with respect
to the intensity of the same cones in the first image of each time series (e.g., the
intensity of each cone in the images of the “Days” series was subtracted from
its intensity in the first “Days” image, see Fig. @ The differences in intensities
for each image presented a normal distribution, and we fitted the data with
Gaussian curves. For the purpose of clarity, a flow chart of the entire analysis
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Figure 7: Flow chart of the entire analysis process. The processing algorithms
enclosed in the left and right grey boxes were performed for all the images and
for the two series of images at the two retinal locations respectively.

process is shown in Fig. [7}

3 Methodological validation

In this section we provide a validation of the presented analysis methodology.
Cone detection and matching are performed on pairs of images acquired with
different positions of the light source, and the results are compared to the aver-
age images at the corresponding retinal locations.

3.1 Cone detection

The agreement of cone density estimates between the single and average im-
ages of the cone mosaic was measured using 5 sampling windows of the grid
at each retinal eccentricity (Fig. . We selected a number of windows that
are distributed over the images and include regions both with and without ves-
sel shadows (the shadowed areas were excluded automatically from analysis, as
described in section .

The two different illumination methods were compared in the estimation of
the cone density with a Bland-Altman plot (Fig. E[) The analysis was carried
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Figure 8: Average images at 4.0 degrees (left) and 2.5 degrees (right) with the
grid of 200 x 200 pixel (160 x 160 pm) windows in the image series in which the
parameters were calculated. The selected windows are highlighted and marked
with numbers. The same numbers are used in the plot legend in Fig. [0}
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Figure 9: Bland-Altman plot of the cone density at 2.5 (circles) and 4.0 degrees
(squares) in selected windows. The plot shows the mean of the differences
(continuous lines) and £+ 1.96 SD (dashed lines) of the cone density between
the two illumination positions. The numbers represent the sampling windows
shown in Fig.

out on the same 5 windows at each eccentricity, as described above . The points
on the plot represent the comparison of the measurements between 14 pairs of
“on center”-“off center” images acquired close together in time.

The average of the cone density as measured on “on-center” and “off-center”
images was also compared to the “ground truth” values on the average images
at the two retinal locations. The differences in cone density between all single
images and the average images were within < 9% in all sampling windows. The
fact that the detection performed equally in all the sampling windows across
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the image positively confirms that the analysis of large retinal patches can be
performed. If the isoplanatic area was smaller than the field of view then this
would have resulted in the cone detection performance decreasing as a function
of distance from the center of the images. This might be expected from previous
studies of the isoplanatic angle |37], but was not evidenced in this work.

3.2 Cone matching - “on center” / “off center” images

The percentage of the cones on the average image that were matched with cones
in the single images ranged between 81% and 94% at 2.5 degrees and between
89% and 97% at 4.0 degrees, in both cases compatible with the detection perfor-
mance of the algorithm. The mean and standard deviation of cones successfully
matched was 89.8% =+ 2.8% at 2.5 degrees with on-center illumination, while at
the same eccentricity the off-center percentages were 91.7% & 1.3%. At 4.0 de-
grees, the on-center percentages were 94.6% == 1.3% on-center and the off-center
percentages were 95.5% + 0.4% (the values for all the images are available in
Data File 2 of the supplementary materials).

The matching percentages improved as the distance from the fovea increased,
due to the increased relative diameter of the cones and the increased distance be-
tween the neighbours. We performed the Student’s t-test on paired “on center”
and “off center” illumination observations in order to establish if the match-
ing performance between the two illumination methods is significantly different.
The result is that there is evidence of a difference between the two methods
(p=0.04 at 2.5 degrees and p=0.02 at 4.0 degrees), with off-center illumina-
tion performance being 2% better on average at 2.5 degrees and 1% better at 4
degrees. Even if the mean difference between the two illumination methods is
significant, their absolute value is not clinically relevant.

4 Results

4.1 Cone matching - time scales

The matching analysis presented in the following paragraphs was performed
only on the images with on-center illumination in order to analyse the matching
percentages over all the possible time ranges. We determined how many cones
on the average image could be successfully found in a sequence of images. The
percentage of cones on the average image that can be successfully detected and
tracked over 3 years and on all the 17 images drops to 40% at 2.5 degrees. At
4.0 degrees, the percentage over 4 months and on all 15 images drops to 64%.
The percentage decreases as the time separation and accordingly the number of
images analysed increases.

Figure [L0] shows the results of matching cones performed on pairs of images
as a function of the time separation between the two images. In this case,
the matching was not performed with the average image but only considering
two images at a time, in order to reproduce the case of a clinician with only
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Figure 10: Matching of cones performed on pairs of images as a function of the
time between the two images, at 2.5 degrees and at 4.0 degrees. The x-axis is
in logarithmic scale. The plots show how the percentage of matching decreases
as the time increases with a logarithmic trend (linear fits on logarithmic scale).

two images available. All the possible combinations of image pairs have been
tested. The plots show how the percentage of matching decreases as the time
separation increases. When two images are acquired minutes or hours apart, on
average 90% of the cones can be matched. As the time separation increases, the
matching worsens on average to 80% when two images are 3 years apart.

The matching at 2.5 degrees presents a few low matching image pairs. The
poor matching for these image pairs was found to be attributed to one specific
image (26 May 2015), which showed signs of motion blur. The motion blur was
responsible for a greater number of missed matches, as it altered the estimation
of the cone positions.

4.2 Cone reflectance

The histograms of the measured cone intensities on all the images had an ap-
proximately Gaussian shape (goodness of fit B2 > 0.99 for all images) slightly
skewed towards higher intensity (skewness values between 0.01 and 0.64), show-
ing a limited excess of bright cones over dim cones. The means of the cone
intensities were 1.0072 4+ 0.0001 at 2.5 degrees and 1.0093 4 0.0001 at 4.0 de-
grees and in all cases greater than 1.0053. This is consistent with the mean cone
intensity being greater than the average image intensity, which with our normal-
ization is set to 1. The averages of the standard deviations of the distributions
were 0.0192+0.0001 at 2.5 degrees and 0.0201+0.0001 at 4.0 degrees. Although
the differences in mean intensities between the two retinal eccentricities were
statistically significant (p < 0.001; ANOVA), all the values were within a small
range, as can be seen by the small standard deviations. The cone intensity
distributions are well represented by the histograms obtained on the average
images (Fig. , showing the limited skewness of the distributions.
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Figure 11: Histogram of the mean cone intensity (as measured inside the seg-
mentations) on the average images at 2.5 degrees and 4.0 degrees. The intensity
values are measured after the total intensity normalization.

Histograms of the difference in intensity between cones on pairs of images
were well fitted by Gaussian distributions. The centers of the distributions were
all included in a range between -0.0021 and 0.0011, though their differences were
statistically significant (p < 0.001; ANOVA). Nevertheless we can assume that
the Gaussian distributions are centered on zero as their standard deviations
were ten times greater than the difference from zero. Also, the displacement of
the centers with respect to the zero are not dependent on time. The standard
deviation of the difference in intensity as a function of time is plotted in Fig.
where it can be seen that the variation in cone reflectance increases logarith-
mically with time. This result is surprising as it implies long term correlation
in the cone reflectance. We will consider the implications of this result in the
following Discussion.

5 Discussion

Our results suggest that identification and tracking of cones over time is not
altered significantly by the precise positioning of the light source, when this is
closer than 0.35 mm from the pupil center (section and section. This can
be beneficial to clinicians who use commercial AO flood cameras if the purpose
of an imaging session is cone detection and estimation of cone density, as the
operator knows that he does not need to center the source exactly. We found
that simple tracking of a single cone becomes harder as the number of images
and the time separation increases (Fig. . This phenomenon could be related
to several factors, including the presence of faint cones (or rods) in each image,
some of them tended also to disappear completely and then reappear again over
time, regardless of the time range between the images. Dim cones are more
likely to be missed and the cones that are not detected are different in each
image, making it harder to follow one cone through all the images. However,
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Figure 12: Standard deviation of the difference in cone reflectance as a function
of time at 2.5 degrees and 4.0 degrees. The x-axis is in logarithmic scale. The
standard deviation is calculated from the Gaussian fit of the histograms of the
intensity difference of all the cones with respect to their intensity value in the
first image of the different time series. It can be seen that the variability of cone
reflectance increases logarithmically with time (linear fits on logarithmic scale).
The variation in cone reflectance between images acquired more than one year
apart is more than the double the variation observed on the cone mosaic on the
same day.

we cannot exclude that some cones may have died or lost their function over
three years follow-up, thus directly influencing cone matching [38]. Another
possible cause for a missed match was when the cones were detected farther
apart than the tolerance distance. This type of missed match can be caused
by image registration errors. Even if the registration was performed in order
to correct for displacements smaller than the cone size, we acknowledge that
residual translational or rotational errors might affect the matching. However,
this should not be the cause of the time dependence of the matching, but rather
cause isolated mismatches (e.g. the poor matchings at 2.5 degrees), and the
same will be true for the differences in intensities.

In recent years, there have been several studies focused on observation of the
reflectance of living cones [9,/11H16,|18], and on its modelling, suggesting how
the cone reflectance could be due to constructive interference of scattered light
which increases with penetration depth in the cone outer segment [30], but the
origin of its variability is still not fully understood. The reflectance studies have
been performed with all AO imaging modalities, including AO-SLO [11H13}[16],
AO-OCT [14] and flood-illuminated AO cameras [9,/17,[24]. The most common
explanation so far for the cone reflectance variability of the order of an hour is
the disc renewal process [9], which is thought to be the cause of both change in
the outer segment length, observable through interference produced with a long-
coherence light source AO-SLO [12], and in the refractive index at the interface
between the inner and the outer segment, observable also with a short-coherence
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light source AO-SLO-OCT [14].

From our results, there is no evident pattern that regulates the time vari-
ation of cone reflectance in AO flood illumination images of the cones in the
central retina. Over the short as well as the long time periods, the majority
of cones showed little change in reflectance while others greatly increased or
decreased their reflectance, resulting in an approximately normal distribution
of the difference in reflectance. From the plots in Fig. [12| we see that the vari-
ation in cone reflectance that can be expected to be seen in the same cones
increases with time, and as a result their identification in two images becomes
more difficult as the time separation increases (Fig. . The variation in cone
reflectance was found to increase logarithmically with time; this indicates that
the intensity fluctuations are strongly correlated on timescales shorter than a
day, becoming less correlated with time, but do not appear to be completely
independent even on the longest timescales. This suggests the presence of some
long-term trends in the cone reflectance could be related to changes in cone
directionality or other cellular sources, as discussed previously [14]. The fact
that the intensity fluctuations after hours are more pronounced than minutes
was already observed by Pircher et al. [14], and here we extend the result to
months and years separation. Since the coherence length for our light source
was L. = (2In2)?)/(nrAX) = 6.37pm (calculated as in [10]) and the cone
outer segment length is greater than 20 pm, we can exclude that the outer seg-
ment length is the source of the variability observed by us, as well as in [14].
The change in the refractive index at the inner segment-outer segment interface
caused by the generation of new discs, a possible explanation for the reflectance
variability that was pointed out in the cited study, could therefore be the source
of the variability observed by us as well. Changes in the composition of the
outer segments-RPE interface due to the migration of melanosomes or melano-
genesis during disc shedding have been also considered to explain the changes
in reflectance [9].

Nonetheless, the physiological processes that cause the changes in reflectance
to increase with time separation still needs to be identified. Either waveguiding
or cone pointing may change over time [9}/18]; for example, the reflections within
a properly waveguiding cone may be reduced because the reflective interfaces
within the cone (either between inner and outer segments or between the pos-
terior tips of the outer segments and RPE) change in some way. In addition,
the light coupled into a single cone can be either transmitted or absorbed dif-
ferently over time and some cones may point at different points on the pupil
over long time scales. Specifically related to imaging of the cones with an AO
flood-illuminated camera, spatial variations may arise also in the inner retina,
such as those caused by blood vessels, which influence the reflectance of cones.
However, we automatically excluded the area of the cone mosaic occupied by the
blood vessels, reducing the effects of stray light on cone reflectance and making
it easier to study the reflectance changes that are intrinsic to cones.

The two representative entry pupil positions used in this work have been cho-
sen in order to understand the influence of the illumination positions commonly
used to acquire high-quality images of the cone mosaic in clinic. Since oblique
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incidence of light increases the amount of light which traverses more than one
outer segment before being absorbed, this could affect the overall image quality
of the cones and hence their identification with automated algorithms. However,
Vohnsen [30] has previously shown that this can only have an impact when the
angle of incidence on the retina is greater than 7 degrees corresponding to a
pupil entrance displacement of 2.7 mm. In previous work [24], the reflectance
of the cones in AO flood-illuminated images of the retinal periphery has been
shown to be greatly influenced by large displacements of the entry pupil. It is
well known that the cones have relatively narrow angular reflectance functions,
returning much more of the incident light towards a point near the center of
the pupil than towards points farther away from the center. This phenomenon
is closely related to the Stiles-Crawford effect [9,27H29], which describes the
variation in the visual effectiveness of light entering through different locations
in the pupil.

In this study, we used a commercial AO flood-illuminated camera; with the
method developed for processing of these images, which is largely automated,
it is possible to establish an analysis routine that can be applied in clinics
as part of a research procedure for assessing the health of the cone mosaic in
patients. Changes in cone reflectance have already been associated with retinal
conditions [391|40] and with this work we are moving towards the identification
of additional properties of the cones, which are complementary to their spatial
organization.

Limitations of the current work include the lack of a measure of the absolute
reflectance of cones since processing of flood-illuminated AO images included
normalization in order to compare images acquired at different times and un-
der different conditions, which unavoidably altered photoreceptor reflectance.
In addition, we only studied one subject. Another limitation could be the au-
tomatic detection of the cones. Even if we used the algorithm with the best
performance and that best suited our needs, the detection process cannot be
regarded as perfect |31]. Nonetheless, we note here that the analysis of such a
large amount of data would not have been possible using manual cone detection
only, and one of our purposes is to move towards the automation of the analysis
process.

With the methodology developed for the cone detection and area selection,
we plan to extend the analysis of the changes over time in the cone mosaic to
the metrics related to the cone spatial distribution (density, regularity metric
and nearest neighbour distance). Moreover, we plan to carry out this analysis
procedure on healthy and diseased eyes, in order to identify suitable markers
for the identification of retinal conditions. Future work will also include further
development of image processing techniques that will help us to determine the
causes of changes in cone reflectance, especially over long time scales. An exam-
ple includes the separation of the light reflected by the background, visible as
low-frequency spatial intensity, and the individual cones, and determine if and
how the two are related.
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6 Conclusions

We developed a largely automated procedure for the analysis of a cone mosaic
and its monitoring over time, which can be used also in clinical environments.
We assessed that for the purpose of cone detection there is no significant dif-
ference in the images acquired with a light source that is within 0.35 mm off
from the pupil center, which is the farthest location from the pupil center used
by operators of the AO flood camera to acquire high-quality images of the cone
mosaic in the clinic. In addition, the light position does not affect the ability
to identify and track individual cones on a series of images. On the other hand,
the time separation between two or more images makes the identification of
the same cone more difficult. We determined that important changes in cone
reflectance also occur on long time scales (days, months and years) and that
these changes increase logarithmically with time.
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